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Abstract
Breast cancer has a significant impact on the well-being of the female population both 
nationwide and worldwide. This has motivated the establishment of national breast 
screening programmes in most western countries, in order to reduce the mortality asso­
ciated with this disease via early detection. X-ray mammography is considered the cur­
rent gold standard technique for breast cancer detection in such screening programmes. 
However, this suffers from performance limitations due to tissue superposition which 
can either mimic or obscure malignant pathology. Therefore, alternative X-ray modal­
ities, such as digital breast tomosynthesis (DBT), which employs a series of X-ray 
projections at different (but limited) angles, are being explored in order to improve 
breast cancer detection rates.
In all such X-ray based imaging methods, scattered photons produced deleterious ef­
fects on image quality to varying degrees. In order to model such scatter distribution, 
Monte Carlo (MC) simulations is often chosen as the default approach, and as such is 
used in this thesis to quantify its effects in X-ray mammography and DBT scenarios. 
Following validation on the use of the GEANT4 MC package for use in mammography, 
three commercially available full-field digital mammography (FFDM) systems were sim­
ulated with their corresponding anti-scatter grids using a CDMAM geometry. It was 
observed that, for the particular geometry studied, the scattered radiation recorded at 
the detector was 17% using a linear anti-scatter grid design. However, this figure was 
reduced by a factor of three when employing a cellular anti-scatter grid geometry.
In DBT geometries, scattered radiation is larger than in FFDM and, spatially, may 
vary more rapidly due to the absence of an anti-scatter grid. The excessively long times 
needed to run MC simulations (8-10 hours) for such analysis motivates the need for an 
alternative approach. A non-stationary kernel-based approach has thus been developed. 
It was found that using kernels based on breast thickness-only, can overestimate scatter 
radiation by more than 60% (compared to MC simulations) at the breast edge region. 
Simulation work presented here shows that this overestimation in scatter is largely due 
to the air gap between the lower curved breast edge and the image receptor. In this 
thesis, a more accurate scatter field estimator is proposed for use in DBT which not 
only considers the breast thickness and primary incidence angle, but also accounts for 
scatter exiting the breast edge region and traversing an air gap prior to absorption in 
the image receptor. This proposed approach has reduced such errors to an average 
error of 10% in scatter, and a maximum of 20% across the projected breast phantom, 
and has decreased the run-time ten-fold. Such an approach has potential applications 
in scatter correction methods in DBT, and as an efficient modelling tool in imaging 
system development and in evaluation of virtual clinical trials.
K ey w ords: Monte Carlo simulations, GEANT4, scattered radiation, SPR, convolu­
tion, X-ray mammography, digital breast tomosynthesis.
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Chapter 1
Introduction
In 2008, approximately 7.6 million of people died from cancer worldwide (excluding 
non-melanoma skin cancer) [1]. Within the UK, the number of deaths from cancer was
157,000 in 2010 [2], corresponding to mortality rates of 204 per 100,000 males and 149 
per 100,000 females [3]. The above figures illustrate the fact that cancer is a major 
cause of death.
Cancer is a group of diseases where cells grow abnormally without stopping [4]. This 
abnormal growth of the cells can produce benign or malignant tumours. A benign 
tumour is not considered hazardous because it grows slowly and does not spread to 
other parts of the body. On the contrary, malignant tumours can grow quickly and their 
cancer cells can leave the tumour and spread to other organs of the body (metastasis) 
using blood vessels and the lymphatic system, invading and damaging the surrounding 
tissue. They compete with normal tissue for space and nutrients, affecting the normal 
body functions and thus, eventually leading to death.
The incidence and mortality of the most common cancers observed worldwide in 2008 
are shown in Figure 1.1, where breast cancer represents the second most common cancer 
and the fifth cause of cancer death.
1.1 Breast cancer
Abnormalities in the breast tissue structure (see breast anatomy in Appendix B), such 
as soft tissue masses, are found to be a sign of breast cancer. One of the most important 
features in any breast cancer is whether it is non-invasive (“in situ”) or invasive, which 
also determines the associated treatment protocol.
The most important non-invasive cancers are Ductal Carcinoma In Situ (DOIS) and 
Lobular Carcinoma In Situ (LCIS) which do not grow further than lactiferous ducts 
or breast lobules respectively. However, in the case of invasive cancer, the cancerous 
cells pass through the breast tissue barrier and invade surrounding areas. Invasive 
Ductal Carcinoma (IDC) begins in the milk ducts before spreading beyond them and 
in Invasive Lobular Carcinoma (ILC), the cancer starts in the milk-producing lobules.
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Figure 1.1: Cancer incidence and mortality worldwide for both sexes
(2008) [1].
A diagram of invasive and non-invasive cancer which affect the lactiferous ducts is 
illustrated in Figure 1.2.
Normal Duct Ductal Carcinoma 
In Situ (DCIS)
Invasive Ductal 
Carcinoma (IDC)
Figure 1.2: Diagram of a duct affected by non-invasive (DCIS) and Invasive 
(IDC) breast cancer. Image adapted from [5].
Examples of the mammographie appearance of breast cancer are illustrated in Fig­
ure 1.3. The breast cancer cases shown here are very obvious. However, the task 
performs by radiologist to detect breast cancer is very challenging.
1.2. Impact o f breast cancer in female population
(a) (b)
Figure 1.3: Sample X-ray mammography images showing signs of breast
cancer.
1.2 Im pact o f breast cancer in fem ale population
In women, breast cancer is the most common cancer detected in both developed and 
developing countries [1]. Within the UK, approximately 49,500 women were diagnosed 
with breast cancer in 2010 [2], representing the highest incident rate of all cancers 
diagnosed in women [2, 3]. Figure 1.4 illustrates the breast cancer incidence rates in 
women within the UK for the last 35 years. It is observed how breast cancer has 
affected increasing numbers of women over this period. This could in part be explained 
by improvements in detection methods, as well as changes in life style [2].
150
100
g
I
I 50
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Year of diagnosis
1995 2000 2005 2010
Figure 1.4: Breast cancer incidence rates per 100,000 female population 
within the UK from 1975 to 2010 [2].
In spite of UK breast cancer mortality rates having reduced by approximately 35% 
during the last 20 years (see Figure 1.5), in 2010 approximately 11,500 women lost
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their lives in UK due to this disease [2]. This has placed breast cancer as the second 
higher cause of cancer mortality in women after lung cancer [2, 3]. The causes of the 
reduction in mortality are difficult to demonstrate but, according to Cancer Research 
UK (CRUK), the early detection of breast cancer due to the breast screening program 
and recent improvements in X-ray mammography systems have positively influenced 
this reduction. Furthermore, improvements in breast cancer treatments have also con­
tributed to this trend. Note in Figure 1.5, how the breast cancer mortality rate has 
been reduced since the breast screening program was set up in the UK in 1988.
50
40
§ 3 0
w 20
1?71 1975 2005 20101985 1990 
Year of death
1995 20001980
Figure 1.5: Breast cancer mortality rates per 100,000 female population 
within the UK from 1971 to 2010 [2]. Vertical dashed line represents the 
year the breast screening program was set up (1988).
As described at the beginning of the chapter, malignant tumours can grow very quickly 
and spread to other organs. In order to minimise the harm of such cancerous cells to 
normal tissue, tumour presence should be detected as soon as possible. For this reason, 
early detection of breast cancer can be translated into increasing the possibilities of a 
fast and successful recovery in the patient: the sooner the cancer is detected, the higher 
the probability of survival. This can also help to avoid traumatic treatments such as 
breast removal (mastectomy).
In order to detect breast cancer. X-ray mammography has been proven to be the gold 
standard technique and moreover, it is the standard radiological technique used in 
breast cancer screening [6].
1.3 N ational breast screening program m e
In 1986, the Forrest report [7] concluded that regular screening mammography of 
women aged 50 and over may increase life expectancy as breast cancer can then be 
detected in an early stage and subsequently treated with enhanced results. Two years 
later (1988), the National Health Service (NHS) introduced the NHS Breast Screening 
Programme (NHSBSP) and women between 50 and 69 years of age were invited to have 
a mammogram every three years.
1.4. Motivation
At the time, the UK was the first country in the world to undertake such as screening 
programme. Currently, around 1.5 million women accept the invitation to attend the 
NHSBSP and about 95% of women scanned are reported as normal after the first 
mammogram [8]. Women below 50 years old were not originally invited because the 
incidence rate of breast cancer was lower for that age group and because the X-ray 
mammography technology of the time, screen-film cassette, was not as effective for 
dense breast tissue observed in this younger cohort. However, as will be explained 
in Section 2.5.1, the arrival of digital detectors in X-ray mammography has shown 
an improvement in breast cancer detection for dense breasts [9, 10]. Therefore, the 
NHSBSP is currently extending the age range of women to ages 47 to 73 in order to 
detect breast cancer in a wider group of the female population.
A report by the Department of Health Advisory Committee, published in 1991, sug­
gested that the NHSBSP would avoid 1,250 breast cancer deaths by 2010 [8]. In fact, 
the International Agency for Research in Cancer (lARC) also suggested that X-ray 
mammography screening reduces mortality for breast cancer, for every 500 women 
screened, one breast cancer death will be avoided.
However, an issue with the NHSBSP is the X-ray dose given to the asymptomatic breast 
screening population. It is well-known that using ionising radiation comes with it a risk 
of inducing cancer. Thus, women participating in the screening programme may be at 
slightly higher risk of inducing cancer for the years that the individual is included in the 
breast screening programme. This ionising radiation effect is very difficult to measure 
but the NHSBSP estimates that for every 14,000 women in the age range 50-70 years 
old screened three times over a 10 year period, the associated exposure to X-rays will 
induce about one fatal breast cancer [11]. Thus, the benefit in reduced overall mortality 
is thought to outweigh the risks of screening by X-ray mammography.
1.4 M otivation
When the NHSBSP was set up in 1988, X-ray mammography systems used screen-film 
cassettes as image receptors. Two of the limitations of screen-film cassettes are their 
limited contrast sensitivity and dynamic range [12], which can lead to missed breast 
tumours in dense tissue regions [13, 14]. In order to improve the performance of screen- 
film cassettes, digital detectors were introduced. These have demonstrated detection 
performance that can equal that of screen-film cassettes [9, 15, 16, 17] as well as deliv­
ering improved breast cancer detection in women with dense breast composition [9, 10].
Thus, it is seen that digital technology is playing an important role in the improvement 
of breast cancer detection. One particular advantage arising from the adoption of digital 
technology is that the various imaging processes involved (image acquisition, storage 
and image display) can be optimised independently. Computer simulations are key in 
this optimisation process. They facilitate study of the impact on image quality when 
varying key parameters in current X-ray mammography system (e.g. scatter reduction 
methods), as well as evaluation of new design options without requiring irradiation 
of human subjects. They can also be used to performance virtual clinical trials and
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evaluate new technology provided by manufacturers much quicker than conventional 
clinical trials.
The aim of this work is to characterise the distribution of scattered radiation, using 
Monte Carlo (MC) and non MC methods, for different X-ray mammography geometries. 
Scattered radiation reduces the contrast in X-ray imaging, a metric which is key im­
portant for the detection of breast cancer in X-ray mammography images. Knowledge 
of scatter is essential, not only for use in image simulations studies, but also to develop 
methods to reduce its undesired effects in digital detectors, where post processing of the 
raw image is possible. Special attention has been paid to digital breast tomosynthesis 
(DBT) where the scatter magnitude is higher than conventional planar X-ray mammog­
raphy. DBT is a developing technology which reduce the overlapping tissue problem 
found in conventional planar X-ray mammography by imaging the breast at limited 
angles. It is hoped that this study will lead to new insights of scattered radiation, and 
the relative sources of its deleterious effect on image quality.
This research forms part of a wider programme of work in developing simulation tools 
for optimising the use of digital technologies in X-ray mammography, known as the 
OPTIMAM project. This project aims to develop an overarching simulation framework 
to investigate the performance of two dimensional (2D) digital X-ray mammography 
systems, as well as exploring new technologies available for breast cancer detection such 
as DBT.
1.5 Structure o f th e thesis
As described in the previous section, computer simulations have been used in this work 
to study scattered radiation.
In order to design an accurate simulation of X-ray mammography systems, knowledge 
of all the physical interactions involved in X-ray mammography acquisition (e.g. scat­
tering processes) is necessary. Furthermore, the geometry used in this type of X-ray 
technologies is also needed to reproduce accurately an X-ray system in a virtual envi­
ronment. All this key information is described in C h ap te r 2.
Once the geometry and the physical interactions are known, a computer simulation 
can be built. However, before doing so, prior understanding of the effects of scattered 
radiation on image quality, can help to correctly interpret the subsequent results. Thus, 
C h ap te r  3 describes how this undesirable signal component is measured as well as 
which parameters influence in its magnitude and spatial distribution. Furthermore, 
typical strategies currently used (anti-scatter grids, air gaps, etc.) to minimise its 
effects on image quality are also included.
At this point, the computer simulation to be used in this work can be designed. Due 
to the' stochastic behaviour of the particle interactions, MC simulations have been 
used. The MC toolkit employed in this work (GEANT4) is described in detail in 
C h ap te r  4. Its performance in X-ray mammography is shown via careful validation 
with experimental and published data.
1.6. Achievements and major contributions
A feasibility study of MC simulation-based scatter in the generation of synthetic images 
is presented in C h ap te r 5. In this chapter, scatter-to-primary ratio (SPR) maps are 
inserted into an existing CDMAM image simulation framework.
During the work developed using MC simulations, it was found that this technique is 
extremely time consuming. Therefore, non-MC approaches to study scattered radiation 
are proposed in C h ap te r 6 in particular for DBT geometries, where the scatter signal 
is more prominent due to the absence of anti-scatter devices. Using anthropomorphic 
breast phantoms, the limitations of conventional convolution-based methodologies for 
the calculation of scatter are explored. Using insight gained from simulations studies, 
several new strategies are proposed to improve the performance of kernel-based methods 
for scatter field modelling.
The conclusions of these findings are described in C h ap te r 7, where further work to 
improve on these new developments performance is also suggested.
1.6 A chievem ents and m ajor contributions
The main achievements, including contributions to the field, contained in this thesis 
may be summarised as follow.
A detailed MC simulation has been developed and validated, and used to study scat­
tered radiation fields for both 2D full-field digital mammography (FFDM) and DBT 
geometries.
SPR maps generated for three commercially available FFDM systems have been in­
serted into an existing CDMAM image simulation framework [18] in order to reduce 
the dependency on clinical measurement while maintaining similar performance. Pre­
viously, this CDMAM image simulation framework estimated the scatter signal based 
on clinical measurements. However, this framework has been modified in this work to 
introduce MC-based SPR maps for the first time. Furthermore, SPR values have been 
shown for the first time using the cellular anti-scatter grid currently employed by the 
Hologic Selenia system, demonstrating the larger scatter reduction when comparing 
with the linear anti-scatter grid found in the CE Essential system.
Investigation of the scatter field in DBT was initiated as scatter is substantially higher 
in DBT systems, compared to FFDM (due to the lack of anti-scatter grids). However 
the need for scatter fields for each angular projection motivated the development of non- 
MC alternatives. While doing so, it was found that the conventional convolution-based 
approach [19, 20, 21, 22, 23, 24, 25] (employing breast thickness dependent scatter ker­
nels) was not sufficient to accurately estimate the scattered radiation in DBT, showing 
errors of more than 150% in the region of the image which corresponds to the edges of 
the realistic breast phantoms.
After rigorous examination of the imaging system and the physical process involved, it 
was discovered that the variable air gap distance between the lower surface of the breast 
phantom and the breast support significantly affects the magnitude of the scattered 
radiation recorded within the image receptor.
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To address this previously unaccounted phenomena, a novel approach to model scatter 
due to the air gap distance is proposed. Moreover, the scattered radiation contribution 
from sources other than the breast (compression paddle, breast support,...), which is 
often neglected, has also been included in the new kernel-based approach suggested in 
this work.
By applying this new kernel-based approach to a range of breast phantoms and differ­
ent projection angles, it was found that such an approach can produce good quality 
estimates of the scatter field, with error of less than 10% (compared to MC simulations) 
across almost all of the projection image.
A list of the publications produced during this work is found in Appendix D.
Chapter 2
X-ray mammography imaging 
system s
This chapter starts with an introduction of the physics involved in the process of X- 
ray generation and X-ray photon interactions within the mammographie energy range, 
which are key to understand future chapters. Then, the components found in a typical 
X-ray mammography system, which are included in simulations described in further 
chapters, are described. The last section of this chapter includes a discussion about the 
X-ray breast imaging technologies currently available.
2.1 X-rays
X-rays were discovered by Wilhelm Rontgen in 1895 and these have been used in medical 
imaging since then. X-rays are a type of high frequency electromagnetic radiation which 
have enough energy to traverse most objects, including human tissue. Due to the high 
energy carried. X-rays have the potential to strike and eventually liberate an electron 
of an atom, creating a vacancy. In other words. X-rays are forms of ionizing radiation 
which can create ion pairs, consisting of a negatively charged particle (electron) and a 
positive atom or molecule [12].
In X-ray medical imaging. X-rays are considered as a set of particles (photons or quanta) 
and they are produced as a consequence of high speed electrons interacting with the 
nuclei (Bremsstrahlung radiation) or the atomic electrons (characteristic radiation) of 
an atom as described below.
Bremsstrahlung radiation is emitted when a high speed electron travels close to the 
nucleus of an atom. Due to the positive charge of the nucleus, the high speed electron 
can be slowed down releasing a Bremsstrahlung X-ray photon with part of its kinetic 
energy. Furthermore, the high speed electron can collide directly with the nucleus of 
the atom, where all its kinetic energy is transformed into an X-ray photon. This process 
is observed in Figure 2.1(a), where the two cases explained are shown.
In the case of Characteristic radiation^ the high speed electron ejects an atomic electron 
from its shell (K, L, M,...) producing a vacancy as illustrated in Figure 2.1(b). This
9
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e
e ► ®
(a) Bremsstrahlung radiation
e
(b) Characteristic radiation
Figure 2.1; Diagrams of the processes involved in the X-ray production. 
In Bremsstrahlung (a), a high speed electron interacts with the nucleus of 
an atom whereas in characteristic radiation (b), the high speed electron 
interacts with the electrons of an atom.
vacancy is filled with an electron from an outer shell producing a characteristic X-ray 
I)hoton which energy is equal to the binding energy (Eb e ) difference between the two 
shells. Each element has different E b e , so the energy of the photon emitted during this 
process is characteristic for an element. Furthermore, this characteristic X-ray photon 
can interact and eject an electrons from the outer shells (Auger electrons). As will 
be discussed in Section 2.4, a common material to produce X-ray photons is tungsten 
(W). An example of the characteristic X-ray photons (Kq,, Lq,, produced when 
an electron jumps from one shell to another in a W atom is shown in Figure 2.2.
Binding energy 
0.5 keV —
Shell
3keV
llk e V -
70 keV 0
M
Figure 2.2: Diagram of characteristic X-ray photons {Ka, Lq,^  Ljs) pro­
duced when a electron occupies a vacancy in an inner shell. Example of 
binding energies {E b e ) for tungsten are illustrated. Adapted from [12].
The X-ray photons are particles with energy, nevertheless they have not charge nor 
mass. This makes the X-ray photons immune to any electrical or magnetic field. How­
ever, they can be diffracted in a manner similar to light. As they pass through matter, 
they can be scattered, absorbed or they could travel without interaction as explained 
in the following section.
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2.2 X-ray photon  interactions
Consider an X-ray photon beam collimated towards a surface of area A of a given 
material. If that area contains n atoms, the probability for a single X-ray photon to 
interact with one of the n  atoms is
ncr
T ’ (2 .1)
where a is the total atomic cross section and represents the effective area for an inter­
action between an X-ray photon and an atom of a particular material.
Within the X-ray mammography energy range (0-50 keV), three particle interactions 
with matter are observed: the photoelectric effect, coherent and incoherent scattering.
Their cross sections depend on the energy and material composition as will be explained 
below. Figure 2.3 illustrates the cross section for adipose tissue, a main component 
found in breast tissue. Note that up to approximately 25keV, the photoelectric effect 
is dominant. After that energy, the most likely interaction is incoherent scattering.
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Figure 2.3: Photon cross sections for scattering and photoelectric absorp­
tion for adipose tissue [26]. Adipose tissue composition is described in 
Table 2.2.
2 .2 .1  P h o to e le c tr ic  e ffect
In the photoelectric mechanism, an X-ray photon with kinetic energy E q collides with 
an electron binded to an atom in the medium, transferring all its kinetic energy.
If the X-ray photon energy is smaller than the binding energy E b e , the X-ray photon 
will not interact with the electron of that specific shell. However, the X-ray photon 
can interact with electrons in the outer shells where the E be  is lower, making the 
interaction energetically possible. In case that E q is equal or greater than E b e , the 
X-ray photon can eject the electron of the shell as illustrated in Figure 2.4, causing
12 Chapter 2. X-ray mammography imaging systems
ionization. This free electron is called photoelectron and its energy will be the difference 
between E q and E b e - When the interaction occurs in breast tissue (mainly hydrogen 
(Z=l), carbon (Z—6), nitrogen (Z=7) and oxygen (Z=8) ), the photoelectron is locally 
absorbed contributing to the patient dose [27]. This is observed in Figure 2.5, where 
the electron ranges are shown for soft tissues and Csl, being the latter a very common 
image receptor as discussed later. In both cases, the maximum distance travels by an 
electron within the mammography energy range is less than 50/um.
Figure 2.4: Diagram of the photoelectric effect. An X-ray photon interacts 
with an atomic electron, ejecting it from its shell. Characteristic X-rays 
photons are produced when electrons from outer shells are reorganized to 
fill in the vacancy left by the ejected electron.
50
— Soft tissue (ICRP) 
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40
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Figure 2.5: Electron range calculated for soft tissue (ICRP composition) 
and Csl within the mammography energy range [28].
The vacancy left in the atom is rapidly filled by electrons of the outer shells producing 
one or more characteristic X-rays (also known as fluorescent X-rays), following the 
process explained in section 2.1. The probability of producing characteristic X-ray 
photons is known as fluorescent yield w. In the K shell, the fluorescent yield (uk) is
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virtually zero for elements of atomic number (Z) less than 10 as shown in Figure 2.6. 
If energetically possible, these characteristic X-ray photons can interact with electrons 
in the outer shells producing new photoelectrons (Auger electrons). The probability of 
Auger electrons is l-uj.
0.8
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Figure 2.6: K fluorescent yield from a Z range between 5 to 100 [29].
In mammography scenarios, due to the low E be  observed in the K edges of breast 
tissue (low Z materials), the energy of the characteristic X-ray photon is low, as well 
as w. Therefore, it can be said that the characteristic X-rays produced do not travel 
far until they are re-absorbed by the medium [12, 30]. However, this might not be the 
case when photoelectric interactions occurs in image receptors materials (see Table 2.3), 
where the E b e  of K edges are larger, allowing the characteristic X-rays to travel further 
distances [12, 27]. For example, X-ray photons have a mean free path  ^ of 0.07, 0.21 
and 0.60 mm for Se, I and Cs respectively, which represent typical detector’s materials.
Within the mammography energy range, the cross section for photoelectric interaction 
(r) of a photon with energy E q in a element of atomic number Z  is
T — k (2 .2)
where A: is a constant and n and m  represent values in the range 3.6-5.3 and 2.5-3.5 
respectively depending on the element [31]. Typical n and m  values in the diagnostic 
photon energy range illustrate that r  is inversely proportional to the cube of the X-ray 
photon energy and directly proportional to the fourth power of its atomic number.
r  oc (2.3)
Thus photoelectric interactions typically occur for low energy photons as observed in 
Figure 2.3. Thus, different photoelectric probabilities are obtained for materials, or
Average distance a particle travels before interacting.
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tissues, with small differences in atomic number. This leads to different absorption 
rates and consequently differences in contrast.
Furthermore, as the photon energy passes a shell binding energy for a given element, 
the photoelectric probability increases sharply. As will be explained below, this increase 
in photoelectric effect will also increase the attenuation coefficients for that particular 
element. This will provide greater contrast for particular elements. Because they 
typically occur in the mammography energy range, the increase in the K shell is the 
most important and it is called ’K edge effect’. An example of this increase in the 
photoelectric probabilities is shown in Figure 2.7 for I, a common contrast agent, where 
the effects of the L and K edges are shown.
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Figure 2.7: Photoelectric cross section for iodine [26]. The sharp increase 
of the cross section at 33.2keV correspond to the K edge effect while the 
increase at 4.6, 4.9 and 5.2 keV represent the contribution from the L 
edge [32].
2 .2 .2  C o h eren t sc a tte r
Coherent scattering occurs when an X-ray photon is deflected after hitting an electron 
binded within an atom shell, leaving the atom neither ionized not excited. The X-ray 
photon loses a very small fraction of its energy which can be safely neglected [33]. 
Therefore, the incident X-ray photon is scattered with an angle 9 with respect to its 
original trajectory and remains with its initial kinetic energy (E' = E q) as shown in 
Figure 2.8.
J.J. Thomson described, at the beginning of last century, that the differential cross 
section^ of an X-ray photon scattered by a free electron is
doT — -^(1 + cos‘^6), (2.4)
 ^Cross section in solid angle intervals dfl.
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Figure 2.8: Diagram of the coherent scattering. An X-ray photon interacts 
with an atomic electron without energy exchange. The incident X-rays 
photons is scattered with angle 0 and the same kinetic energy (E' =  7%).
where ?y corresponds to the classical electron radius (2.8179380 x 10~^^m) [31, 34] and 
9 is the angle of the scattered X-ray photon with respect to its original trajectory as 
observed in Figure 2.8. If Equation 2.4 is integrated over the differential solid angle 
dfl, the total cross section for Thomson scattering cry becomes
=  6.652448 x (2.5)
Note that according to equation 2.5, the Thomson cross section ar  is constant.
The tissues investigated in medical imaging have electrons which are bound to an atom, 
so the ot is not truly correct for this case. The cross section for coherent scattering 
(Jcoh is more representative in diagnostic images as it accounts for coherent interactions 
between X-ray photons and electrons attached to an atom. The differential cross section 
docoh/d^ is obtained from the product of dar/dO. (Equation 2.4) and the square atomic 
form factor E ‘^ {x,Z) [31, 34]:
where x is a measure of the momentum transfer and corresponds to being A
the wavelength of the incident X-ray photon. The relationship between the energy of 
the photon E q and A is
£o = y .  (2.7)
where h and c represents the Planck’s constant and speed of light in vacuum respec­
tively. The form factor E{x, Z) introduces an energy dependency into the coherent 
scattering as well as the atomic structure {Z) that Thomson formula does not take into
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account. This is translated into different scattering angular distributions for different 
energies and elements. However, F{x, Z) assume that the atom is at rest and do not 
consider forces between atoms and molecules.
Figure 2.9 shows the distribution of scattering angles 6 for adipose tissue and three 
photon energies. It is observed that coherent scattering produces mainly forward scat­
tering, where F{x, Z) is equal to the atomic number [31]. Then, as the scattering angle 
increases, the term F{x, Z) decreases, making more difficult for a photon to scatter. 
Furthermore, as the photon energy is increased, the X-ray photon is more likely to 
scatter in smaller angles.
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Figure 2.9: Shape of angular distributions for coherent scattering in adipose 
tissue calculated from Monte Carlo simulations. Results for three X-ray 
photon energies are shown, where each of them is normalised to a peak 
height of 1. Adipose tissue composition is described in Table 2.2.
2 .2 .3  In co h eren t sc a tte r
In incoherent scattering, the energy of the incident X-ray photon E q needs to be higher 
than the binding energy of the electron Ebe- The X-ray photon gives some of its energy 
to release the electron from its shell and it is scattered with energy E'  and angle 9 with 
respect to its original direction. The electron is ejected from its shell with an angle y? 
and energy Tg as illustrated in Figure 2.10. Thus after an incoherent interaction, an 
ionized atom, an electron and a scattered photon is produced.
Typically, incoherent scattering occurs where E q »  E b e - Therefore, the outer shells 
of an atom are more likely to be affected by incoherent scattering [12].
The energy of the photon after the interaction E '  can be approximated using the 
conservation of energy and momentum [31]:
E ’ = E q
1 -f a ( l  +  cos9)
(2 .8)
where
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Figure 2.10: Diagram of the incoherent scattering. An X-ray photon inter­
acts with an atomic electron. The incident X-ray photon is scattered with 
an angle 0 with energy F ' and the electron is ejected with angle cp from its 
shell carrying a kinetic energy of Tg.
ct = -— (2.9)
The term nioC  ^ corresponds to the rest-mass of an electron (511keV). Furthermore, the 
angle of the ejected electron (p corresponds to
cotp = {1 y  a)tan{9/2), (2.10)
and its energy (Tg) can be calculated as the energy difference between the incident X- 
ray photon and the scattered X-ray photon (Tg = E q — E ') ,  so the energy conservation 
is kept.
Compton scattering describes the interaction between an X-ray photon and a free elec­
tron at rest [31, 35]. The differential cross section for this scenario is described by the 
Klein-Nishina formula:
^  =  ! l ( l  +  k { l - c o s e ) )  X +  ( 2 . 1 1 )
where k corresponds to the photon energy in units of the electron rest-mass energy 
(£ '(eF)/511003.4). rg is known as the classical electron radius.
To account for the fact that in practice, electrons are neither free nor at rest, the 
above equation is not truly correct in real scenarios. The incoherent scattering cross 
section ainc accounts for electrons binded to an atom, and corrects the above formula by 
multiplying it with the incoherent scattering function S{x,Z).  However, as described 
for F(x,Z) ,  S (x ,Z)  has been assumed free atoms and the forces between atoms and 
molecules are not taken into account.
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d f l
d ( J KN
d f t
(2 .12)
S{x^Z)  is zero for the scattered photons in the forward direction. As the scattering 
angle increases, S{x,Z)  also increases towards the atomic number Z  [31].
The cross section for incoherent scattering cr^ nc is calculated by integrating Equa­
tion 2.12 over all angles from 0 to tt. In many cases, Oinc almost corresponds to the 
cross section for single electrons at rest times the atomic number of the atom [31]
<Ji Z g k n - (2.13)
It is worth mentioning that the cross sections described here correspond to individual 
elements. In case of a compound or mixture, the total cross section corresponds to 
the weighted sum of the cross sections for each of the atomic elements found in the 
compound /  mixture.
The distribution of scattering angles for the incoherent scattering interaction is shown 
in Figure 2.11, where larger scattering angles are observed compared to coherent scat­
tering.
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Figure 2.11: Shape of distribution of scattering angles for incoherent scat­
tering in adipose tissue calculated from Monte Carlo simulations. Results 
for three X-ray photon energies are shown, where each of them is normalised 
to a peak height of 1. Adipose tissue composition is described in Table 2.2.
Low X-ray photon energies produce more backscatter {6 >90 °) while for higher X- 
ray photon energies, forward scatter is more likely. Because the scattered photons can 
travel over a wide angular range, these photons does not provide any information about 
the location of the interaction.
In this section, the X-ray photon interactions observed in the X-ray mammography 
energy range and their cross sections, which are proportional to their probability as 
shown in Equation 2.1, were described. These probabilities of interaction are combined 
to produce the total attenuation of an incident X-ray photon beam. The different total 
attenuation of separate tissues are used to create X-ray images as described below.
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2.3 Principles o f im age form ation
X-ray images are created using the different attenuation properties of the tissues or 
materials being imaged. The term attenuation refers to the removal of X-ray photons 
from an incident beam by absorption or scattering processes as they interact along a 
bulk.
Consider a single X-ray photon traversing normally a uniform material of thickness x 
as illustrated in Figure 2.12.
d x z
Figure 2.12: Diagram of a simple geometry where a photon traverses an 
object of thickness x.
It can be described, from Equation 2.1, that the probability of interaction of that 
photon in a thin section dx is
Nacrdx, (2.14)
where Na is the number of atoms per unit volume and a the total cross section. The 
product Na(J is known as the linear attenuation coefficient (//) and has inverse unit to 
thickness dx, e.g. cm“ .^ Na for a given element or material can be calculated as
Na = N apAqi, (2.15)
where p and correspond to its density and atomic weight respectively and N a is 
the Avogadro constant.
Using the same geometry as described in Figure 2.12, consider now that N q X-ray 
photons of the same energy, i.e. a mono-energetic beam, impinge normally onto a 
semi-infinite block of material of thickness x. Now, the probability for the N q X-ray 
photons to interact in dx would be Nopdx. Therefore, the X-ray photon variation dN  
observed after traversing a thin slice, dx, is
dN — —Nondx, (2.16)
where the negative sign illustrates the reduction of X-ray photons. Integration of 
Equation 2.16 results in the exponential attenuation of an X-ray photon beam or Beer- 
Lambert law:
20 Chapter 2. X-ray mammography imaging systems
=  (2T ^
This equation describes the number of primary photons, i.e. unscattered, after travers­
ing a given material assuming parallel beam geometry. In the mammography energy 
range, p  corresponds to the combination of the the linear attenuation coefficients of all 
the X-ray photon interactions described in Section 2.2. Therefore,
P  ~  Ppho  T Pcoh  T P in ci (2.18)
where Pphoi Pcoh :P inc corresponds to the linear attenuation coefficients from photoelec­
tric, coherent and incoherent scattering respectively. Each of these can be calculated as 
the product of the corresponding cross section (r, acoh and ainc) and the Na associated 
to a particular element as previously explained.
When a material is composed of a compound or mixture, the total linear attenuation 
coefficient is calculated as the summation of the linear attenuation coefficients of the
ith elements (pi) which is properly weighted using the normalised weight fraction Wi
of each of the elements or mixture components:
p  — ^   ^Wj p j .  (2.19)
Bear in mind that the example shown above corresponds to a mono-energetic X-ray 
beam. Thus no energy dependency has been shown. However, as previously explained 
in Section 2.2, the cross section for all individual mechanisms, and therefore p, depends 
on the X-ray photon energy (see Figure 2.13).
The linear attenuation coefficient p describes the attenuation properties for a given 
material. However, this attenuation depends on the density of the material (p). The 
denser the material, the greater the probability of interaction. In order to account 
for that, it is very common to illustrate the attenuation properties of a given material
in terms of mass attenuation coefficient (p/p), whose typical unit is cm‘^ /g. As in
Equation 2.18, the total mass attenuation coefficient corresponds to the sum of the 
mass attenuation coefficient from individual interactions:
P  _  Ppho Pcoh _J_ p in e  / 2  2 Q'\
, "  P P T? '
In a mammography scenario (see Section 2.4), X-ray photons travel from the X-ray 
tube until they are absorbed within any. part of the system, including the image re­
ceptor, or as they leave the system. The X-ray photons reaching the image receptor 
can be primary or scattered photons, depending on their previous type of interaction 
as described in Section 2.2. The image receptor uses the energy deposited from pri­
mary and scattered photons to create the X-ray mammography image, also known as 
mammogram.
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The distribution of primary X-ray photons in the mammogram contains useful infor­
mation to visually separate the different tissue types in a X-ray mammography image, 
based on the different attenuation properties of these tissues. However, this task can 
be challenged for radiologist as glandular and tumour (carcinoma) tissues for example, 
have very similar attenuation properties (see Figure 2.13). They are typically differen­
tiated due to differences in breast architecture [36].
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Figure 2.13: Linear attenuation coefficients for adipose, glandular and in­
filtrating duct carcinoma measured by Johns and Yaffe [37].
On the other hand, the scattered photons provides an offset signal which reduces the 
imaging performance of the system as will be explained in Chapter 3.
2.4 G eom etry used in X-ray m am m ography scenarios
The main parts found in a typical X-ray mammography system are shown in Fig­
ure 2.14. They correspond, from top to bottom, to the X-ray tube where the X-ray 
photons are generated; a compression paddle, which is responsible for compressing the 
breast; the breast itself placed on a support plate; an anti-scatter grid whose main 
function is to geometrically reject scattered photons; and the detector where the X-ray 
radiation is absorbed.
Furthermore, an automatic exposure control (AEG) is typically found under the de­
tector. This controls the amount of radiation that reaches the detector necessary to 
obtain good image quality. These main components are described below in more detail.
2 .4 .1  X -ra y  tu b e
An X-ray tube consists of a vacuum compartment wherein a filament in the cathode 
is heated by an electric current, then a narrow beam of electrons are accelerated by a 
potential difference between the cathode and the anode and finally high speed electrons 
strike the target material, or anode, producing X-ray photons as observed in Figure
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Figure 2.14: Diagram of a typical X-ray mammography system.
2.15(a). These X-ray photons are filtered and limited to the patient with the aid of a 
collimator.
As explained in Section 2.1, X-ray photons are produced as a consequence of these 
high speed electrons interacting with an atom or molecule, which corresponds to the 
anode, or target material in this case. For Bremsstrahlung radiation. X-ray photons 
of different energies are generated. The maximum photon energy is obtained when an 
electron interacts directly with the nucleus of an atom, where all the kinetic energy 
of the electron is transformed into an X-ray photon. In the X-ray tube, the kinetic 
energy of the electron is controlled by potential difference between the cathode and the 
anode and it represents the upper energy limit in the X-ray energy spectrum (kVp). 
Furthermore, characteristics radiation produces photon energies representative of the 
anode material. During the X-ray production, only 1% of the electrons hitting the 
anode produces X-ray photons, with the remaining energy dissipated as heat [30]. For 
this reason, target materials have a high melting point.
The anode material is key because it dehnes the shape of the resulting X-ray energy 
spectrum, which is mostly produced by Bremsstrahlung radiation. However, depend­
ing on the kVp selected, characteristics X-rays can be observed as illustrated in Fig­
ure 2.15(b). In X-ray mammography, molybdenum (Mo), W and rhodium (Rh) are 
the typical anode materials used due to their properties (e.g. high melting point) to 
generate a range of energy spectra from approximately 10 keV up to 50 keV.
The materials of both the target and filters as well as the tube voltage (kVp) are 
chosen according to the breast characteristics (composition and thickness) in order to 
obtain the lowest dose of radiation required to achieve acceptable image quality [38]. 
Dance et al. [39] studied the dose effects of a range of target/filter materials using 
MC simulations. They proposed optimal target/filter combinations for different breast 
thickness/ compositions and detector technology (screen-fihn and digital detector).
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Figure 2.15: A diagram of a typical X-ray tube is illustrated in (a). The 
energy spectrum for 32 kVp Mo/Rh (target/filter) is shown in (b) before 
(blue) and after (red) being filtered.
When performing calculations analytically or using MC simulations, realistic X-ray 
energy spectra need to be used. Several authors have provided tabulated data to 
produce energy distribution of typical bare X-ray spectra [40, 41]. On the contrary. 
X-ray energy spectra can be generated after simulating the entire X-ray tube geometry 
in MC simulations [42]. However, this task can be very inefficient as only 1% of the 
electrons simulated are used to produce X-ray photons as previously stated. When 
simulating the X-ray spectrum of a given system, the half value layer (HVL)  ^ also 
needs to be taken into account to match the exact X-ray spectrum.
Before leaving the X-ray tube, the X-ray photons are filtered in order to minimize lower 
and higher energies that are not useful for imaging purposes, reducing the dose imposed 
to the patient. This filtration can be applied mathematically using the aforementioned 
Beer-Lambert law (see Equation 2.17). A beryllium (Be) window is typically used to 
eliminate low energies while K edge filters of Mo, Rh, aluminium (Al) or silver (Ag) are 
employed to eliminate higher energies (above the K edge energy). Figure 2.15(b) shows 
a 32kVp Mo/Rh (target/filter) spectrum before and after filters are applied. Note how
^Thickness of aluminium required to reduce the exposure of the X-ray energy spectrum by half.
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the spectrum is reduced for low energies due to the Be filter and, in this case, photons 
with energies above K edge of Rh (23.2keV) are strongly attenuated. The two peaks 
in the spectrum corresponds to the characteristic K X-rays for Mo: 17.4 and 19.7 keV.
The K edge energy and the characteristic X-ray energies for the most common target 
and filter materials used in mammographie X-ray tubes are described in Table 2.1.
Table 2.1: Characteristic X-ray and K edges energies for typical target and 
filter materials [32].
z Element K« (keV) (keV) K edge (1
13 Al 1.5 1.6 1.6
42 Mo 17.4 19.7 20.0
45 Rh 20.1 22.9 23.2
47 Ag 22.0 25.1 25.5
74 W 58.7 67.8 69.5
2 .4 .2  C o m p r e ssio n  p a d d le
The compression paddle is typically a polycarbonate layer of thickness 2.4mm or more, 
which is responsible for compressing the breast. The main purposes of the compression 
of the breast are threefold. Firstly, it minimised the patient movement during the 
acquisition time which potentially blur the image. Secondly, the compression spreads 
the overlying tissues within the breast, so it helps to improve the visualisation of lesions. 
Finally, the effective thickness of the breast is reduced. The latter helps to reduce the 
scattered radiation, which degrades the image contrast, decreases the dose in the patient 
and improve the geometric unsharpness.
2 .4 .3  B r e a s t  (p h a n to m s)
A mature breast is a mammary gland composed of variable portions of glandular and 
adipose tissue, surrounding by a thin layer of skin. Moreover, suspensory ligaments 
(Cooper’s ligaments) support the breast between the skin and the chest wall.
Several physical anthropomorphic breast phantoms which mimic real breast morphol­
ogy are found in the market (e.g. ’Rachel’ (Gammex RMI, WI, USA) or CIRS (Nor­
folk, VA, USA)). Other breast phantoms, such as the Gammex-156 (Gammex RMI, 
WI, USA), have a shape different from a real breast (square), but they have several 
objects inserted to measure the ability to detect them. However, all of them have at­
tenuation properties similar to real breast composition [43], which are obtained from a 
mixture of plastics. A common plastic used to mimic the breast attenuation properties 
is polymethyl methacrylate (PMMA). In fact. Dance et al. [44] described thicknesses 
of PMMA equivalent to a range of breast tissues from 2 to 11 cm.
When modelling the morphology of the breast mathematically, several authors have 
simulated the compressed breast using a cylinder of semicircular cross-section of certain 
thickness and glandularity, where a skin layer is often included [45, 46, 47]. Frequently,
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a ’typical’ breast is modelled using a composition of 50% adipose and 50% glandular 
tissue. However, Dance et al. [44] provided with the average breast composition for 
different breast thickness, associated to a particular women age range. Later on, Yaffe 
et al. [48] measured the glandularity in a 2,831 female cohort and found an average 
glandularity of approximately 20% (including skin), thus the assumption of a 50% 
adipose 50% glandular tissue might not be realistic in some studies.
More complex (and realistic) breast phantoms, which contain fine breast structures, 
have been developed by several authors [49, 50, 51, 52, 53]. In the work presented in 
this thesis, anthropomorphic breast phantoms developed by Bakic et al. [52] have been 
used. Examples of central slices of three of these Bakic phantoms are illustrated in 
Figure 2.16.
(a) 2.2cm (b) 5cm (c) 9.3cm
Figure 2.16: Central slices of anthropomorphic breast phantoms of dif­
ferent thicknesses and glandularities developed by Bakic et al. [52]. (a) 
corresponds to a 2.2cm thick breast phantom with glandularity of 30%, 
(b) represents a 5cm thick breast phantom with 20% glandularity and (c) 
illustrates a 9.3cm thick breast phantom whose glandularity corresponds to 
9.6%.
As in all mathematical (breast) phantom models, it is necessary to assign a tissue to 
each of the voxels within the phantom to represent the attenuation properties of a 
real breast. In this work, the compositions of the adipose tissue, glandular tissue and 
skin within the anthropomorphic breast phantom observed in Figure 2.16 were taken 
from Hammerstein et al. [54], whereas the composition for Cooper’s ligaments has been 
assumed to be that of adult skeletal muscle [55], as previously described by Ullman et 
al. [56]. Table 2.2 summaries the composition used in this work for the tissues found 
in the anthropomorphic breast phantoms shown in Figure 2.16.
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Table 2.2: Breast tissue composition (in weight fractions) used for the
tissues simulated within the anthropomorphic breast phantoms.
Tissue Density(g/cm®) H 0  N O S P K Ca Na Cl
Adipose [54] . 0.93 0.112 0.619 0.0170 0.251 0.000250 0.000250 0.000250 0.000250 — —
Glandular [54] 1.04 0.102 0.184 0.0320 0.677 0.00125 0.00125 0.00125 0.00125 — —
Cooper Ligaments [55] 1.05 0.102 0.143 0.0340 0.710 0.00300 0.00200 0.00400 — 0.00100 0.00100
Skin [54] 1.09 0.098 0.178 0.0500 0.667 0.00175 0.00175 0.00175 0.00175 — —
2 .4 .4  B r e a s t  su p p o rt
In this work, the breast support, or Bucky table, is assumed to be 1,2-1.4mm thick 
polycarbonate table where the breast rests.
2 .4 .5  A n ti-sc a tte r  grid
The main function of the anti-scatter grid is to permit passage of the primary (direct, or 
unscattered) X-rays photons to the image receptor and to geometrically reject scattered 
photons.
Anti-scatter grids are comprised of a septa material (lead or cooper) which is interlaced 
with a very low attenuation material (interspace), such as fibre, wood or air; also it 
contains a cover typically made of carbon fibre matching the detector size. Current 
anti-scatter grids are focused. This means that the septa material is aligned with the 
X-ray tube exit, thus the primary transmission through the grid is increased [45]. They 
also oscillate during the exposure time to avoid the visualisation pattern of the septa 
in the final image.
Grids are commonly specified in terms of their materials and geometrical parameters: 
lines per unit area, grid ratio (r), thickness (h) and width of the septa (d) and interspace 
(D). The grid radio r  is defined as
r  =  A . (2.21)
Two anti-scatter grid designs are found in X-ray mammography (linear and cellular) as 
illustrated in Figure 2.17. The linear design is more usually employed as this is simpler 
than cellular grids to manufacture.
In X-ray mammography, the typical strip densities observed for linear anti-scatter grids 
are 30 to 50 lines per cm whereas the most common r value rages from 3.5 to 5 [57]. 
For the cellular design, between 15 to 23 lines per cm and grid ratios from 3.8 to 4 are 
observed [58, 59]. Depending on the materials and physical dimensions, the anti-scatter 
grids absorb scattered radiation to different degrees.
As can be seen in Figure 2.17, most of the X-ray primary photons travel through 
the low attenuated interspace material whereas scattered X-ray photons (which have 
a different trajectory from the original primary photons) are absorbed by the septa 
material. However, as most of the scattered photons and some of the primaries are also 
absorbed by the septa material of the anti-scatter grid, an increase in the tube current
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Figure 2.17; Diagram of different designs for anti-scatter grids: (a) linear 
and (b) cellular. The dimensions (h, d and D) are defined in the text.
of the X-ray tube is necessary to compensate for the loss of X-ray primary photons 
reaching the image receptor. This will inevitable increase the dose delivered to the 
patient [58], which could be up to three times in hlm-screen [60].
In order to study the performance of different anti-scatter grids, several assessment 
metrics are defined: contrast improvement factor (GIF),  Bucky factor (BF),  primary 
(Tp) and scatter (Tg) transmission.
Tp is the ratio of the primary signal observed in the image receptor with and without 
the anti-scatter grid and Tg the corresponding quantification for scattered radiation.
(2.22)
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T, =  | - ,  (2.23)
where Pq and So corresponds to primary and scattered energy measured in the image re­
ceptor without an anti-scatter grid in place, whereas P  and S  are primary and scattered 
energy measure when the anti-scatter grid is employed. Ideally, all primary photons 
should travel across the anti-scatter grid without interaction (Tp=100%), whereas all 
the scattered photons should be absorbed by the septa material (Ts==0%).
The C IF  measures the improvement in contrast (C) when the anti-scatter grid is used,
thus high C I F  values are desired. Bear in mind that, as previously explained, some of
the primary photons are absorbed by the anti-scatter grid. This will harden the energy 
beam and produce changes in the contrast. The G IF  is expressed as
C I F = - ^ ,  (2.24)
Cng
where Cg and Cng represent the contrast with and without anti-scatter grid respectively. 
Using the contrast definition described in Equation 3.1, Equation 2.24 can also be 
expressed as
1 + #
C IF  = ----- - (2.25)
BE, defined as
=  (226)
calculates the increase in dose resulting from using the anti-scatter grid while maintain­
ing blackening on the film-screen. In digital detectors, BF is more conceptual, as the 
detector gain can be increased to account for the lost of radiation reaching the detector 
when using an anti-scatter grid [61]. Ideally, B F  is desirable to be 1.
CIF and BF are often used to quantify the benefit and penalty of an anti-scatter grid 
respectively. They are related by the equation C I F  =  Tp  x BF.  Further discussion 
on anti-scatter grids is found in Section 3.5, and an anti-scatter study on the two 
commercially available anti-scatter grid designs for mammography (linear and cellular) 
is shown in Section 5.7.
2 .4 .6  D ig ita l  d e te c to r s
The detector is the element of the X-ray mammography system where the X-ray pho­
tons energy is recorded after a photon interaction to generate the mammogram. As 
previously described, the two X-ray photon interaction processes which deposit energy 
within the X-ray mammography range are photoelectric absorption and incoherent
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scattering. However, detectors are made of high atomic number (Z) materials, thus the 
main X-ray interaction is photoelectric absorption as the photoelectric cross section is 
proportional to (see Equation 2.3).
Geometrically, detectors can be divided into flat panel detectors (FED), where the 
entire detector covers the breast, or slot scanning detectors. In slot scanning detectors, 
the dimensions of the detector corresponds to a narrow rectangle, so this needs to be 
moved during the examination time in order to cover the entire breast geometry. -
Regarding to the way the X-ray photons are absorbed, digital detectors can be described 
as direct digital radiography (DR) such as selenium-FPDs or indirect digital radiogra­
phy (ID), including phosphor-FPDs and computerised radiography system (OR). The 
difference between direct and indirect detectors is that the former records electrical 
charge directly from the interaction of the X-ray photons within the detector, while in 
indirect detectors, a phosphor transforms the X-ray energy into light which is detected 
using a photodetector.
In this section, only digital detectors are discussed. However, screen-fflm receptors 
(SFR), used in conventional X-mammography, are still used clinically. SFRs consist 
of a phosphor, typically gadolinium oxysulphide (Gd2 0 2 S:Tb), and an emulsion film 
which is in contact with the phosphor. The impinging X-ray photons are absorbed by 
the phosphor and they are converted into light, which exposes the emulsion of the film. 
The film is then developed before being viewed.
The most common materials of the aforementioned X-ray detector types are illustrated 
in Table 2.3 along with their densities.
Table 2.3: Typical X-ray detector materials [12].
Gomposition Density (g/cm^) Type
Gd202S:Tb 7.34 Film-screen
GsLTl 4.51 ID
Se 4.26 DR
BaFBr:Eu 4.56 GR
Si 2.33 [62] Photon-counting
An important parameter to take into account when using a detector is its energy absorp­
tion efficiency (EAE). This metric represents the fraction between the energy absorbed 
within the detector and the incident energy. The EAE for some of the detectors materi­
als described in Table 2.3 are shown in Figure 2.18. The detector thicknesses presented 
correspond to commercially available detectors. Note the increase of efficiency at the 
K edges.
P hosph or-F P D
In this system (see Figure 2.19(a)), X-ray photons are absorbed by a phosphor layer, 
such as thallium-activated cesium iodine (GsLTl). The phosphor is located on a large 
plate composed of amorphous silicon (a-Si) on which a matrix of photodiodes is found.
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Figure 2.18: Energy absorption efficiency calculated from MC simulations 
for commercially available detectors.
The photodiodes collect the light emitted by the phosphor, after the interaction of 
X-rays, and the electronics below converts it to an electrical charge signal. Then the 
electric signal is transferred sequentially to the readout electronics using ’sample and 
hold’ circuitry based on thin-hlm transistors (TFT) to create the final image. In order 
to reduce lateral light spread after X-ray absorption in the phosphor, the Csl crystal 
can be designed in needle-like shape. This design allows to increase the thickness of 
the phosphor, which improve the efficiency of the detector without much resolution 
lost [12, 63, 64].
The ability to perform rapid-sequence imaging is one of the major advantages of this 
detector [65]. This detector has a large pixel size because a relatively large area within 
the photodiode is occupied by a TFT transistor, e.g. GE produces phosphor-EPD 
detectors with pixel sizes of lOOpm [63]. Other disadvantages of this detector are the 
high cost of the detector and the possibility of having residual signals from previous 
exposures (ghosting) [65].
Selen ium -FPD
Instead of a phosphor, this (DR) X-ray detector employs a thin layer (100-200/rm) of 
amorphous selenium (a-Se), a photo-conductor, to absorb the X-ray photon energy [64]. 
After the X-ray absorption, an electric charge is generated in the form of electron-hole 
pairs. This charge signal is then collected by a matrix of collection electrodes, which 
are placed on the upper and lower surfaces of the Se layer, with the aid of an electric 
field applied between the electrodes (Figure 2.19(b)). Finally, the charge signal is 
transmitted along the readout lines previous the image generation.
Like Phosphor-FPD, this X-ray detector also contains TFTs. However, the fill factor"^
Fraction of the area of each detector element that is sensitive to incoming radiation.
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Figure 2.19: Common digital detectors for X-ray mammography: (a)
phosphor-FPD [63], (b) Se-FPD [65], (c) computed radiography detector 
(single-side reader) [64] and (d) SECTRA photon counting detector [63].
is larger than Phosphor-FPD as the electric charge can be moved toward the collection 
electrode (active region) by controlling the electric held [63] as illustrated in Figure 2.20. 
This reduces the lateral spread of the signal and help to keep the detector thickness large 
enough to achieve a high efhciency [63]. Hologic produces Selenium-FPD with a pixel 
size of 70/rm. On the other hand, Se-FPDs are very expensive and a high biasing voltage 
is needed [65]. This high voltage increases the energy consumption of the system as 
well as increases the temperature in the detector. They also require long time between 
exposures (50-70s) that can reduce throughput in a screening scenario [66].
C om puted  R adiography  System
In this system, the process of data acquisition and read out are independent. In the 
acquisition stage, the X-ray absorber, which is embedded in a cassette, corresponds to 
a phosphor screen with photostimulable luminescence properties (typically BaFBr:Eu). 
Energy from X-ray absorption causes free electrons in the phosphor crystal. Some are 
recombine and emit light and others are captured and stored in traps within the crystal
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Figure 2.20: Diagram illustrating the high effective charge collection in Se 
detectors. An electric field moves the charge to the active region of the 
detector element. Image taken from [63].
lattice. In a particular location, the number of filled traps is proportional to the X-ray 
energy absorbed.
For the read out stage, the cassette is removed and placed in a separate reader, where 
it is scanned using a red laser beam. While scanning the cassette, electrons are re­
liberated from the traps and return to their original state in the crystal. As the crystal 
structure is doped by certain materials, the electron may pass between energy levels 
which are determined by these materials. Typically, the chosen dopped materials pro­
duce energy levels which correspond to blue light, which is proportional to the energy 
absorbed in the phosphor. Then, the blue light is measured by an optical collecting sys­
tem using mirrors to avoid interference from the red laser beam. In order to increase 
the efficiency of the light collection, some manufacturers scan both top and bottom 
surfaces of the cassette (double-side reader).
This detector technology has allowed to reduce the pixel size down to 50/rm [63, 65], 
thus small lesions might be visible. Furthermore, it can be manufactured in different 
dimensions at a relative low cost, so it can be employed as a detector in different 
systems [65]. Potential weaknesses are loss of spatial resolution and additional noise 
due to scattering of the laser light, difficulty of performing ’fiat-field’ corrections  ^ and 
the extra time needed for processing the images [65].
P h oton  counting detector
The previous X-ray detector technologies described correspond to energy integrating 
detectors, where the energy deposited by X-ray photons within the detector, via photo­
electric absorption or incoherent scattering, is used to create the X-ray mammography 
image. The signal recorded in the this type of detectors is approximately proportional 
to the absorbed photon energy [67]. Therefore, high energy photons will have a higher 
contribution (or weight) than low energy photons.
W lgorithm to correct for non-uniformities in the detector due to pixel’s variations.
2.5. Breast imaging modalities 33
Figure 2.13 illustrates p values of several tissues for a range of energies. It is observed 
that the largest difference in /r, and therefore contrast, occurs for low energy. However, 
in the previous paragraph is was described how high energy photons produce higher 
signal in the detector.
In photon counting detectors each X-ray photon interaction is counted independently 
of its energy, thus all interactions have a weight of one. Once an X-ray photon interacts 
in the detector, the corresponding detector element produce an electronic pulse. All 
the pulses are counted to create the final image.
The Sectra MicroDose mammography system [68] (now Philips Healthcare) is a cur­
rently available photon counting system which employs Si crystals (see Figure 2.19(d)). 
The Si absorbs the impinging X-ray photons and electronhole pairs are produced. These 
are collected as previously explained for Selenium-FPD systems. Then the electric sig­
nal is shaped in a pulse and finally threshold to produce a count.
This technology largely eliminates the electronic noise in the detector due to energy 
conversion [63]. This is because the X-ray interactions can be easily distinguish from 
the electronic noise by adjusting the threshold level [69]. Moreover, it can improve 
the contrast-to-noise ratio (CNR) for a given material if an optimal weight is applied 
to a given energy range (energy weighting) [70]. However, the largest disadvantage of 
photon counting detectors is their high cost. Furthermore, these detectors need to be 
able to account for the high X-ray interactions per second observed in mammography, 
which can be 10  ^ photons in each pixel or higher for an unattenuated beam [63]. In 
fact, the Sectra MicroDose system described previously illustrates a frame rate of 5 
MHz, allowing up to 5x10® photons counts per second per pixel [69].
2 .4 .7  A u to m a tic  e x p o su r e  co n tro l
An AEG consists of an X-ray sensor beneath the detector. Its main function is mea­
suring the amount of X-ray radiation that reaches the X-ray imaging receptor. In 
conventional mammography, ABC is necessary in order to obtain a good contrast in 
the image avoiding overexposure and underexposure of the SFR. On the other hand, 
in FFDM the ABC sets the radiation level to determine a good signal-to-noise ratio 
(SNR).
2.5 Breast im aging m odalities
In the previous section, the typical geometry found in X-ray mammography systems 
was described. However, different X-ray technologies are available to image the breast. 
This section illustrates an overview of the main technologies currently use or being 
explored for X-ray breast imaging.
2 .5 .1  Full-H eld d ig ita l m a m m o g ra p h y
X-ray mammography has been proven to be the gold standard technique for early breast 
cancer detection and it is the standard radiological technique used in breast cancer
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screening [6]. There have been a large array of improvements achieved in breast cancer 
detection in the last few years, but arguably the most important was the introduction of 
digital detector technology [66], which permits the various imaging processes involved 
(image acquisition, storage and image display) to be optimised independently.
Full-Field Digital Mammography (FFDM) was approved for clinical use by the U.S. 
Food and Drug Administration (FDA) in 2000 and it has been found to perform as 
good as screen-film X-ray mammography (SFM) [15, 16, 17, 9]. However in the Digital 
Mammographie Imaging Screening Trial (DMIST) [9, 10], conducted by the American 
College of Radiology Imaging Network (ACRIN), it was found that FFDM detects 
breast cancer slightly better in women with dense breast composition. This finding 
represents a huge advantage of FFDM compared with SFM as breast cancer in dense 
breast are easily missed [13, 14].
Although two dimensional (2D) planar X-ray mammography is currently the widest 
accepted modality to detect breast cancer, it suffers from some limitations due to the 
superposition of three dimensional (3D) anatomical structures onto the 2D projected 
image [71]. This superposition effect may obscure real lesions (reducing sensitivity) or 
even simulate the appearance of pathology (reducing specificity), where none exists. 
Thus, other technologies such as digital breast tomosynthesis (DBT) and computed 
tomography (CT) breast imaging are being currently investigated as explained in the 
following sections.
2 .5 .2  D ig ita l  b r ea st to m o sy n th e s is
DBT [72, 73] is an emerging technology currently under investigation, which could 
overcome the aforementioned limitations found in 2D planar X-ray mammography. 
In 2011, the U.S. FDA approved a DBT system (Hologic Selenia Dimensions) to be 
used clinically, however several other systems are currently being used in Europe (e.g. 
Siemens Mammomat Inspiration) [74, 75]. Clinical results have shown the potential 
increase in sensitivity when using DBT technology [76] as lesions become clearer to 
radiologists [77].
DBT geometry differs slightly from manufacturer to manufacturer (e.g. static vs ro­
tating detectors). However, it contains almost all the parts found in FFDM (see Sec­
tion 2.4). In fact, some manufacturers integrate DBT technology into FFDM X-ray 
mammography devices, which is an advantage in economic terms.
Unlike FFDM, the X-ray tube is moved in DBT during the acquisition time with respect 
a rotation point (at or close to the detector) forming an arc as illustrated in Figure 2.21. 
While the X-ray tube is moved, the X-ray detector can be moved or it can remain static. 
This produces a series of 2D low-dose X-ray projections of the breast taken at different 
(but limited) angles, being the total dose similar to the dose observed in FFDM [78, 79]. 
The raw X-ray projection recorded within the detector for each projections are then 
processed using a reconstruction algorithm (e.g. filtered backprojection), creating a 
pseudo-3D image representation of the breast. This pseudo-3D image provides cross- 
sectional views of the breast at different depths, where a given plane (parallel to the 
detector surface) is shown in sharp focus while the obfuscating anatomical clutter from
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other planes is displayed out of focus. DBT can achieve very high resolution in the 
planes parallel to the detector [80, 81], whereas lower resolution is observed in the 
planes perpendicular to the detector. However, this resolution is enough to reduce the 
tissue superposition [75] .
X-ray Tube
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Breast support 
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Figure 2.21: Diagram of a DBT system. The breast is imaged at different 
(but limited) angles. For some manufacturers, the detector remains static 
during the acquisition time, whereas others rotate the detector in synchrony 
with the X-ray tube.
One of the main disadvantages of using DBT is the significantly increased amount 
of scatter observed in the image receptor for each projection with respect to that 
encountered in planar X-ray mammography. This is due to the absence of an anti­
scatter grid in most of the DBT commercial systems. Generally, the image receptor 
remains static while the X-ray tube is swept through a limited arc; a conventional fixed 
anti-scatter grid (see Section 2.4.5) would absorb much of the primary photons [82]. 
Thus relatively large scatter fields are present in the projection images which need to be 
estimated as part of any correction scheme to reduce the contrast-reducing effect of this 
undesirable component, and to minimise the associated error during reconstruction [83, 
24].
As the tissue superposition problem encountered in FFDM is reduced in DBT, a reduc­
tion in the breast compression may be possible. This idea was studied by Saunders et 
al. [84] and Fornvik et al. [85]. They both agree that a breast compression reduction is 
possible in DBT while maintaining the same imaging performance. Furthermore, this 
will also mitigate the discomfort of the patient when having the breast compressed dur­
ing the examination. However, this topic needs further investigation as the compression 
of the breast has further benefits as mentioned in Section 2.4.2.
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Despite DBT being approved to be used clinically, there are several parameters that 
need to be optimised in order to improve breast cancer detection: the number of pro­
jections used during the data acquisition; maximum angle of the arc described by the 
X-ray tube, etc. Moreover, different algorithms can be applied in order to reconstruct 
the pseudo-3D breast image after the acquisition and need to be studied in depth.
It is still early to say that DBT will substitute FFDM in breast screening. The technol­
ogy needs to be optimised as previously said. Furthermore, as discussed by Tingber [86], 
in spite of the examination time being similar for both FFDM and DBT, the time re­
quired for a radiologist to read a DBT image is approximately twice the time needed 
for FFDM as more data is generated.
2 .5 .3  D e d ic a te d  b re a s t  C T
In DBT, the limited angles used by the X-ray tube produces pseudo-3D images of the 
breast which reduce the aforementioned tissue superposition problem. However, some 
cancers can be well hidden in dense tissue background by DBT. In order to improve 
lesion detection, investigators are currently looking at breast CT technology [87, 88], 
where true 3D breast images are generated after imaging the breast over 360°.
The examination procedure is quite different to both FFDM and DBT. In breast CT, 
the patient lies in prone position on a bed table introducing one breast in an aperture 
as observed in Figure 2.22. Under the bed table, the hanging or pendant breast is 
imaged using an X-ray tube and a detector which are rotated 360° around the breast 
during the examination. A small pressure from the nipple to chest wall direction can 
1)0 applied to minimise the movement of the breast as both X-ray tube and detector 
rotate, thus the patient discomfort from breast compression observed in FFDM and 
DBT is largely removed.
x-ray
tube
Figure 2.22: Diagram of a cone-beam breast CT scanner using a flat panel 
detector. The breast is inserted into an aperture on a bed table and it is 
scanned while hanging as observed. Image adapted from [89].
Like DBT, an image reconstruction stage is necessary to generate the final 3D volume 
of the breast, where transverse, coronal and sagittal slices of the breast can be dis­
played [89]. This provides further depth information for the breast which can be used
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to increase the breast cancer detection [88, 89]. On the other hand, this 3D volume 
generates a lot of information which will increasing the time needed for the radiolo­
gist to examine the images, making difficult the use of breast CT in routine breast 
screening [90].
Scatter represents an important topic to study in flat panel breast CT, as it produces 
image artifacts after the reconstruction [89]. As the breast is not compressed in breast 
CT, the path lenght in the breast tissue is greater, thus the scattered radiation observe 
within the detector is also higher. In order to reduce scatter in dedicated breast CT, 
Kwan et al. [91] studied different approaches. They found that the dose penalty when 
using a conventional anti-scatter grids was high, so it is not recommended. They sug­
gested to increase the air gap distance between the breast and the detector or collimate 
the field of view. The former might have problems associated with the magnifications, 
whereas the latter represents the approach taken by other authors when proposing slot 
scanning [67, 70] or spiral CT geometries [92].
Currently, there is only one dedicated breast CT scanner approved for clinical use in 
Europe (Koning Breast CT) [93]. However, several research groups have been working 
on the design of different prototypes [88, 92, 94, 95]. Preliminary results have shown the 
feasibility of detecting lesions and microcalcifications in breast CT while using doses 
comparable to two views FFDM [87, 92, 95]. However, further investigation is necessary 
to explore the optimal parameters to use in breast CT and the potential replacement 
of FFDM in diagnostic breast imaging and/or breast screening.
2.6 Sum m ary and discussion
The physical processes more relevant in X-ray breast imaging have been described in 
this chapter as they represent a cornerstone to this thesis. Photoelectric effect is the 
predominant X-ray photon interaction at lower energies while incoherent scattering 
is more likely to occur at higher energies. The combination of both, together with 
coherent scattering, is responsible for the different tissue contrast displayed in the 
mammograms. As will be explained in the following chapter, both scattering processes 
cause an undesirable signal at the detector.
Photoelectric effect and incoherent scattering are the only two X-ray photon interac­
tions which deposit energy within the mammography energy range (0-50keV). They 
are responsible for the image formation as the energy deposited for these processes 
is recorded within the image receptor. However, they can also deposit energy in the 
breast tissue, contributing to patient dose.
A typical X-ray mammography system has been characterised, where special emphasis 
has been put on the X-ray tube and X-ray energy spectrum generation, breast phan­
toms, anti-scatter grids and image detectors.
Several mathematical breast phantom models have been described, where the anthro­
pomorphic breast phantoms used in this project were shown, together with the tissue 
composition employed. The use of these 3D breast phantom models is very important. 
Not only do they provide a realistic representation of a breast, but also simulated breast
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lesions [96, 97] or microcalcifications [98] can be inserted in order to study the detection 
performance for a given system as described by Elangovan et al. [99].
Most of the FFDM systems include an anti-scatter grid to reduce the amount of scat­
tered radiation that reaches the image receptor. A description of the geometries avail­
able (linear and cellular) as well as the typical assessment metrics {Tp, Tg, C I F  and 
BF)  are illustrated in this chapter. This information is essential to understand the 
scatter rejection performance for the commercially available anti-scatter grids shown 
in Chapter 5. .
The different digital detector technologies are discussed in Section 2.4.6. The image 
generation for IR, DR and CR detectors are explained, together with their advantages 
and disadvantages. Furthermore, photon counting detectors are introduced.
In the penultimate section of this chapter, the most common X-ray breast imaging tech­
nologies are reviewed. It starts with the FFDM, which represents the gold standard 
technique for early breast cancer detection. Despite this technology being used for long 
time for breast cancer detection, it suffer from limitations due to breast tissue super­
position. For this reason, researchers are investigating alternative technologies such as 
DBT and dedicated breast CT. They both have potential to overcome the limitations 
of FFDM and increase the breast cancer detection [100]. However, as emerging tech­
nologies, there are still a lot of parameters to be optimised if they want to be included 
as breast screening tools.
One of the major disadvantages of both DBT and breast CT is the relatively large 
amount of scattered radiation observed in the detector compared to FFDM. This is 
due to the absence of anti-scatter grids in most of their geometries. For that reason, 
scatter modelling techniques are necessary to reduce scattered radiation as part of a 
post-acquisition step. In the next chapter, the effect of scattered radiation in X-ray 
imaging as well as how is it quantified and reduced are described.
Chapter 3
Scatter and its effects on 
mammograpghy
The main topic of this thesis is the study and characterisation of the scattered radiation 
in X-ray mammography imaging. For this reason, a detailed study on X-ray photon 
scatter is necessary to understand its behaviour and the consequences of this behaviour.
In this chapter, the role of scattered radiation in X-ray mammography is described 
together with the typical techniques found in the literature for scatter estimation and 
scatter reduction. Furthermore, the effects of scattered radiation when changing pa­
rameters, such as breast thickness or glandularity, are discussed.
3.1 Effects o f scattered  radiation
It was explained in Section 2.3 that radiological images, such as mammograms, are cre­
ated within the image receptor using the energy deposited from primary and scattered 
photons. The distribution of primary X-ray photons contains useful information to visu­
ally separate the different tissue types in a mammography image, based on the differing 
attenuation of these tissues. However, scattered X-ray photons acts as a background 
signal in screen-films image receptors that reduces contrast as demonstrated below, and 
therefore diagnostic effectiveness is reduced [24, 57]. With the arrival of digital image 
receptors, contrast can be adjusted to enhance the visualisation of the mammographie 
image. Consequently, in digital mammography systems, the scatter degradation is 
typically quantified using the differential signal-to-noise ratio (SNRd)  [101, 102, 103], 
which is very often called contrast-to-noise ratio (CNR).  Fahrig et al. [104] quantified 
the reduction in contrast and S N R ^  up to 50% and 55% respectively due to scattered 
radiation in both screen-film and digital detectors.
In order to demonstrate the relationship between the scattered radiation and the con­
trast, an example is discussed below: In Figure 3.1(a), a simple model of an object 
with linear attenuation coefficient fii and thickness xi embedded in a larger object 
(background) with linear attenuation coefficient 112 and thickness X2 is represented. It 
has been assumed that / / 2  is greater than /ii. 7i and I 2 represent, in this case, the
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intensity (or energy deposited) of the X-ray photons after traversing both the object 
and background respectively as shown in Figure 3.1(b). Note that a parallel beam 
geometry and mono energetic X-ray photons have been assumed in this example.
X2
h '2
(a)
Distance
(b)
Figure 3.1: (a) shows a model used for the estimation of contrast assuming 
parallel beam geometry. xi represents the thickness of an object with linear 
attenuation coefficient /ii, whereas X2 is the thickness of the background, 
which linear attenuation coefficient is p2 - Figure (b) represents a profile 
of the energy absorbed in the image receptor. Ii and I2 are the signal 
intensities recorded beneath the object and background respectively.
Using the signal intensities (i.e. energy deposited) under both the object and back­
ground, the contrast C can be defined as
C = I 2 — h  
h
(3.1)
where each signal intensity shown in Figure 3.1(b) is described as a combination of 
the primary (P) and scatter [S) signal (or energy deposited). Let assume that I2 is 
described as
(3.2)
then, the signal intensity I\ can be calculated using the well-known Beer-Lambert law 
through the energy beam. As the scatter is a low varying signal, it can be assume that 
S  is the same beneath the object and background. Consequently, I\ can be written as
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=  p  . +  5. (3.3)
Inserting Equation 3.2 and 3.3 into Equation 3.1, C can therefore be reformulated as
1 _  p-An-xi
C =  " s  ■ (3-4)1 + P
where A/i corresponds to (/i2 — /ii). From Equation 3.4, it is observed that C  not only 
depends on the object thickness \x i )  and attenuation properties along the the incident 
X-ray beam (A/i), but, S  also plays an important role, it being desirable to reduce S  
as much as possible.
By definition, the SNR^  illustrates the relation between the differential intensity be­
tween object and background {I2 — h )  and the background noise (a) [12]. The two 
major contributions of a in the mammographie image are the quantum noise  ^ and 
the noise generated within the irnage receptor and its electronics [27]. The SNRd  is 
represented as
SNRg  =  (3.5)
Using the contrast shown in Equation 3.1, the SNRd  can be rewritten as
S N R i  = ^ r J l^  (3.6)
where it is observed the relationship between SNRd  and the contrast C. Therefore, 
scattered radiation needs to be reduced as much as possible to obtain the maximum 
contrast and SNRd.
To sum up this section, it has been demonstrated that the scatter radiation produces 
an undesirable signal in X-ray imaging in general and mammography in particular,
therefore low S  is desired to improve lesion detection. For this reason scatter rejection
devices and post-processing algorithms have been widely studied to reduce the effects 
of scatterer radiation in both 2D planar X-ray mammography and DBT.
3.2 Q uantification o f scatter
As described in the previous section, scatter is an unwanted radiation recorded within 
the image receptor of X-ray imaging technologies. In order to study its behaviour and 
so eventually minimise its deleterious effects on image quality, scatter intensity and 
its spatial distribution have been important topics of study in the literature for many 
years, e.g. [46, 47, 82, 105, 106, 107].
^Fluctuation in the number of photons per unit area.
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3 .2 .1  M a g n itu d e
The magnitude of the scattered radiation observed at the image receptor of a given 
system is normally quantified in terms of S P R  or scatter fraction (SF):
S P R = j ,  (3.7)
(3.8)
where S  and P  indicate the signal or integrated energy deposited within the imaging 
receptor from the scattered and primary radiation components respectively as explained 
above. S P R  represents the amount of scatter with respect to the primary only signal, 
whereas the S F  measures the quantity of scatter found in the total image recorded.
The values of both S P R  and S F  can vary depending on different parameters (energy, 
composition, imaging geometry, etc.) as will be discussed in Section 3.4. Table 3.1 
illustrates examples of S P R  and S F  values described in the literature for a range of 
breast thicknesses [61, 108]. These specific values have been calculated experimentally 
for an X-ray mammography geometry without anti-scatter grid. PMMA phantoms 
of breast glandularity equivalent to 43% and an energy spectrum of 32kVp Mo/Mo 
target/filter combination have been used.
Table 3.1: Examples of SPR and SF values after imaging a PMMA phan­
tom of breast glandularity equivalent of 43% and an energy spectrum of 
32kVp Mo/Mo without anti-scatter grid [61, 108].
Thickness (mm) SPR SF
20 0.21 0.17
40 0.36 0.26
60 0.54 0.35
80 0.71 0.42
3 .2 .2  S p a tia l d is tr ib u tio n
By definition, the point spread function (PSF) represents the spatial response of an 
imaging system to an input of a point source.
Consider that a narrow X-ray photon beam is introduced in the centre of an X-ray 
imaging system perpendicular to the image receptor. Then, the image recorded within 
the image receptor corresponds to the PSF of the system or PSFsys{r, 9). Note that 
the PSF has been described in polar coordinates (r, 6) because it might not be radially 
symmetric as will be discussed below.
This PSFsys{r, 6) corresponds to the energy contribution from the primary, PSFp{r, 6), 
and scattered X-ray photons, PS'Fs(r,^)), recorded within the image receptor:
f  f  g) -H P % ( r ,  g). (3.9)
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The PSFs{r,9)  component (or scatter PSF) gives the spatial distribution of the scat­
tered radiation in the image domain. In other words, the PSFs{r, 9) provides informa­
tion about how far the scattered radiation is spread. An example of two scatter PSFs 
for a narrow pencil beam are shown in Figure 3.2, where a case of narrow and wide 
scatter spread are shown.
(a) Narrow scatter spread (b) Wide scatter spread
Figure 3.2: Example of the two scatter PSFs. The images correspond to 
the energy recorded within the detector (in keV) due to scattered X-ray 
photons.
The PSFs{r,9) is typically normalised to the total energy deposited by the primary 
X-ray photons.
PSF',(r,e) = ^ PSFs(r,0)
!ZoSZ^PSFAr,e)dedr
(3.10)
Thus the area under the PSFg{r,9) curve would correspond to the S P R  value for a 
circular held of radius ?’i as illustrated in Equation 3.11.
"27T p r i
S P R ^
9=0 J r= 0
(3.11)
In order to account for any pixel size observed in the image receptor, the PSF'g{r,9) 
shown in this work is expressed as a function of SPR per unit area (e.g. mm~^).  
Therefore, the scatter distribution can be calculated for any detector pixel size by 
multiplying by the area of the detector’s pixel.
In the literature, rectangular [20, 109], triangular [20], exponential [20, 23] and Gaus­
sian [20, 21, 22, 108] distribution functions have been investigated in an attempt to 
accurately model the scatter PSF,  the most commonly accepted being the exponential 
and Gaussian distributions. Both the intensity and the radial extent vary depending 
on various parameters as described in Section 3.4.
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In all these aforementioned publications, the scatter distribution function has been 
considered to be radially symmetrical. However, it has been demonstrated that the 
scatter response function can suffer from asymmetry due to local variation in thick­
ness [110, 111], primary beam angle [82, 112] or in presence of an anti-scatter grid [113] 
among others. For this reason, scatter PSFs have been calculated using polar coordi­
nates in this work.
Figure 3.3 illustrates two examples of PSFg{r,6) estimated for a 50mm thick circular 
phantom of glandularity 20% without an anti-scatter grid when using an ideal detector 
(100% efficiency). The PSFg{r,9) has been calculated from MC simulations using a 
narrow X-ray beam hitting the centre of the circular phantom. The narrow beam is 
analogous to a delta function, thus the energy recorded within the image receptor, other 
than the primary photon beam, is due to scatter radiation. Two primary beam angles 
(0), with respect to the detector plane, have been shown to illustrate the deformation 
of the scatter PSF when the primary incident angle is increased. Further discussion on 
this topic is found in Section 3.4.5.
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Figure 3.3: Examples of scatter PSFs recorded in an ideal image receptor 
(100% efficiency ) for a circular phantom of thickness 50mm and glandu­
larity 20%. The primary beam trajectory is perpendicular to the image 
receptor plane {(f)=0°) in (a) whereas in (b), the primary beam has an 
angle of 25° with respect to the detector plane.
3.3. Techniques for scatter estimation 45
3.3 Techniques for scatter estim ation
The benefits of scatter reduction in the image receptor have been demonstrated, as well 
as the different parameters used to quantify its effects on image quality. Several tech­
niques described in the literature to estimate the magnitude and the spatial distribution 
of the scattered radiation are discussed below.
In this section, these techniques are classified in three groups: blocker-based experi­
ments, MC calculations and mathematical modeling.
3 .3 .1  B lo ck e r -b a se d  tec h n iq u es
In the first study of scatter in mammography, Barnes and Brezovich [105] measured 
experimentally S P R  values for different parameters. They used the conventional tech­
nique employed for scatter measurements in diagnostic radiography: the beam stop 
technique. Later on, this methodology was employed in X-ray mammography for a 
large number of authors to estimate both S P R  and S F  values [25, 104, 114, 115, 116].
The beam stop technique consists of imaging an object made of a high density material, 
typically lead (Pb), which absorbs the majority of the primary X-ray photons impinging 
from above. Normally, the beam stops are imaged with a breast tissue equivalent 
material, usually PMMA, to generate realistically scattered radiation within the image 
receptor.
Figure 3.4 illustrates the typical geometry of the beam stop where a lead disc, i.e. beam 
stop, is placed above the scattering material.
X-ray
source,
Beam
stop
Scattering media
Figure 3.4: Typical diagram of a beam stop geometry.
As the beam stop is made of a high absorption material, most of primary radiation 
does not penetrate it, only the scatter signal S  being observed beneath the beam stop.
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In contrast, the energy recorded due to primary and scatter components (P  +  5) are 
found elsewhere. As a results, both S  and (P  +  S) signals are combined to calculate 
the primary only image P  and eventually, the S P R  and SF  for the studied geometry 
can be estimated as described in Equations 3.7 and 3.8 respectively.
Using this principle, the S P R  and 5 P  values are estimated using a series of lead discs of 
similar thickness but decreasing diameter. An example of this geometry used for scatter 
beam stop assessment is illustrated in Figure 3.5(a). SPR,  or SF,  under each disc is 
derived from the scatter signal (5) and primary and scatter (P  +  S) measurements as 
explained above. Typical regions of interest (ROI) used to measure the signal inside (S) 
and outside (P  +  5) the lead disc are shown in Figure 3.5(b). Note that to account for 
non-uniformities in the image, such as the heel effect four ROIs are used to measure 
the signal in the background in different positions with respect to the disc.
To illustrate this, a 5cm thick PMMA slab was experimentally imaged in a Hologic 
Selenia X-ray system without an anti-scatter grid using an energy spectrum of 29kVp 
Mo/Rh. The scatter magnitude was calculated using the aforementioned beam stop 
methodology (See Figure 3.5(a)). The SPRs  were measured for each disc, then, the 
S P R  value of the system was finally calculated after extrapolating the individual SP R  
values to a zero diameter disc as illustrated in Figure 3.5(c). In this case shown, SP R  
values of 1.00 and 1.18 were obtained when extrapolating to zero diameter using linear 
and logarithmic methods respectively.
Boone and Cooper [19] found that linear extrapolation might underestimate (small 
discs) Or overestimate (large discs) the S P R  whereas logarithmic extrapolation over­
estimates the S P R  in all the cases. So it is observed that the chosen method for 
extrapolation influences in the final S P R  value, which represents a limitation of this 
method.
The above measurements using the beam stop method provide a single value to repre­
sent the scattered radiation for a given geometry. However, as discussed in the litera­
ture [19, 45, 46, 47] and in Section 3.4.6, the scatter magnitude depends on the spatial 
location where it is measured. In order to study the scatter distribution across the 
image, a phantom consisting of an 2D array of lead discs of uniform thickness equally 
distributed has been described in the literature [20, 117], and illustrated in Figure 3.6. 
The use of this phantom requires measurement of the S P R  or SF  values for each lead 
disc as previously described. Intermediate values can be interpolated assuming that 
the scatter is a slowly varying function.
The scattering due to light within the image receptor, i.e. veiling glarè, is neglected 
in the MC simulations described in this work. However, as the beam stop images are 
acquired experimentally, the glare is intrinsic to the scatter measurements. It is worth 
pointing out that some authors have estimated the glare within the image receptor 
using the beam stop methodology [116, 118]. In this case, the scattering material is 
removed from the geometry and the lead disc is placed directly on the surface of the 
detector. Thus scatter produced within the detector is only recorded under the disc.
Despite the beam stop being is used very often to experimentally estimate scattered 
radiation, it suffers from some drawbacks. For example, it requires of a large number
'Non-uniform X-ray intensity across the image receptor.
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Figure 3.5; (a) shows a common beam stop geometry consisting of lead 
discs of equal thickness and decreasing diameter. Common ROIs used to 
measure the signals beneath and elsewhere the discs are illustrated in (b). 
An example of extrapolation to 0 diameter using linear and logarithmic 
approximation is presented in (c). For this case, a 5cm thick PMMA slab 
has been imaged in a Hologic Selenia mammographie system without anti­
scatter grid using an energy spectrum of 29kVp Mo/Rh.
of exposures for the image acquisition process [106]. This is necessary to quantify 
the statistical fluctuations associated to each value measured. Moreover, if the lead 
disc is too small, this can fall across pixels and suffer from partial volume effects, 
so several measurements with the beam stop phantom shifted are needed to reduce 
this effect. Furthermore, as mentioned above, the method of extrapolation used to 
calculate the scatter at zero diameter disc may lead to inaccuracies in the results as 
different approximations can provide different results. This has been a controversial 
point widely discussed in the literature [106].
For this reason. Cooper et al. [106] and Nykanen and Siltanen [108] described a method, 
previously proposed for Chan and Doi [119] in diagnostic radiology, which not only 
estimates the scatter magnitude but also its spatial distribution by measuring the edge 
spread function (ESF).
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Figure 3.6: Typical beam stop array used to estimate the S P R  and S F  
across the entire image receptor experimentally. The black dots represent 
lead discs of uniform thickness.
They showed that two images of an edge spread device (ESD), which is made of lead, 
are needed to estimate the scattered radiation. Thus, their proposed methodology 
reduces the large number of acquisitions needed for the beam stop method. In the first 
image, the geometry is setup as shown in Figure 3.7(a). For the second, the ESD is 
re-orientated 180°, so a mirror image is generated.
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Figure 3.7: A diagram of the setup described by [106] to calculate the ESF 
is shown in (a). A representative intensity profile perpendicular to the edge 
of the ESD is illustrated in (b).
The ESF is calculated by taking a profile perpendicular to the edge of the ESD. A typical 
profile is shown in Figure 3.7(b). In this profile, the (P  +  S) signal recorded outside 
the ESD is reduced as the ESD is penetrated, where the toe of the sigmoid corresponds 
to the scatter component. As mentioned before, two mirror images are generated, so
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by subtracting the different parts of the profile, scatter and primary signals can be 
separated. Therefore, the scatter line spread function (LSF) for a particular direction 
is calculated as the derivative of the scatter ESF.
The scatter PSF is eventually calculated by deriving the scatter LSF. However, as the 
PSF provides spatial information in all directions, and the LSF in just one direction, 
the scatter PSF is assumed radially symmetric. Otherwise, the LSF in more directions 
are needed, which would increase the number of image acquisitions.
It has been seen that the number of acquisitions can be greatly reduced compared 
to the pencil beam experiment. However, this method has also some disadvantages. 
In order to reduce the number of acquired images, the scatter response was assumed 
symmetric, so it might fail in non-symmetric regions, such as close to the edge of 
an object. However, this can be taken into account by measuring the LSFs in more 
directions, which would increase the number of images required as previously described. 
Furthermore, the image acquisition of two geometries must be acquired under the same 
conditions. In other words, the ESD used to calculate the ESF have to be carefully 
placed in order to obtain a mirror profile.
3 .3 .2  M o n te  C arlo  c a lc u la tio n s
In the previous section, different techniques have been explained to estimate the scatter 
based on experimentally acquired images. The problem of these techniques is that the 
image acquisition process is tedious and very time consuming when calculating the 
scattered radiation for a wide range of conditions such as different scattered thicknesses, 
energy spectra or even different X-ray sets and image receptors.
MC simulations, which can be very time consuming too, represent an alternative option 
to estimate the scattered radiation. However, they provide direct access to scatter and 
the underlying physics which is impossible to access experimentally.
When using MC simulations, two main approaches can be followed: indirect and di­
rect scatter field estimation. In the former approach, the aforementioned PSFsys is 
calculated using the pencil beam experiment. A narrow X-ray beam represents a delta 
function entering a given geometry. Then, the response recorded in the image receptor 
corresponds to the PSFp and PSFs- A schematic diagram of this geometry is shown 
in Figure 3.8, where a representative PSFs  is highlighted in green.
The pencil beam geometry has been widely used in the literature [19, 24, 46, 82, 112, 
1 2 0 , 1 2 1 , 1 2 2 , 123]. As previously explained, the PSFs  provides information about 
both the magnitude (see Equation 3.11) and the spatial distribution of the scatter for 
a given geometry.
In order to calculate the energy deposited by scattered X-ray photons within the pixel 
(x,y) at the image receptor 5(a::,?/), the PSFg described in section 3.2.2 needs to be 
convolved with the primary X-ray field P{x,y)  recorded within the image receptor. 
As described before, PSFg is also normalised by area, so the pixel area Ap is also 
considered. The convolution integral is given in Equation 3.12.
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X-ray
beam
Figure 3.8: Simple diagram of the pencil beam geometry: a narrow X-ray 
beam hits the centre of a circular phantom and the energy is recorded in 
the image receptor (grey slab). A sample scatter distribution is shown in 
green dashed line.
roo POO
S{x, y ) = A p  / P (n , T2 ) • PSF'g{x - T i , y -  T2 )dTidT2 .
J T l =  — OO J TO — — 00
(3.12)
Ideally P{x, y) can be calculated analytically using Beer-Lambert law. However, in clin­
ical scenarios, P{x, y) cannot be calculated as the true geometry and composition of the 
breast are unknown. For this reason, P(x, y) is often approximated to the total image 
recorded within the image receptor I{x,y).  As I{x,y)  represents the energy deposited 
due to both primary and scattered X-ray photons and they cannot be differentiated, 
the convolution method might be inaccurate [25, 109].
Due to the long time needed to generate the PSFg using MC simulations, these are 
generally calculated a priori for a range of parameters (thickness, glandularity, etc.) 
and stored in look-up tables for subsequent use [122, 123].
In the alternative direct method, the scatter field is calculated directly from the MC 
simulations by tagging X-ray photons as either primaries or scatter as these interact 
with matter along the geometry. Again, this technique has been widely used in the 
literature [19, 45, 46, 47, 82, 83, 107, 124, 125, 126, 127, 128, 129]. Using this approach, 
both SPR and SF can be calculated directly under any mammographie scenario from 
the primary and scattered X-ray photons recorded within the image receptor.
3 .3 .3  M a th e m a tic a l m o d e lin g
It has been seen in the previous section that the PSFg can be calculated using pencil 
beam experiments in MC calculations, which can be very time consuming. However, 
some authors have calculated the PSFg based on the fundamental principles of particle
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interactions. This might seem similar to the extensive calculations used by MC sim­
ulations, however, the mathematical models are typically faster as they make several 
simplifying assumptions.
For example, Boone and Siebert [130] developed an analytical model to derive scatter 
PSFs assuming only single scatter interactions. They have found good agreement of the 
scatter PSFs for thin phantoms when comparing their model with results from direct 
MC simulations, which account for both single and multiple scattering. However, as 
expected, this assumption could not be applied to thicker phantoms, where there is a 
higher probability of multiple scattering interactions.
In a recent paper, Tromans et al. [113] described a model which estimates the scattered 
radiation using fundamental physics relations as well. These authors employ sampling 
and interpolation methods which can dramatically reduce the large computation time 
observed in MC simulations.
3.4 Behaviour o f scattered  radiation
Section 3.2 described how the magnitude and spatial distribution of the scattered ra­
diation are typically represented. Furthermore, different methods used to estimate the 
scatter field have been discussed. In this section, the variation of the magnitude and 
spatial distribution of the scatter with respect to certain physical parameters is studied. 
These include changes in X-ray energy spectrum, the breast thickness (T), glandularity 
of the breast tissue (G), the air gap AG (the distance between the breast/ phantom and 
the image receptor), and the projection angles (0) observed when moving the X-ray 
tube in DBT. Additionally, the effect of scattered photons from materials other than 
the breast or phantom are described.
A pencil beam geometry was simulated in MG to investigate the effects of these pa­
rameters on the recorded scattered radiation. This geometry is shown in Figure 3.9 
and uses an ideal image receptor (100% efficiency) to record the PSFp and PSFs.  The 
phantom corresponds to a cylinder of radius 116mm and lenght T. The SPR values 
calculated from MG results in this section illustrate a maximum statistical error of 0 .1 % 
after running 5 MG simulations using 1 0  ^photons each. As will be depicted in the next 
chapter, this geometry has been previously described by Boone and Gooper [19] and 
Sechopoulos et al. [82] and it was used as part of the validation of the MG toolkit used 
in this project.
The PSFp and PSFs were estimated when varying one parameter at a time while 
keeping all other parameters fixed. Unless it is said otherwise, the incident angle cf) was 
equal to 0°. The S P R  value was also calculated for each of the shown examples after 
integrating the PSFg over a circular field of view (FOV) of radius 100mm as described 
in Equation 3.11. In order to keep the results generic, the scatter PSFs are expressed 
as a function of SPR per unit area (mm“^).
Further information regarding each specific simulation is provided below. Note that 
all the results shown in this section exclude the use of anti-scatter grids as observed in 
most DBT systems. This will lead to larger variations in SPR magnitude than those 
found in 2D planar mammography, where an anti-scatter grid is routinely employed.
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Figure 3.9: Pencil beam geometry used to study the variation of the scatter 
for certain parameters. A narrow beam of angle 4> hitting a phantom of 
thickness T and glandularity G is simulated. An air gap AG between the 
bottom surface of the phantom and an ideal detector is also included.
3 .4 .1  X -ra y  en erg y  sp e c tr u m
The first parameter studied here is the X-ray energy spectrum. Figure 3.10 corresponds 
to the PSFg from the pencil beam geometry using a phantom thickness of 50mm and 
a glandularity of 50%. An air gap of 1 0 mm was included in the geometry as described 
by [19, 82]. Scatter PSFs for X-ray energy spectra of 26kVp Mo/Mo and 32kVp Rh/Rh 
have been plotted.
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— 32kVp Rh/Rh
Thickness -  50mm 
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Air gap = 10mm
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Figure 3.10: Scatter PSFs calculated for an ideal image receptor using the 
pencil beam experiment shown in Figure 3.9. Two X-ray energy spectra 
are illustrated.
It can be observed that the PSFg calculated for the 32kVp Rh/Rh energy spectrum
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has a broader tail than the one observed for 26kVp Mo/Mo. Consequently, the S P R  
value for 32kVp Rh/Rh is expected to be larger. However, the difference between both 
PSFs> was less than 3% when comparing the area under each curve, i.e. S P R  value, 
using a circular field size of radius 100mm as shown in Table 3.2.
Table 3.2: S P R  values calculated for the PSFg curves shown in Figure 3.10 
using a circular field size of radius 1 0 0 mm.
Energy spectrum SPR
26kVp Mo/Mo 0.54
32kVp Rh/Rh 0.56
Although results for only two energy spectra have been shown here, the trend of the 
results illustrates that the S P R  increases with energy as observed in the literature [46, 
47, 82, 106, 121].
Despite the changes of S P R  reported in the literature, the difference in magnitude is 
considered small, especially for thinner thicknesses, within the mammography energy 
range. Thus it is widely assume that the S P R  values vary insignificantly with energy 
spectrum [46, 47, 82, 105, 106, 121].
3 .4 .2  G la n d u la r ity
Figure 3.11(a) illustrates the PSFg for an energy spectrum of 26kVp Mo/Mo recorded 
in an ideal image receptor, which is 1 0 mm below the bottom surface of the phantom, 
i.e. air gap equals 10mm. The phantom thickness is 50mm and three glandularities 
have been studied (0, 50 and 100%). The corresponding S P R  values for each of the 
PSFg are shown in Figure 3.11(b).
It was found that PSFg changes slowly with glandularity as reported by other au­
thors [46, 82, 106]. The scatter PSFs were found to be broader for smaller glandular­
ities. This is because the scattered photon travels further in a less dense material as 
the probability of X-ray photons absorption decreases.
The largest S P R  difference found between the extreme glandularities of 0% {SPR—0.h2) 
and 100% (5PR=0.57) was just below 9% using a circular field size of radius 100mm. 
Note that this difference can increase or decrease for a thicker or thinner phantom. In 
general, the S P R  deviation due to breast composition is larger than the difference ob­
served when varying the energy spectrum. However, the effects of glandularity on S P R  
are typically considered small in the literature and commonly neglected [46, 82, 106]. 
In this work, the average glandularity of the imaging object (breast phantom) is used 
in order to minimise this deviation in S P R  values.
3 .4 .3  T h ick n ess
Phantoms of several thicknesses (20, 40, 60 and 80mm) with a fixed glandularity of 
50% have been simulated using an energy spectrum of 26kVp Mo/Mo and an air gap of
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Figure 3.11: (a) Scatter PSFs for different glandularities (G) using the 
pencil beam experiment shown in Figure 3.9. (b) The SPR values corre­
sponding for each of the studied cases calculated using a circular field size 
of radius 100mm. Note that the y-axis shows in (b) only illustrates SPR 
values between 0.5 and 0.6.
10mm. The PSFg for each case studied and the corresponding S P B  values are shown 
in Figure 3.12.
As expected, a significant increment in scattered radiation is observed when the phan­
tom thickness is increased (note that Figure 3.12(a) is shown in a logarithmic scale). In 
other words, the PSFg becomes broader with increasing thickness. This is due to the 
scattered X-ray photons have to travel further forward, thus they also travel further 
sideways. This broadening effect is translated into a SPB, increase when the thickness 
of the phantom increases.
In contrast to the behaviour seen with changes in the X-ray energy spectrum and 
glandularity, the S P B  varies considerably with the breast thickness. For the study
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Figure 3.12: (a) Scatter PSFs for different phantom thicknesses (T) using 
the pencil beam experiment shown in Figure 3.9. (b) The SPR values
corresponding for each of the studied cases calculated using a circular field 
size of radius 1 0 0 mm.
shown here, the S P R  calculated for a thickness of 20mm was 0.24 for a circular held size 
of radius 100mm, whereas that for a thickness of 80mm. the S P R  was 0.84. This makes a 
difference of over 70% in S P R  when considering a thickness range of 20 to 80mm. These 
hndings are in line with those found in the literature, where the thickness is considered 
the parameter which has the greatest influence on S P R  [46, 47, 82, 105, 107, 106, 1 2 1 ].
3 .4 .4  A ir  gap
The influence of the air gap on recorded scatter radiation is also pertinent. An air gap 
between the lower surface of the breast and the image detector is frequently found in 
mammography geometries.
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Several authors have explored the air gap as a potential option for scatter reduction as 
described in Section 3.5. However, the effects of small air gaps (up to 30mm) on the 
scatter radiation distribution are discussed here.
For this purpose, a 40mm phantom with 50% glandularity was inserted in the afore­
mentioned pencil beam experiment using an X-ray energy spectrum of 26kVp Mo/Mo. 
The scatter response function was then studied for a range of air gaps between 0 and 
30mm in steps of 10mm.
-2 — AG=Omm 
— AG=10mm 
— AG=20mm 
— AG=30mm
10
■4
-610
26kVp Mo/Mo 
Thickness « 40mm  
Glandularity» 50%
-810 10050 70 80 9030 40 6010 200
Radial distance [mm]
(a)
0.50
26kVp Mo/Mo 
Thickness » 40mm  
Glandularity» 50%0.48
0.46
0.44
0.42
0.40, 3020 25
Air gap distance (mm)
(b)
Figure 3.13: (a) Scatter PSFs for different air gap distance (AG) using 
the pencil beam experiment shown in Figure 3.9. (b) The SPR values
corresponding for each of the studied cases calculated using a circular held 
size of radius 100mm. Note that the y-axis shows in (b) only illustrates 
SPR values between 0.4 and 0.5.
The scatter PSFs shown in Figure 3.13(a) illustrate a change in spatial distribution of 
the scattered radiation when the air gap is increased. It is observed that the PSF^ falls 
off more slowly as the air gap distance increases. This occurs because, as the air gap
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increases, the scattered X-ray photons travel larger distances before impinging on the 
image receptor.
Despite the large changes in PSFg, a relatively small difference (4%) was found in terms 
of S P R  values within the air gap range studied here as illustrated in Figure 3.13(b). 
This is because the FOV used to calculate the S P R  was 100mm. However, considerable 
variations of S P R  with air gap distance might be found for a smaller FOV [46, 82].
3 .4 .5  In c id en t a n g le
An important parameter to take into account when simulating DBT systems is the 
incident angle (j). This represents the angle of an X-ray photon beam with respect to 
the normal to the image receptor plane as shown in Figure 3.9.
The immediate consequence of increasing (f> is that the thickness of the phantom is 
virtually increased by as the photon’s path length within the phantom is larger. 
As previously seen, the scattered radiation increases largely with breast thickness, thus 
it is expected that scattering processes also increase with (f).
Until this point, the pencil beam geometry employed in this section has used a (j) equals 
to 0°, thus a radially symmetric scatter PSF was expected. However, an increase in 4> 
will also modify the spatial distribution of the scatter.
Figures 3.14(a) to 3.14(c) show the PSFg from a pencil beam for a thickness of 60mm 
and glandularity 50% at three incident angles (0, 7.5 and 25°). An energy spectra of 
29kVp W /Rh and a 0mm air gap distance have been used. The S P R  values illustrated 
in Figure 3.14(d) were calculated for a circular field of radius 307mm. Furthermore, 
S P R  values for projection angles of 15 and 20° were also included to have a better 
estimate of the S P R  as the projection angle increases.
As previously suggested, the SPR was found to increase with (f). A difference of 1 .6 % was 
found between the S P R  observed for 0° and 7.5°. Thus no significant variation is found 
in S P R  values for small incident angles (^ <10°) which accords with the previously 
published literature [19, 24, 82]. However, this difference was found to increase by up to 
18% when comparing SPRs  between 0° and the largest simulated angle of 25°. Thus, 
larger (p (>10°) can significantly change the S P R  magnitude, as well as the scatter 
kernel symmetry.
3 .4 .6  S c a tte r  from  th e  s y s te m
A simple setup has been employed in the pencil beam geometry previously described 
to study the behaviour of the scattered radiation under an ideal scenario. However, 
it is known that when using realistic geometries, scattered photons originating from 
materials other than the phantom or breast are recorded within the image receptor. 
These scattered photons are mainly generated in the breast support and compression 
paddle, and are described here as scatter from the system.
Dance et al. [107] and later Sechopoulos et al. [82] observed these effects produced in 
realistic geometries. They found that these scattered photons contribute significantly
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Figure 3.14: (a-c) illustrates the 2 D projection of the scatter PSFs for three 
different angled pencil beams. The colour map illustrates the magnitude 
of the PSFg in mm“ .^ Note the asymmetry as the X-ray source tilts 
towards the left edge of the page. Their corresponding S P R  for a circular 
field of radius 307mm values are illustrated in (d). Moreover, SPR values 
corresponding to projection angles of 15 and 20° were included. Note that 
the y-axis shows in (d) only illustrates SPR values between 0.6 and 0.9.
to the scatter held recorded within the image receptor, especially near the breast edges 
and at low energies. In fact, Sechopoulos et al. [82] quantified the increase on S P R  up 
to 31% due to system scatter using a generic DBT geometry.
In contrast, this effect is not often noted in publications because either the compression 
paddle or breast support are excluded from the simulation for simplifying the simulation 
model [19, 45, 46], or because scatter profiles or scatter maps are not shown in scatter 
studies in spite of the compression paddle and breast support being simulated [24, 124].
The scattered radiation from the system has been explored here using a realistic geom­
etry as shown in Figure 3.15(a). This new geometry consists of an cone beam emerging 
from an infinitesimal point source located at 660mm from a 230pm thick selenium 
image receptor, where all the detector size (240x300mm^) is imaged. A detector with
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a pixel size of Imm^ was used. The geometry also includes a 2.4mm thick polycar­
bonate compression paddle and a 1 .2 mm thick carbon fibre breast support. An air 
gap of 15mm between the breast support and the image receptor has also been taken 
into account. The breast phantom has been represented as a 90mm thick semicircular 
D-shape cross section of radius 80mm. The phantom comprises of an inner region of 
glandularity 4% surrounded by a 5mm thick adipose layer. The results presented here 
correspond to an energy spectrum of 40kVp W/Al, being the typical energy beam used 
in such as thick phantoms.
The planar view of the S P R  map is shown in a colour map in Figure 3.15(b), where the 
highest SPR values are shown in red. The amount of SPR observed along the chest wall 
(CW) to nipple direction (shown as a solid white line in Figure 3.15(b)) is illustrated 
in Figure 3.15(c). The total S P R  has been divided into the SPR contribution from the 
breast phantom, compression paddle and breast support. It is observed that the S P R  
values are not constant across the breast area, but varies with position.
As expected, the largest proportion of the total S P R  comes from the breast phantom, 
as it represents the thickest object simulated in the geometry (90mm). Looking at 
the S P R  profile, the scatter from the breast phantom changes from 0.5 at the CW 
to approximately 0.9 in the middle of the breast phantom and then drops again to 
almost 0.5 at the edge of the phantom. This is because near the edges of the breast 
phantom, including the CW region, there is less scattering material around than in 
the centre of the phantom. However, the total S P R  illustrates constant S P R  values 
after a distance of 50mm from CW (X-axis). This is because the drop of S P R  from the 
phantom is compensated with the rise of scattered photons from the breast support and 
compression paddle. It can also be observed that the scatter from both the paddle and 
breast support are at a maximum near the edge of the phantom, but these contributions 
decrease towards the inner region of the breast phantom, where most of the system 
scattered photons are absorbed.
3.5 Scatter reduction techniques
In order to minimise the effects of scattered radiation on image quality, several tech­
niques have been described in the literature for mammography systems. They are de­
scribed here in two broad categories: geometrical scatter rejection and post-processing 
methods.
3 .5 .1  G eo m e tr ica l r e je c tio n
This section describes the techniques which reduce the amount of scattered radiation 
that reach the detector using physical geometry.
A n ti-scatter  grids
Anti-scatter grids are the most common anti-scatter devices currently employed in both
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Figure 3.15: The geometry used to study the source of scatter in a realistic 
mammography scenario is shown in (a), where black arrows have been 
drawn to illustrate possible scattering paths from the compression paddle 
and breast support into the image receptor, (b) represents a 2D surface 
plot of the total SPR across the image receptor. Profiles of the SPR from 
the various layers included in the simulations along the vertical white line 
are shown in (c).
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film-screen and FFDM. They were introduced in section 2.4.5 in conjunction with the 
typical parameters used to study their performance (BF, CIF,  Tp and Tg).
The two anti-scatter grid designs available in mammography are linear and cellular. 
The linear grid is the preferred geometry employed by most of the manufacturers (e.g. 
Siemens, GE, etc.). However Hologic mammography systems use a cellular geome­
try [59].
Cellular anti-scatter grids, in general, have been found to outperform linear designs as 
they provide a higher C IF  and lower HE than linear ones [47, 58, 61]. This increase 
in C I F  is achieved by the larger scatter absorption from the cellular geometry of the 
grid. On the other hand, the reduction in B F  can be due to the higher Tp associated 
to a less dense septa material, copper, and low grid ratios (r) of 3.8, which are lower in 
comparison with the usual ratio of 5 observed in linear anti-scatter grids. Furthermore, 
interspace material can play an important role, as the attenuation of primary photons 
is lower in air than in the materials employed by linear anti-scatter grids.
Table 3.3 illustrates data published by Boone et al. [61] to show the performance of two 
anti-scatter grids (linear and cellular). They have been calculated using a 60mm thick 
breast phantom representing 50% adipose 50% glandular tissue and an X-ray beams 
set at 28kVp Mo/Mo target/Alter combination.
Table 3.3: Sample anti-scatter grid parameters calculated by Boone et
al. [61] for a 60mm thick breast phantom of 50% glandularity using an X- 
ray energy spectrum of 28kVp Mo/Mo. The linear and cellular anti-scatter 
grids have been previously described by Rezentes et al. [58].
Anti-scatter design Grid ratio r  Septa material SPR CIF BF Tp(%)
No Grid =  =  R69 =  =  ÎÜÔ
Linear Grid 5 Lead 0.21 1.40 1.83 77
Cellular Grid 3.8 Cooper 0.10 1.54 1.70 91
It is observed that the cellular anti-scatter grid provides a better scatter rejection (i.e. 
lower SPR),  which is translated into a higher CIF.  The decrease of the B F  is due to 
the higher Tp observed. Note that the Tp value is always less than 100% as the septa 
material, interspace material and grid covers absorb a small amount of the primary 
photons as they pass through the grid.
A ir gap
It has been seen that the anti-scatter grid is the most common geometric scatter re­
jection technique. However, an alternative scatter rejection method is to resort to 
using a large air gap [60, 102]. These are found mainly in paediatric, magnification 
mammography and sometimes in chest radiography [1 0 2 ].
In section 3.4.4 it was described that the scattered radiation was slowly reduced by 
air gap distances up to 30mm. However, large air gaps are required to achieve a 
considerable scatter reduction. With large air gaps, the scatter intensity is reduced 
following the inverse square law such that much of the scattered X-ray photon fiux 
leaves the system without interacting within the detector.
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However, the use of large air gaps has drawbacks. The magnified image obtained 
will suffer from larger focal spot geometric blurring, reduction of the FOV and the 
dose transfered to the breast is also increased [61, 131]. Large air gaps are used in 
mammography when the magnification of a specific region within the breast is required, 
and in this case a fine focal spot is used to reduce geometric unsharpness.
O ther techniques
Several alternatives to anti-scatter grids and air gaps have been investigated in the 
literature.
Âslund and Cederstrom [114] studied scatter reduction when using multi slit digital 
mammography. A multi slit is comprised of two collimators. One is placed above 
the breast (pre-collimator), while the second one is located below the breast (post­
collimator). If a perfect alignment of both collimators is achieved, the Tp is 100%. 
Moreover, results have suggested that this geometry produces the lowest S P R  values, 
where the largest source of scattered X-ray photons is the image receptor [114].
In a slot-scan geometry, a collimator is placed near the X-ray tube to match the area 
of a narrow image receptor. Then the X-ray tube rotates, together with the narrow 
image receptor, thus the entire breast is scanned. Slot-scanning has a similar GIF than 
anti-scatter grids, however, the breast dose is lower [132] as Tp approaches to 100%. 
This was confirmed by Boone et al. [61], who found that slot-scan produces lower B F  
than cellular anti-scatter grids while maintaining the same CIF.
3 .5 .2  P o s t-p r o c e ss in g
With the rise of digital detectors. X-ray mammography images can be manipulated after 
image acquisition. This post-processing property is used to enhance certain features of 
the image such as the skin line. Additionally, it can also be used to reduce the effects 
of scattered radiation on the resulting image.
Several techniques used for scatter estimation were described in section 3.3. Thus, 
based on the assumption that the scatter image S{x,y)  has been already estimated, 
the following methodologies can be applied to reduce the scattered field from digital 
mammograms.
Subtraction
It has previously seen that an image I{x,y)  recorded within an image receptor corre­
sponds to its contribution of primary P{x,y)  and scattered photons S{x,y):
: I{x,y)  = P{x,y) + S{x,y).  (3.13)
Ideally, the scatter component S{x,y)  needs to be removed from I{x,y).  Thus, the 
P{x, y) or free scatter image, represents the desired image. Therefore, P{x, y) can be 
estimated after subtracting S{x,y)  from I{x,y)  as employed by several authors [83, 
129, 133].
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An example of this methodology was carried out by Liu et al. [83]. They acquired images 
experimentally and using MC simulations. Then, the MC-based scatter image S{x,y)  
was subtracted from the experimentally acquired total image I{x,y).  This approach is 
simple and easy to implement. However, it is not flexible as changes in the geometry 
(including the breast being imaged) require further MC simulations. Moreover, the use 
of direct MC simulations is a very time demanding task as already mentioned.
D econvolution
The deconvolution methodology takes advantage of the properties associated to the 
Fourier domain.
Equation 3.12 described that S{x,y)  can be estimated by convolving P{x,y)  with the 
scatter kernel PSFg{r, 9). This convolution can be written in the Fourier domain as
3/)} =  E{E(a;, 2/) * EHEj(r, ^)}, (3.14)
where E{} and -k represent the Fourier transform and convolution operators respec­
tively.
Using the convolution theorem of Fourier, Equation 3.14 can be expressed as
=  r { P ( x , y ) } n P S F ’{r,e)}-  (3.15)
Consequently, the scatter free image P(x,y) can be estimated as
where the operator E  {} corresponds to the inverse Fourier transform.
The scatter estimation by image deconvolution has been studied by several authors 
in the literature [22, 25, 108]. Operating in the frequency domain requires complex 
Fourier transforms which can be very time demanding. However, the difficulty of this 
calculations are extensively reduced with the aid of fast Fourier transform (FTT), 
which are extensively used [134, 135]. Once the FTT is performed, manipulation of 
images in the frequency domain is faster than calculations in the image domain.
However, as previously described, the scatter varies with position in the image. Thus 
this fact needs to be taken into account when applying the Fourier transform, which 
might lead to an increase in the computational time required for this method. Further­
more, real images have noise associated with them. Thus, this noise would introduce 
discrepancies in the calculated primary.
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3.6 Sum m ary and discussion
This chapter has illustrated a review of techniques for scatter estimation and reduction 
as well as the behaviour of scatter with various imaging aiid breast parameters. It 
has been demonstrated why the detecting scattered radiation is undesirable and how 
it reduces image contrast and SNRd  in both film-screen and FFDM. Before methods 
can be employed to mitigate the effects of scatter, the scatter field itself needs to be 
quantified and several techniques based on mathematical and physical models as well 
as experimentally acquired images have been described.
The most common methodologies found in the literature for scatter estimation are 
the beam stop method and MC simulations. They both have their advantages and 
disadvantages. For example, the typical beam stop method requires a large number 
of image acquisitions and its result depends on the type of extrapolation used [106]. 
MC simulations represent the alternative to experimentally acquired images. However, 
these simulations tend to be very time and resource heavy [123] and good knowledge of 
the geometry is necessary to realistically model the scatter in any such system. These 
two techniques have been compared, together with other methodologies, by Salvagnini 
et al. [116] for different imaging geometries. They have suggested to use MC simulations 
to estimate the scattered radiation when the anti-scatter grid is removed, i.e. in DBT, 
as will be pursued in further chapters in this thesis.
Before describing the available techniques to reduce the scattered radiation in the final 
X-ray image, the behaviour of the scatter field was discussed. In this section (3.4), 
both the magnitude and the spatial distribution have been studied while varying several 
parameters: X-ray energy spectrum, glandularity, breast thickness, air gap and incident 
angle. It was found that none or little difference in S P R  is observed when varying the X- 
ray energy or glandularity, which is in line with the literature [46, 82, 106]. The air gap 
(up to 30mm) showed no difference for a large FOV (circle of radius 100mm). However, 
the spatial distribution suggested that a smaller FOV will generate large discrepancies 
in S P R  values. Finally, the largest variation in S P R  were found when modifying the 
breast thickness and when using large incident angles (>10°). Both breast thickness and 
incident angle contribute to a rise in the photon’s path traversing the breast/ phantom, 
so the probability of scatter interactions increase. Other authors have also found that 
these parameters contribute most to the scattered radiation [19, 46, 82].
This study of the scatter behaviour has been calculated using a pencil beam experi­
ment simulating an ideal geometry without an anti-scatter grid. This setup has been 
previously described by Boone and Cooper [19] and Sechopoulos et al. [82], and it has 
been used to validate the results produced here with those reported by Sechopoulos et 
al. [82] as will be described in Chapter 4.
When the anti-scatter grid is riot used, a 2D plot of the scatter is needed instead of a 
single value as the scatter can vary significantly across the image receptor. However, 
when the anti-scatter grid is employed, the scatter varies slowly and a single scatter 
value can be used as a good approximation. Moreover, it was demonstrated that the 
scatter contribution from materials such as the compression paddle or breast support 
are significant, especially near the edges of the breast or phantom as previously ob­
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served [25, 82, 107]. Thus, it is suggested to simulate the entire geometry when trying 
to model a real X-ray mammography scenario, in the absence of an anti-scatter grid.
In the final section of this chapter, scatter reduction techniques were discussed. Firstly, 
the geometrical rejection techniques were described. Anti-scatter grids, used in most 
commercially available X-ray systems, reduce greatly the scatter radiation. However, 
they are not employed in most of the DBT system, due to the difficulty of aligning the 
septa material of the anti-scatter grid with the X-ray tube exit. So alternative scatter 
reduction techniques explored in the literature such post processing were described. 
Furthermore, alternative methods to anti-scatter grids such as air gap, multi-slit or 
slot-scan geometric were also discussed. Secondly, with the arise of digital detector 
technology, image processing techniques are available after the image acquisition step. 
Therefore, the effects of scatter can be reduced after applying subtraction or deconvo­
lution techniques. These techniques have been described assuming that the scattered 
field has been already estimated.
Accurate scatter estimation remains challenging in X-ray imaging. As already men­
tioned in this chapter, MC simulations provide direct access to all the physics involve in 
the scattering processes and represent the key tool for scatter characterisation used in 
this thesis. In the next chapter, the MC toolkit employed during this work is explained 
in detail.
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Chapter 4
M onte Carlo sim ulations o f X-ray  
mammography
4.1 R ole o f sim ulation in m am m ography
Mammography systems have always been under constant investigation and development 
in order to optimise their diagnostic performance. Due to the wide availability of 
relatively cheap computing power in the last decade, computer simulations have played 
an increasingly important role in mammography development.
Despite synthetic images requiring more time to be generated than clinical images, 
computer simulations represent a cheaper, more flexible and safer (with respect to 
radiation absorbed by the patient) method to evaluate current system configurations 
as well as to explore new setups in order to improve current systems [125, 136] .
Furthermore, various authors have used computer simulations within the mammog­
raphy field to study complex physical processes individually that are impossible (or 
difficult) to study in physical experiments due to their random nature. Those pro­
cesses include scattered radiation [82, 107], anti-scatter grid behaviour [45, 78], dose 
deposition [137] and detector performance [138].
MC simulations are often chosen to study the interaction of particles with m atter due 
to the stochastic behaviour of the particle interactions. MC simulations can be defined 
as complex numerical integration methods which require random numbers to perform 
complicated calculations in pre-defined situation. In the case of simulating particle 
interactions, the probabilities of the different particles processes, i.e. cross sections, are 
fed into the MC simulation to calculate the particle’s behaviour. The name of MC was 
coined during the World War II Manhattan Project because of the similarities with 
games probabilities and the location of a very famous casino in Monte Carlo [139].
Many authors have developed their own MC programs [107, 119, 1 2 1 ]. However, there 
exists several particle physics MC packages which are widely available to study particle 
interactions in medical physics. The most common MC packages are EGSx/EGSnrc [140], 
MGNP/MCNPX [141], Penelope [142], GEANT4 [143, 144] and FLUKA [145, 146].
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EGS was one of the first robust MC codes to simulate electron-photon transportation 
for high energy physics and it is the most used MC package in medical physics [147]. 
MNCP is used primarily but not limited to simulate nuclear processes^ It can simu­
late neutron, proton and electron transportation and it is maintained by Los Alamos 
National Laboratory. The small range of simulated particles in MCNP was widely in­
creased with the development of MCNPX. The PENELOPE code includes very precise 
cross-sections for low energy particles interactions and a flexible geometry package. 
The Object-Oriented toolkit GEANT4 could, simulate many different types of parti­
cles and it represents the base in the GEANT4 Application for Tomographic Emission 
(GATE) simulation toolkit for nuclear medicine applications. The FLUKA MC package 
can also simulate a large range of particle interactions. Moreover, it does not require 
programming from the end user for most of its applications.
4.2 Fundam entals o f M onte Carlo
As previously described, MC simulations represent a tool to perform complex calcula­
tions. They rely on random samples of probability distributions to obtain values close 
to true values.
The most simple MC method is the direct (or inversion) sampling method. Consider a
random number f  which is used to draw a sample x  with a probability density function
(pdf) f{x).  Therefore, its cumulative distribution function (CDF), which describes the 
probability of a random variable is found at a value less or equal to T, is given by
F{x) =  f  f{u) du. (4.1)
J —OO
Then, it can be shown that if
f  =  E(æ), (4.2)
and the function F{x) is monotonically increased, then x  can be calculated as
æ =  F - ‘ (r). (4.3)
So a sample x  can be calculated as the inverse function F~^ a t f.
From the previously described Beer-Lambert’s law, it was observed that the distance
a photon travelling between interactions is governed by. the exponential probability
law. For a distance x, the pdf of a photon to travel without interaction in a medium 
with linear attenuation coefficient p is Then, the pdf for a photon’s interaction
occurring in the distance x  is given by p e~^^dx. After inserting this pdf in equation 4.1, 
the CDF for a photon to travel a distance x  somewhere in the range (0,a:) is
F{x) = [  p e~^^dx — 1 —e~i^^, (4.4)
Jo
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where F(x)  is normalised between 0 and 1 . According to Equation 4.2, a random 
sample x  from the distribution F(x)  can be obtained from a random number fj where 
0 < f  < 1 . Thus, after solving
f  =  1 — e (4.5)
X  can be calculated as follow
X =  —— l n ( l  — f). (4.6)
Since ( 1  — f) is as random as f  and 0 < ( 1  — f) < 1 , the term ( 1  — f) could be considered 
the initial random number f .  This represents the fundamental approach used in most 
MC simulations codes to calculate the particle transportation [140, 142, 148], where 
the the interaction points are directly sampling using random numbers.
However, it is not always possibly to apply direct MC methods of sampling to some 
distributions because of the difficulty of inverting equation 4.2. Thus, alternative sam­
pling techniques, such as rejection sampling, are available. Rejection sampling is a 
common sampling technique used in MC simulations of physical process. It is used, 
for example, to calculate both the angle and energy of a scattered photon after an 
incoherent interaction [149]. Rejection sampling techniques involve evaluating a pdf of 
several variables using random variables for arguments, so
X = f i n , f 2 , . . . , f n ) ,  (4.7)
where the pdf is typically normalised to a maximum value of 1 .
The method consists of generating the random numbers and evaluate the function / .  If 
the value falls above the curve defined by the function / ,  the value is rejected. On the 
other hand, if the value falls somewhere on or below the curve, the value is accepted.
In MC methods, it is important to improve the speed and efficiency of the simulations. 
The efficiency e of a MC experiment can be described as
e <x (4.8)
where t is the computing time required for the MC simulation and the sampling 
variance associated with the estimated value [149]. In order to improve the efficiency
of the simulation, t needs to be reduced to calculate the results for a given cr^ . There
are methods in order to achieve that goal and they are called ’variance reduction tech­
niques’.
In medical physics applications, some of the variance reduction techniques require 
physics biasing by distorting the interaction probabilities. The most common variance 
reduction techniques are control variâtes, antithetic variâtes, importance sampling and 
stratified sampling [149].
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4.3 G E A N T 4 toolk it
Among the different MC programs described in the previous section, GEANT4 is the 
chosen MC software environment for this work because it is freely available and is sup­
ported for both Unix and Windows platforms. Furthermore, a worldwide community 
of physicists and software engineers, which is supported by the European Organization 
for Nuclear Research (CERN), provides active assistance for GEANT4.
The GEANT4 toolkit has been widely adopted by the scientific community to study 
particle interactions in different domains, e.g. astrophysics, medical physics or space 
engineering, as particle interactions within a wide range of energies (from 250 eV up 
to TeV) can be simulated.
4 .3 .1  M e d ic a l p h y s ic s  a p p lica tio n s  o f  G E A N T 4
GEANT4 was originally designed to simulate the interaction of particles with matter 
at high energies. However, the object-oriented structure of GEANT4 has allowed the 
development of physics models for a wide range of energies, thus it can be used in 
low-energy domains such as medical physics. Moreover, it provides flexibility to handle 
very complex geometries found in medical physics experiments including radioactive 
sources and patient anatomy (anthropomorphic phantoms).
The potential applications of GEANT4 in medical physics experiments have been widely 
described [150, 151, 152]. Its precise physics packages and modelling features to ac­
curately design experimental geometries have been used extensively from radiology to 
radiotherapy studies, including mammography [153, 154], brachytherapy [155], hadron 
therapy [156] or dosimetry [157]. Furthermore, the GEANT4/GATE code is commonly 
used in positron emission tomography (PET) and single-photon emission computed 
tomography (SPECT) [158].
Several examples of the GEANT4 applications mentioned above are illustrated in Fig­
ure 4.1.
4 .3 .2  M o d u la r  a r c h ite c tu r e  o f  G E A N T 4
The simulation software is structured in several modules implemented in the G4-4- 
programming language. The more relevant modules are described in this section.
4 .3 .2 .1  P hysics List
This is where the particles used in the simulations are defined (electrons, positrons, 
gamma rays, etc.) as well as the different physical processes to invoke during the 
simulation (photoelectric effect, coherent and incoherent scattering or Bremsstrahlung 
among others). Other processes such as Auger electrons can be activated or deacti­
vated by the user, whereas X-ray fluorescence is activated by default in the low energy 
package used in this work. Finally, a user-defined threshold (range cut) to stop or "kill"
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(a) Brachytherapy 
device
(b) PET scanner
(c) Proton beam line
Figure 4.1: GEANT4 examples of medical physics applications: (a) repre­
sents a superficial brachytherapy device with its dose distribution [159], a 
PET scanner, adapted from [158], is shown in (b) whereas a proton therapy 
beam line described by [156] is illustrated in (c).
secondary particles is set in this module, where GEANT4 manages the conservation of 
energy. Eurther information about the physical processes are described in Section 4.3.6.
4.3.2 . 2  D etec to r C onstruc tion
In this module, the user specifies all the chemical elements (H, C, O, etc.) needed 
in order to describe the different materials used in the simulation, e.g. air, adipose 
tissue, Csl. Each material is defined using either its chemical formula or the fractional 
mass of its components, as well as its density. Examples of this are shown in table 2.2. 
Then the geometric shape for each element within the simulation (including anti-scatter 
grid, breast phantom, etc.) and its physical dimensions are created (box, tube, paral­
lelepiped, etc.). In the case of a more complex design, a combination of simple shapes 
can be arranged or voxelised geometries (phantoms) can be loaded. Each geometric 
shape is converted into a logical volume, where it is filled in with the appropriate 
material. Finally, a physical volume is defined by locating the logical volume in the
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desired spatial coordinates within the entire simulation space (world volume). Despite 
the fact that particle interactions can occur anywhere within the world volume during, 
the simulation time, only the information of the interactions occurred on those volumes 
which have been marked as sensitive (defined in this module) is used in the subsequent 
analysis.
4 .3 .2 .3  Stacking A ction
Dealing with a large number of particles in the MC simulation could be a very time 
demanding task because new particle paths and probabilities of interaction need to be 
computed. Therefore different particles generated during the simulation can be “killed “ 
at a certain point if this has been defined in this module. However, the user has to 
be careful because this action might break the conservation of energy. In most of the 
simulations produced for this work, secondary particles other than X-ray fluorescent 
have been killed, depositing their energy locally and reducing the computational time. 
This was previously discussed in Section 2.2. It was seen that in low Z materials, 
including breast tissue, both electrons and X-ray fluorescent photons do not travel far. 
On the other hand. X-ray fluorescent photons can travel further in materials found in 
typical image receptors (high Z materials).
4 .3 .2 .4  A nalysis M anager
This represents a key module of the simulation. Here all the information about the 
particle interactions (hits) occurring in the sensitive volumes are generated. Spatial 
position, distance travelled by the particle from previous hit, type of interaction, mo­
mentum, kinetic or deposited energy can be measured at any given hit. In order to 
create an image, a text flle with the total energy deposited per pixel is generated in 
GEANT4. Then, this text flle is analysed and visualised with the aid of MATLAB ® 
(The MathWorks Inc., MA, USA).
4 .3 .3  In p u t p a ra m eters
Once the simulation has been coded, all the necessary modules are compiled and linked 
before the program is ready to run. Some parameters which control several key in­
puts of the simulations such as number of the primary particles, momentum direction, 
source shape and position or energy distribution, need to be defined before running the 
program.
GEANT4 allows the user to define these key parameters by hard-coding in the simu­
lation, interactive insertion by command lines or via macro files. Ghanges in the code 
require compilation of the entire simulation whereas the interactive command line needs 
the information to be manually inserted by the user every time the simulation is run.
In this work, these parameters have been inserted via a macro flle using the GEANT4 
General Particle Source (GPS) [160], where no compilation is needed and the infor­
mation has been previously stored in a simple script flle. Furthermore, the level of
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verbosity is defined here, where the amount of information displayed on screen regard­
ing particle hits can be fully controlled by the user. Finally, where the geometry of the 
simulation is generated, the visualisation drivers are also defined in this macro file.
4 .3 .4  V isu a lisa t io n  d r ivers
The typical problems in the geometry when designing a MC experiment are due to 
wrong positioning of a volume or objects overlapping, especially in complex geometries. 
For this reason, GEANT4 provides visualisation tools which help the user to ensure 
there are no errors in the code with respect to the geometry. Furthermore, these oflFer a 
quick response to study particle trajectories and hits using the zoom and camera angle 
features.
After running a simulation, geometry files can be saved in a variety of file formats. 
These files can be visualised with the aid of several graphics systems supported by 
GEANT4, each of which offers complementary advantages.
O penG L: A popular software interface found in Windows and Linux platforms for
volume visualisation in both 2D and 3D. It enables direct visualization from GEANT4, 
so it could be used in real time for demonstration.
DAW N: The Fukui Renderer DAWN (Drawer for Academic WritiNgs) allows ren­
dering of 3D geometrical data for visualisation. It provides high drawing details for 
complex geometries and it allows re-visualisation of the geometry without running 
GEANT4. Furthermore, this visualisation driver serves as input for additional pro­
grams such as DAVID (DAWN-based Visual Volume Intersection Debugger), for de­
tecting overlapping volumes or DAWNGUT, which allows a planar cut of the geometry 
for the visualisation of internal structure in complex geometries.
V RM L: The Virtual Reality Modeling Language (VRML) is a modeling language
for interactive graphics which allows visualisation of a geometry using an appropriate 
VRML viewer either at a local or a remote machine. Due to its high interactivity, a 
user could observe inside a volume or a particle shower making use of the zoom or by 
changing the camera angles.
R ayT racer: The visualisation driver RayTracer executes ray tracing visualisation
making use of the tracking routines of GEANT4. It is very useful as a debugging tool 
because the rendering process can be aborted in order to re-render the geometry from 
another angle of view.
In this work, DAWN and VRML drivers have been used to visualise the different 
geometries produced. Examples of each of the above visualisation drivers are illustrated 
in Figure 4.2.
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(a) OpenGL (b) DAWN
(c) VRML (d) RayTracer
Figure 4.2: Exemplar visualisations using the most common graphics
drivers available in GEANT4. (a), (b), (c) and (d) have been taken 
from [161], [143], [159] and [162] respectively.
4 .3 .5  P se u d o -r a n d o m  n u m b er  g en e r a to r s
By definition, a truly random number is an unpredictable number which must be pro­
duced by a random physical process, such as radioactive decay. Due to the difficulty 
to generate completely random numbers, pseudo-random numbers are commonly used 
in modern software packages for MC simulations in physics. Pseudo-random numbers 
are produced in a computer using a simple numerical algorithm, therefore they are not 
completely random.
The quality of the pseudo-random number generator (PRNG) used in MC simulations 
is pivotal in order to generate reliable representations of the physical imaging environ­
ment. It is not sufficient to only take into account the period of the PRNG cycle (after 
which the engine starts generating the same sequence of numbers) but also it needs to 
satisfy other properties such as the speed and the reproducibility [163].
GEANT4 takes advantage of the HepRandom module to produce pseudo-random num-
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bers using commonly used pseudo-random engines, such as RANMAR, RANECU or 
Mersenne Twister. The periods and the speeds (random numbers generated per second) 
of these PRNGs are shown in Table 4.1.
Table 4.1: Specifications for different pseudo-random number generators
taken from [163, 164].
G e n e r a t o r  P e r i o d  ( s )  S a m p l e s  p e r  s e c o n d ^
R A N M A R  2  x  10^ ^   ^ 1 1  x  10^
R A N E C U  2  X 10^ 8 7 9 y  1 0 ^
M e r s e n n e  T w i s t e r  ( M T 1 9 9 3 7 )  5  x  10^^^ 6 . 9  x  10®
For the work presented here, the multiplicative linear congruential generator RANECU 
has been used. Given an index, the random initialization is carried out using a couple 
of seeds taken from a seed table. The initial index of the seed table is defined by an 
integer which is set by the time (in seconds) when the simulation is run.
The RANEGU engine has a long period of 2 x 10^  ^particles [163] , being sufficient for this 
work because the maximum number of particles anticipated for each MG experiment 
was 10^ ®. Furthermore, it provides reproducibility to the experiment, permitting easily 
to re-generate simulation data with knowledge of the initial seeds, while other PRNGs 
require a more complex representations of the initial state.
4 .3 .6  P h y s ic s  p r o c e sse s  in  G E A N T 4
In the MG version used in this work (GEANT4.9.3), GEANT4 combines the stan­
dard electromagnetic physics with a low energy cross section package. The low energy 
package has higher accuracy in modeling physical interaction for low energies (below 
IGeV). Furthermore, this package contains coherent scattering cross sections which are 
not included in the standard GEANT4 package of electromagnetic physics.
Two low energy packages are available for GEANT4.9.3: the electromagnetic Livermore 
physics cross sections [165, 166, 167], which has been used in this work, and the PENE­
LOPE (PENetration and Energy LOss of Positrons and Electrons) physics model [168]. 
Both libraries have shown very good agreement with other databases [169, 170, 171]. 
However the PENELOPE model does not include atomic form factors at low energies 
for the coherent scattering [171]. This problem has been resolved from version GEANT4 
9.4, where new set of PENELOPE models has been made available. These new models 
are based on the version 2008 of Penelope, rather than version 2001 previously available.
Once the geometry is defined and the physics list is built, particles are fired individually. 
The behaviour of an X-ray photon of energy E  is simulated as follows.
Firstly, GEANT4 calculates the cross sections for each process independently (photo­
electric, coherent scattering,...), cr{E), based on the aforementioned physics models. 
These data are originally stored at a discrete number of energies. Intermediate values 
of the cross sections a for energy E  are interpolated using Equation 4.9:
Tntel Core 2 Quad CPU Q6600 at 2.40 CHz
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, f logiai)logi%) +  log{a2)log(^)
log{<r(E)) = -----------------^ . (4-9)
where E\  and E 2 represent the closest lower and ■ higher energies to E.  The corre­
sponding cross sections for the lower and higher energies are denoted as ctj and 0 2  
respectively. For the absorption edges (K, L, etc.), the upper and lower values are 
calculated.
Then, the interaction point is determined. Equation 2.15 illustrates the number of 
atoms per unit volume (N^) for an element. In case of a compound material, the 
number of atoms per unit volume for the i^  ^ element of the compound is given by:
= ' : (4.10)
where N a is the Avogadro’s number, p is the density of the material, and Wi and Ai 
represent the mass fraction and atomic weight of the i*^  element respectively.
The distance travels by a photon is characterised by the mean free path A, or interaction 
length. For a given process (photoelectric, coherent or incoherent scattering), A can be 
calculated for all the elements of the material, i, as follows:
where a{Z,E)  corresponds to the cross section per atom of the process. Then, the 
probability of a photon to survive a distance I is
where n \  corresponds to:
n \
Jo i i y
If n \  is a random variable illustrating the number of mean free paths which a photon 
travels from a given point until the next interaction, the CDF of is 1 — for 
n \  > 0. Using the ’direct sampling method’ previously described and the fact that 
( 1  — r) is as random as the random number r  in the range (0 ,1 ), then n \  can be 
sampled as: ,
n \  = —In f, ' (4.14)
which represents the equation used in GEANT4 to calculate the point of interaction 
in a given material. Once this is calculated for all the possible processes, the type of
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interaction to occur at this point (photoelectric, coherent or incoherent scattering) is 
sampled based of their probabilities, which are proportional to the cross sections.
After having calculated the interaction point and the type of interaction, the param­
eters of the final product (new energy, scattering angle, secondary particles, etc.) are 
calculated according to the physical properties of that specific interaction as explained 
in Section 2.2.
For example, in coherent scattering, cos9 is sampled from the product of the diflFer- 
ential cross section for Rayleigh scattering and the squared form factors developed by 
Hubbell [172, 173] as described in Equation 2.6. In the case of incoherent scattering, 
the scattering angle 6 is sampled using the rejection sampling from the product of 
the Klein-Nishina formula and the scatter functions from Hubbell [35] as explained in 
Equation 2.12, whereas the scattered photon energy is calculated from Equation 2.8. 
Figure 2.9 and 2 . 1 1  illustrate samples of scattering angles for coherent and incoherent 
scattering calculated from MC simulations.
After the final state of a process is sampled, new steps are calculated as previously 
described: interaction point, type of interaction, final product parameters. This process 
is repeated until the particle loses all its energy (or reaches the user-defined threshold) 
or it leaves the system.
4 .3 .7  X -ra y  p h o to n  g e n e r a tio n  a n d  tra ck in g
In the MC simulations performed in this work, both monoenergetic and polyenergetic 
X-ray beams have been used depending on the purpose of the MC experiment. The 
polyenergetic X-ray energy spectra have been generated using the probability distribu­
tion of the photons from the raw energy spectra developed by Boone et al. [40]. Then, 
this is attenuated mathematically by the different filters and windows observed in the 
X-ray tube (Section 2.4.1) using Beer-Lambert’s law. Furthermore, in order to simulate 
the energy spectrum more accurately for a given commercial mammography unit, HVL 
has been matched by attenuating the X-ray energy spectrum with aluminium until the 
required HVL is matched.
Once the X-ray energy spectrum is created, this is loaded in GEANT4, one bin at a 
time, where the upper limit of each bin and its weight are defined. The energy of a given 
photon is selected randomly within a bin, whereas the bin is chosen using the previously 
defined weights. The energy spectrum is inserted in the geometry depending on the 
shape of the beam to be simulated. Photon showers, pencil beams and cone beams have 
been used. The latter was most frequently used in this work, where the X-ray photons 
emerge from an infinitesimal point located at a specified distance above the chest wall 
side of the image receptor. The beam is collimated to cover the image receptor entirely 
as found in real systems. GEANT4 makes use of the random numbers generated to 
sample the momentum vector of each of the particles generated, ensuring that the X- 
ray photon fiux is uniformly distributed in the beam. The pencil beam corresponds to 
a narrow photon beam whereas for the photon shower, parallel beams are generated 
to cover the entire image receptor area. Furthermore, instead of a infinitesimal point 
source, GEANT4 allows insertion of the energy spectra in the simulation using finite
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focal spots such as a sphere or a square to realistically simulate the aperture found in 
physical X-ray tubes. However, this has not been included in this work. Moreover, as 
the interactions of the electrons with the anode within the X-ray tube are not modelled, 
the heel effect is not simulated.
In mammographie units, the distance from the X-ray source to the detector can vary 
from manufacturer to manufacturer. However, typical values go from 650mm to 700mm. 
Examples of energy spectra used in this work are 28kV Mo/Mo, 40kV W /Al or 29kV 
Mo/Rli anode/filter combinations.
Different configurations have been used in the set-up according to the system and 
imrpose of study as will be explained in the following chapters. Figure 4.3 illustrates 
two simulations in GEANT4. Figure 4.3(a) presents a square phantom in blue with an 
object of of higher density in red. In Figure 4.3(b), a semicircular breast phantom is 
shown in blue. In both cases, a set of X-ray photons travelling in the media can be 
observed in green.
(a) (b)
Figure 4.3: Snapshots of simple GFANT4 simulations. In (a), a square 
phantom with a high density target (in red) is imaged and a semicircular 
breast phantom is used in (b).
Figure 4.4 shows the flowchart during the X-ray photon life. Once an X-ray photon 
is inserted from X-ray tube, this is tracked until it is completely absorbed or it leaves 
the system. During its passage through the geometry, a photon is considered part of 
the primary beam (indicated as Flg= 0  in Figure 4.4) unless it undergoes a (coherent 
or incoherent) scatter interaction in any of the layers above the detector, in which case 
the photon is tagged as scatter (illustrated in Figure 4.4 as Flg=l).
When a photon reaches the image receptor, only incoherent and photoelectric absorp­
tion within the detector deposited energy. This energy deposited in the detector and
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its spatial location are stored and used to create the accumulated primary and scat­
ter image after the simulation. If an X-ray fluorescent photon is generated after an 
interaction, the process starts again, but in this case, ’Fig’ is not initialised to 0.
X-ray photon I First X-ray photon 
I p  1 Fig = 0
■^^■^nteraction^J^
Flg = l
I Detector Where?
RE.
Coh.1 Incoh.l I RE.
Fig = 1
Fig?
SCATTER me 
E & PosWon
PRIMARY tile 
E & Posmon
Yes X-ray
[uoresœri]
No
Figure 4.4: Flowchart of the photon’s tracking during the simulations.
Three different interactions are taken into account: P.E.(photoelectric ef­
fect), coherent and incoherent scattering. The entire process is explained 
in the text. Note that Fig is set to 0 only when an X-ray photon leaves the 
focal spot.
4.4 U ncertainties associated w ith  M onte Carlo results
An important parameter to bear in mind when running MC simulations is the statistical 
uncertainty associated with the results. The MC uncertainties refer to the precision 
of the results, not to their accuracy. In other words, the uncertainties estimate the 
deviation of the MC results from their average value but not from the true value. The 
true value of the simulation is achieved by good modelling of the physics interactions 
and the experiment geometry.
The calculation of this MC error is crucial to initially design an experiment because 
it helps, for example, to optimize the number of particles to be simulated. If ignored, 
then a larger than needed number of simulated particles leads to a lengthy simulation
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time. For this reason, the statistical fluctuations associated with the MC simulations 
have been calculated for the different experiments studied along this work.
In order to fully understand this section, it is necessary to clarify the relation between 
experiments, simulations and number of particles used in this work. A MC experiment 
represents a given scenario where N  separate MC simulations are used often in parallel 
processing on different machines. Each of the N  simulation is run using n  particles, 
hence the total number of particles simulated for a MC experiment are X  x n. For ex­
ample, an experiment could correspond to the scatter study for a given breast phantom 
using the geometry and technical speciflcations from a commercial mammography unit. 
In general, the number of MC simulations used for each experiment is ten {N = 10), 
each of which contains 1 0  ^X-ray photons. Consequently, the total number of particles 
simulated is 1 0 °^.
Due to the random behaviour of the X-ray photon interactions and their independence 
between them, the uncertainties associated with the MC results are controlled by a 
Poisson distribution. However, this distribution will be approximated to a Gaussian as 
the number of photons get larger.
For this work, the standard error of the mean (SEM) between the different simulations 
results has used to specify the statistical uncertainty. After running #  simulations, an 
estimate of the standard deviation <j{x,y) of the energy deposited gi{x,y) within the 
image receptor is calculated for each pixel {x.,y) as shown in Equation 4.15:
(r{x,y) -
1 ^  / _ \ 2
-  g(x,y)j  , (4.15)
i = l
where the mean energy deposited g{x, y) is represented as
N
g{x,y) = ^ ^ g i { x ^ y ) -  (4.i6)
i = l
<j{x,y) is computed independently for the primary and scattered X-ray photons as well 
as for the SPR. Once the standard deviation (r{x,y) is known, the SEM of the primary, 
scatter and SPR images are calculated using
SE M (x ,y )  = d ^ :  (4.17)
The principal aim of this work is to accurately predict scattered radiation as part of 
a larger mammography simulation framework, where real mammography systems will 
be simulated. An acceptable mammographie image (primary plus scatter) contains a 
maximum relative noise of approximately 2.5% per pixel size of 100/rm (DR system) 
for a typical exposure level using an uniform phantom [174]. Thus the statistical un­
certainties associated with the MC simulations should be small enough compared to 
the aforementioned noise. Therefore, the maximum uncertainty associated with MC 
simulations observed in the main experiments of this work (Chapter 6 ) should not be 
greater than 0.25% when replicating a realistic mammographie system.
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4 .4 .1  S im p le  u n c e r ta in ty  r e d u c tio n  tec h n iq u es  for M C  re su lts
In order to reduce the statistical uncertainties associated to the results from the MC 
simulations, several techniques have been studied. The uncertainty reduction tech­
niques studied include (a) increasing the number of simulations N,  and thus total num­
ber of particles n, (b) using a large pixel size in the image receptor, and (c) smoothing 
the image using a spatial filter. The aforementioned techniques cannot only be applied 
independently but also combined for optimal performance.
In c r e m e n t  o f  n u m b e r  o f  s im u la te d  p a r tic le s :  An increase in the number of
particles, or MC simulations TV, is expected to smooth the distribution of the estimates 
from the true result. Figure 4.5 illustrates the reduction of cr in scattered energy 
deposited as the number of particles simulated increases. As observed, this reduction 
is in line with the theory, where the error is reduced by l / \ /n ,  where n is the number 
of particles simulated.
The setup of this experiment is explained in [175]. The system geometry corresponds 
to Hologic Selenia, where a D-shape breast phantom, similar to the one shown in 
Figure 4.3(b), was inserted in the simulations. The semi-circular phantom has a radius 
of 80mm and a height 60mm. Its glandularity was 2 0 .8 % and it was imaged using an 
energy spectrum of 34kVp W /Al (HVL — 0.655mm).
The cr was calculated within a lOmm^ region of interest (ROI) located at 40mm from 
the chest wall. The number of simulations was fixed to 10 (N=10), whereas the number 
of photons used per simulation was 1 0 ,^ 1 0 ,^ 1 0 ® and 1 0 .^
— Theoretical error 
• Calculated error
0.8
■D 0 .6
o 0.4
0.2
No. of photons per simulation
Figure 4.5: Black dots illustrate the calculated normalised standard de­
viation (a) as the number of photons per simulation is increased. This is 
compared with the theoretical reduction (blue curve) : 1 / y ^ .
In c r e a se  o f  p ix e l  s ize : An increase of the pixel size at the image receptor will
increase the number of particles hits per pixel. This will lead to a decrease in the in 
the standard deviation (at the expense of spatial resolution), which reduces the SEM
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at the same time as illustrated in Equation 4.17. However, as the scattered radiation 
varies slowly with position, this can be average using a large pixel size.
S m ooth ing  spatia l filters: Linear and non-linear smoothing filters represent very
common techniques in image processing for noise reduction [135].
Although the linear averaging filters reduce the sharp transition in the pixels corre­
sponding to the random noise, the median filter is superior in preserving the features 
in the image [135]. Furthermore, the non-linear median filter is very effective in the 
presence of impulse noise, also known as salt and pepper noise. For these reasons, the 
latter filter has been used here to reduce the statistical fluctuations produced from MC 
simulations while preserving the principal characteristics of the image.
The median filter calculates, for each pixel, the median pixel value of the pixel itself
and the ((A: x A:)-l) neighborhood pixels, where the index k corresponds to the size of 
the median filter kernel. Then, the evaluated pixel valtie is substituted by this new 
value. For optimal performance, the index k of the median filter should be an odd 
number.
4 .4 .2  E x a m p le  o f  s ta t is t ic a l  error r e d u c tio n
To fully comprehend the MC statistical errors as well as observe the variance reduction 
properties of the aforementioned techniques, results from a set of exemplar MC simula­
tions using a realistic mammography geometry have been analysed in this section. For 
this experiment, a 9.3cm thick anthropomorphic breast phantom (see Figure 2.16(c)) 
with a glandularity of 9.6% has been imaged from an angle of 25° as illustrated in Fig­
ure 4.6(a). Each experiment has been simulated N  times using 10® particles each. This 
specific phantom has been chosen because it represents the thickest breast phantom 
which has been used in this work and therefore, it will produce the noisiest images. 
Furthermore, the angle 25° angle will increase the path traverses by the X-ray photons,
which increases the photon path through the phantom even more.
The SEM has been calculated as explained on Equation 4.17 in a pixel by pixel basis 
as illustrated in Figure 4.6(b). This represents the SEM for ten simulations {N — 10) 
of the scatter {SEMs)  using the aforementioned breast phantom at 25°. In this case, 
error reduction techniques have not been applied yet.
Table 4.2 illustrates the average S E M s  for the 20x20 pixels ROI within the breast 
phantom shadow illustrated in Figure 4.6(b) after making several changes (pixel size 
or number of simulated particles) in the MC experiments.
When increasing the number of particles, or number of simulations N,  the SEM is 
reduced as described previously in Section 4.4.1. As it can be observed in the first and 
second row of Table 4.2, the error decreases by when the number of particles is 
doubled.
The last two rows in the table represent the SEMs’ when increasing the pixel size. Thus 
comparing rows 1, 3 and 4, it is observed that the SEM is reduced by half every time 
the pixel size is doubled,
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Figure 4.6: (a) represents the diagram of the MC simulations used for
calculating the MC statistical errors. Despite only results for (j)=2b° are 
shown here, the 0° projection angle is shown for reference. In (b), the 
SEM map (in %) of the scatter have been calculated pixel by pixel using a 
0.5mm^ pixel area for 25°. The white square represents the ROI within the 
breast phantom used to calculate the average SEM value given in table 4.2, 
whereas the white contonr corresponds to the outline of the projected breast 
phantom.
Table 4.2: Geometry used to study the statistical error associated to MC 
simulations.
Pixel size (mm) Image dimension (pixels) 4> (degree) N SEMs{%)
0.5 480 X 681 2525
10
20
4.0
2.8
240 X 340 25 10 2.0
1 2 0  X 170 25 10 1.0
Despite increasing both the pixel size and number of particles, the S E M s  is greater 
than the 0.25% target. Thus the influence of median filter’s size has also been studied.
Figure 4.7 illustrates the S E M s  maps for the aforementioned geometry using ^=25°, 
pixel size of Imm^ and ten runs (A^ —1 0 ).
The average SEM vaines within each of the ROIs defined in Figure 4.7 are shown in 
Table 4.3. It is observed that the SEM is reduced when increasing the size of the 
k X k median filters. A kernel size of 7x7 pixels produces a mean SEM of 0.4%, 
which represents the proposed median filter size for smoothing the results from MC 
simulations. Bear in mind, that these errors represent the largest errors to be found
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(a) No smoothing (b) 3x3
(c) 5x5 (d) 7x7
Figure 4.7: S E M s  maps (in %) for a projection angle of 25°, pixel size 
of and ten runs {N=10). Several k x k median filters have been
analysed. The white square represents the ROI used to calculate the mean 
SEM value illustrated in Table 4.3, whereas the white contour corresponds 
to the outline of the projected breast phantom.
in this study, as the rest of the simulations use thinner breast phantoms and different 
X-ray spectra, where errors are smaller than the SEMs illustrated here.
Table 4.3: Mean SEM values for scatter within the ROI defined in Eig-
ure 4.7 for different kernel sizes.
Kernel size (pixels) SEMs{%)
1x1
3x3
5x5
7x7
2.0
0.9
0.5
0.4
Another option has been explored to achieve a larger statistical noise reduction, which 
is to apply the median filter several times. In order to avoid fluctuations in the image 
due to tissue structure, the above experiments have been repeated using the same breast 
phantom but it has been filled in with adipose tissue only. Thus only statistical noise 
from MC simnlations is observed. For this configuration, the average SEMs observed
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for the scatter images within the ROI (see Figure 4.7) are shown in Figure 4.8, where 
a 7x7 median filter has been applied to the images several times using a pixel size of
0.38j
0.36
0.34
è? 0.32
0.3
0.28
0.26
0.24 5 10 12
Number of iterations
20
Figure 4.8: Average SEMs measured within a lOxlOmm^ ROI in the middle 
of a 93mm thick homogeneous breast phantom for different median filter 
iterations.
The SEM is reduced when increasing the number of iterations. However after approx­
imately five iterations, the reduction in SEM is insignificant.
Finally, in order to make sure that the multiple applications of median filters are not 
over-filtering the image and crucial information is not lost, several profiles along the 
scatter image have been plotted as illustrated in Figure 4.9.
Noisy profiles corresponding to the non-smooth scatter image are observed in Figure 4.9. 
Those fluctuations are significantly reduced when applying the 7x7 median filter once. 
After median filtering twenty times, the resulted scatter image shows very smooth 
profiles which keep the original shape reducing the noise largely. Regarding the primary 
image, the median filter is not applied to make sure that internal breast structures are 
not lost. Moreover, this can be calculated analytically.
4.5 Validation o f sim ulations
Although GEANT4 has been widely validated in the literature [169, 171, 176] and it 
has been used elsewhere in the mammography field [78, 82, 129], an in-house validation 
against published and clinical data has been performed in order to provide confidence 
in the subsequent results.
4 .5 .1  C r o ss-se c tio n s  v a lid a tio n
The first validation exercise was to compare the total cross sections of GEANT4 and 
NIST-XCOM [26] for selected elements which are commonly found in breast tissue (see 
Table 2.2) and image receptors (see Table 2.3).
86 Chapter 4. Monte Carlo simulations of X-ray mammography
(a) Scatter image
x10
— No median filter 
— Median filter (x1) 
— Median Filter (x20)
3.5
^ 2.5
1.5
0.5, 600 700100 200
Distance (pixels) (pixelsize=0.5mm]
300 400 500
= .
(b) Horizontal profile
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(c) Vertical profile
Figure 4.9: (a) illustrates the scatter image (in keV) of the 93mm thick
breast phantom using a pixel size of 0.5mm^. The horizontal and vertical 
profiles highlighted in solid white lines are shown in (b) and (c) respectively 
for no median filter, one and twenty iterations using a 7x7 median filter.
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Both cross section libraries have been compared for discrete energies below 50keV, 
which corresponds to the maximum energy used in mammography. The cross section 
values from NIST-XCOM have been obtained from the online database whereas the 
GEANT4 cross section has been calculated using the Livermore package described in 
Section 4.3.6. The intermediate values have been interpolated as explained in Equa­
tion 4.9.
The average difference between both cross section libraries for the different elements 
studied was 0.06%. However, larger errors were observed for energies below lOkeV or 
near the absorption edges, where the cross sections change rapidly. Furthermore, as 
described by several other authors [169, 171, 176], there exists large discrepancies in 
the coherent scattering for low energies between NIST and the low energy package used 
here (Livermore data). Cirrone et al. [171] describes that the discrepancies for coherent 
scattering between the libraries are due to the use of different form factors. NIST uses 
relativistic Hartree-Fock atomic form factors whereas GEANT4 employs Hubbel’s form 
factors [172].
A first example of the cross section validation process undertaken in this work is il­
lustrated in Figure 4.10. The total photoelectric, incoherent and coherent scattering 
cross sections are shown for carbon (C) when using the data from GFANT4 and NIST- 
XCOM. Note that for energies below 20keV there is higher probability of a photoelectric 
interaction for particles, while energies above 20keV, incoherent interactions are more 
likely to happen.
° Geant4 
— NIST-XCOMPhotoelectric
(\j
Coherent
Incoherent
Photon energy (keV)
Figure 4.10: Comparison between GFANT4 cross sections (blue squares) 
and NIST-XCOM cross sections (red circles) for carbon. Incoherent, coher­
ent and photoelectric physical interactions are shown for an energy range 
from IkeV to 50 keV.
For a more quantitative analysis of the data, the cross sections for C are tabulated in Ta­
ble 4.4, where less than 1.5% of difference is observed within the mammography energy
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range (10-50keV). Note that for lower energies, the discrepancies in coherent scattering 
are larger as already mentioned. However, coherent scattering is not important for the 
energies below lOkeV where the interactions are dominated by the photoelectric effect.
Table 4.4: Quantitative comparison between incoherent, coherent and pho­
toelectric cross sections for carbon measured from GEANT4 and NIST- 
XCOM for an energy range between IkeV to 50keV. Note that the largest 
discrepancies are highlighted in red.
Incoherent Coherent Photoelectric
Energy
(keV)
GEANT4
(cm^/g)
NIST-XCOM
(cm2/g)
Difference
(%)
GEANT4
(em2/g)
NIST-XCOM
(cm2/g)
Difference
(%)
CEANT4
(cm2/g)
NIST-XCOM
(cm2/g)
Difference
(%)
1 1.26x10-^ 1.26x10-2 0.4 1.23x10" 1.08x10° 14.0 2.21x10" 2.21x10" 0.1
1.5 2.50x10-2 2.51x10-2 0.2 1.05x10° 9.59x10-' ' 10.0 6.99x102 6.99x102 0.0
2 3.87x10-2 3.86x10-2 0.3 8.94x10-' 8.32x10-' 7.4 3.01x102 3.02x102 0.2
3 6.40x10-2 6.41x10-2 0.1 6.43x10-' 6.13x10-' 5.0 8.95x10' 8.96x10' 0.1
4 8.46x10-2 8.45x10-2 0.2 4.77x10-' 4.60x10-' 3.8 3.72x10' 3.72x10' 0.0
5 9.97x10-2 9.95x10-2 0.2 3.70x10-' 3.59x10-' 3.1 , 1.86x10' 1.87x10' 0.3
6 11.0x10-2 11.04x10-2 0.3 2.99x10-' 2.92x10-' 2.5 1.05x10' 1.05x10' 0.3
8 12.5x10-2 12.52x10-2 0.4 2.14x10-' 2.10x10-' 1.8 4.24x10° 4.24x10° 0.0
10 13.6x10-2 13.52x10-2 0.4 1.64x10-' 1.62x10-' 1.4 2.08x10° 2.08x10° 0.2
15 15.1x10-2 15.10x10-2 0.1 9.87x10-2 9.79x10-2 0.9 5.58x10-' 5.59x10-' 0.2
20 16.0x10-2 15.95x10-2 0.0 6.51x10-2 6.48x10-2 0.5 2.17x10-' 2.18x10-' 0.3
30 16.5x10-2 16.55x10-2 0.3 3.38x10-2 3.36x10-2 0.5 5.70x10-2 5.71x10-2 0.2
40 16.5x10-2 16.53x10-2 0.2 2.05x10-2 2.05x10-2 0.1 2.19x10-2 2.19x10-2 0.0
50 16.3x10-2 16.30x10-2 0.0 1.37x10-2 1.37x10-2 0.2 1.04x10-2 1.04x10-2 0.1
A second example of cross section comparison is shown in Table 4.5 for Cs which has 
higher Z number than the previously calculated C. In this case, large discrepancies were 
found in all energies studied for coherent scattering as the discrepancies in the form 
factors are larger for higher Z materials. Furthermore, large errors are also observed 
for photoelectric effect near the absorption edges as previously discussed.
Apart from the above issues, which have been explained at the beginning of this section, 
the agreement between both cross sections was good. It is concluded then, that the MC 
toolkit used in this study can reliably reproduce the most common physics interactions 
in the mammography energy with sufficient accuracy.
4 .5 .2  V a lid a tio n  w ith  p u b lish e d  d a ta
Further to the cross section validation, the MC code has been macroscopically validated 
using mammography geometries described in prior published work. Three different 
experiments published by Boone et al. [61], using a cellular anti-scatter grid described 
by Rezentes et al. [58], have been simulated.
The cellular anti-scatter grid has been simulated in CEANT4 using the appropriate 
dimensions for each experiment. Its design consists of a rectangular box filled in with 
the septa material (e.g. copper). Then, a series of parallelepipeds (aligned with the focal 
spot) filled with the appropriate material (e.g. air) are placed within the rectangular 
box, simulating the interspace.
These publications were chosen because they shows results for a cellular anti-scatter 
grid design (Lorad M-III) and it will validate the methodology used to implement the
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Figure 4.11: Comparison between GEANT4 cross sections (blue squares) 
and NIST-XCOM cross sections (red circles) for cesium. Incoherent, coher­
ent and photoelectric physical interactions are shown for an energy range 
from IkeV to 50 keV.
Hologic Selenia Dimensions anti-scatter grid (also cellular) in future simulations. The 
dimensions and material of this grid are shown in Table 4.6.
For each experiment, five simulations using 10  ^ photons were used. The resulting 
images were median filtered using a 1 1 x 1 1  kernel and a pixel size of Imm^ was used. 
The SEM associated to each of the calculated metrics is shown in the results below. The 
MC setup used in these experiments is shown in Figure 4.3(b). A semicircular breast 
phantom with 10cm radius was used. The phantom composition was 50% adipose 
50% glandular breast tissue and neither compression paddle nor breast support were 
included in the simulations described by Boone et al. [61]. The specific configurations 
used for each experiment are summarised in Table 4.7.
For all the experiments, the GIF and BF were calculated using methodology explained 
in Section 2.4.5. The primary plus scatter image (P+S) and the SPR were calculated 
with (G) and without (NG) the anti-scatter grid in a 50x90 pixels ROI (see red square 
in Figure 4.12(a)) using a pixel size of 1mm?.
The primary, scatter and SPR images recorded for Experiment I with and without the 
anti-scatter grid are shown in Eigure 4.12.
The results from experiments I, II and III are shown in Tables 4.8, 4.9 and 4.10 
respectively. Overall, it has been found less than 3% discrepancy in GIF and BF with 
Boone et al. data [61], the error being attributed to different HVL values employed 
as the author (J.M. Boone) did not specified them in his paper. Furthermore, both 
the statistical uncertainties and cross sections of his MG results are not described in 
the paper. Results from experiment II shows a discrepancy of up to approximately 8 %
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Table 4.5: Quantitative comparison between incoherent, coherent and pho­
toelectric cross sections for cesium measured from GEANT4 and NIST- 
XGOM for an energy range between IkeV to 50keV. Note that the largest 
discrepancies are highlighted in red.
Incoherent Coherent Photoelectric
Energy
(kcV)
GEANT4
(cm^/g)
NIST-XCOM
(cm2/g)
Difference
(%)
GEANT4
(cm2/g)
NIST-XCOM
(cm2/g)
Difference
(%)
GEANT4
(cm^/g)
NIST-XCOM
(cm2/g)
Difference
(%)
1 5.89x10-^ 5.88x10-3 0.1 5.73x10" 8.55x10° 33.0 9.45x10° 9.36x10° 1.0
1.032 6.13x10-^ 6.13x10-3 0.0 5.76x10° 8.52x10° 32.5 8.83x10° 8.76x10° 0.8
1.065 6.39x10-^ 6.39x10-3 , 0.1 6.07x10° 8.49x10° 28.5 8.51x10° 8.21x10° 3.7
1.065 6.39x10-^ 6.39x10-3 0.1 6.07x10° 8.49x10° 28.5 8.51x10° 8.68x10° 2.0
1.139 6.97x10-^ 6.93x10-3 .0.1 6.44x10° 8.42x10° 23.5 7.59x10° 7.56x10° 0.5
1.217 7.59x10-3 7.59x10-3 0.1 6.71x10° 8.35x10° 19.6 6.87x10° 6.58x10° ■ 4.5
1.217 7.59x10-3 7.59x10-3 0.1 5.71x10° 8.35x10° 19.6 6.87x10° 6.88x10° 0.1
1.5 9.88x10-3 9.86x10-3 0.1 7.11x10° 8.07x10° 11.9 4.33x10° 4.33x10° 0.1
2 1.40x10-2 1.40x10-2 0.2 6.78x10° 7.58x10° 10.5 2.22x10° 2.22x10° 0.0
3 2.21x10-2 2.20x10-2 0.2 5.59x10° 6.59x10° 15.2 8.25x10^ 8.25x102 0.0
4 2.95x10-2 2.94x10-2 0.3 4.40x10° 5.75x10° 23.5 3.99x102 4.00x102 0.1
5 3.60x10-2 3.58x10-2 0.4 2.48x10° 5.04x10° 50.8 2.25x102 2.25x102 0.1
5.012 3.60x10-2 3.59x10-2 0.4 2.50x10° 5.03x10° 50.4 6.66x102 2.24x102 197.5
5.012 3.60x10-2 3.59x10-2 0.4 2.50x10° 5.03x10° 50.4 6.66x102 6.63x102 0.6
5.183 3.70x10-2 3.69x10-2 0.3 2.99x10° 4.92x10° 39.1 6.14x102 6.09x102 0.8
5.359 3.80x10-2 3.79x10-2 0.2 3.02x10° 4.82x10° 37.4 5.63x102 5.60x102 0.6
5.359 3.80x10-2 3.79x10-2 0.2 3.02x10° 4.82x10° 37.4 5.63x102 7.64x102 26.4
5.534 3.89x10-2 3.89x10-2 0.2 3.39x10° 4.72x10° 2&2 7.09x102 7.05x102 0.6
5.714 3.99x10-2 3.99x10-2 0.2 3.54x10° 4.62x10° 23.4 7.52x102 6.51x102 15.5
5.714 3.99x10-2 3.99x10-2 0.2 3.54x10° 4.62x10° 23.4 7.52x102 7.50x102 0.3
6 4.15x10-2 4.14x10-2 0.3 3.88x10° 4.46x10° 13.0 6.66x102 6.67x1Q2 0.1
8 5.11x10-2 5.08x10-2 0.6 3.60x10° 3.55x10° 1.5 3.17x102 3.18x102 0.2
10 5.93x10-2 5.89x10-2 0.6 2.97x10° 2.89x10° 3.0 1.76x102 1.76x102 0.1
15 7.51x10-2 7.46x10-2 0.6 1.91x10° 1.90x10° ^ 0.8 5.90xl0i 5.91x10^ 0.1
20 8.59x10-2 8.52x10-2 0.8 1.32x10° 1.36x10° 2.6 2.67x101 2.68x101 0.1
30 9.83x10-2 9.76x10-2 0.8 6.95x10-1 7.79x10-1 10.8 8.62x10° 8.63x10° 0.1
3548 1.03x10-1 1.02x10-1 0.7 4.17x10-1 5.95x10-1 29.9 5.16x10° 5.17x10° 0.1
35.98 1.03x10-1 1.02x10-1 0.7 4.17x10-1 5.95x10-1 29.9 5.16x10° 3.07x101 8&2
40 1.05x10-1 1.04x10-1 0.9 4.65x10-1 5.07x10-1 8.3 2.33x101 2.32x101 0.6
50 1.09x10-1 1.08x10-1 1.0 3.58x10-1 3.61x10-1 0.8 1.29x101 1.29x101 0.2
Table 4.6: Specifications of Lorad M-III cellular grid described by Rezentes 
et ah [58].
Grid
type
Grid
ratio(h/D)
Interspace
material
Septa
material
Septa 
height (h)
Septa 
thickness (d)
Interspace 
thickness (D)
Cellular 3.8 Air Copper 2.4mm 0.03mm 0.64mm
Table 4.7: Configuration used for each experiment described by Boone et 
al. [61].
Experiment X-ray spectrum Breast thickness Detector (thickness/composition)
I 28kVp Mo/Mo 6 cm Kodak Min-R (46//m Cd2 0 2 S)
II 40kVp W/Al 6 cm Ideal detector
III 30kVp Mo/Mo 8 cm Kodak Min-R {AQpm Cd2 0 2 S)
in SPR values. It is not stated in the paper, but in the past, it has been found that 
this author (J.M. Boone) uses slightly different glandular and adipose tissue composi­
tion. This might show larger discrepancies for this case, where the maximum energy 
simulated was 40kVp.
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Figure 4.12; Images recorded within the image receptor for Experiment I. 
The first row corresponds to images with anti-scatter grid present, and the 
second row illustrates images without the anti-scatter grid. The red square 
shown in (a) represents the location of the ROI used to calculate GIF and 
BF.
The ROI used in this work to calculate the SPR is shown in Figure 4.12(a) (red square). 
It is unknown, where Boone et al. measured the SPR. This could also lead to discrep­
ancies, as SPR changes across the detector when the anti-scatter grid is not employed. 
Moreover, Boone et al. has not included the scatter originated in the anti-scatter grid, 
whereas in this work, scatter from all elements in the geometry (including anti-scatter 
grid) is simulated.
Table 4.8: Experiment I: SPR, GIF and BF values calculated from this
work and Boone et al. (2002) [61]. SEM associated to each calculation of 
this work is shown in brackets.
Boone et al. (2002) 
Grid No Grid
This work 
Grid No Grid
Difference 
Grid No Grid
SPR —  0.690 0.0749 (0.2%) 0.689 (0.1%) —  0.1%
GIF 1.54 1.57 (0.0%) 2.0%
BF 1.70 1.75 (0.1%) 3.0%
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Table 4.9: Experiment II: SPR, GIF and BF values calculated from this 
work and Boone et al. (2002) [61]. SEM associated to each calculation of 
this work is shown in brackets.
Boone et al. (2002) ' This work Difference
Grid No Grid Grid No Grid Grid No Grid
SPR =  0.660 0.135 (0.1%) 0.610 (0.0%) =  7.6%
GIF 1.44 1.42 (0.0%) 1.4%
BF 1.60 1.57 (0.0%) 2.0%
Table 4.10: Experiment III: SPR, GIF and BF values calculated from this 
work and Boone et al.(2 0 0 2 ) [61]. SEM associated to each calculation of 
this work is shown in brackets. -
Boone et al. (2002), This work Difference
Grid No Grid Grid No Grid Grid No Grid
SPR — 0.970 0.120 (0.4%) 0.920 (0.3%) =  5.2%
GIF 1.75 1.71 (0 .2 %) 2.3%
BF 1.95 1.93 (0.3%) 1.0%
4 .5 .3  V a lid a tio n  w ith  c lin ica l d a ta
The MC simulation code has also been validated with raw images acquired experimen­
tally in a commercial X-ray mammography systems.
A 4.5x5.5cm^ copper (Gu) sheet of 1 mm thickness was placed on top of a 5cm thick 
block of PMMA as shown in Figure 4.13(a). This was then imaged using a Hologic 
Selenia Dimensions system, which contains a High Transmission Cellular (HTC) anti­
scatter grid. This is the first assessment of the Hologic Selenia Dimensions HTG anti­
scatter grid to the authors knowledge. A snapshot of this experiment is illustrated in 
Figure 4.3(a).
The validation task consisted of comparing the contrast of the Gu sheet between the 
simulated and experimentally acquired raw images. The mean pixel values of an ROT 
within the Gu sheet image {Icu) and four ROIs in the the background (lb) as illustrated 
in Figure 4.13(b) were used to calculate the contrast (C) using Equation 4.18.
C = N l - k ï ,  (4,18)
' ' ■■ "
Ten simulations using 10® photons each were used and the energy spectrum was set 
to 37kVp Mo/Rh with and without the cellular anti-scatter grid included in this sys­
tem. Clinical images were taken using Hologic Selenia Dimensions mammography sys­
tem [177], thus the appropriate geometry information provided by the manufacturer 
was replicated in the simulations. The MC simulations recorded energy deposited in 
the detector. Despite the pixel values measured experimentally are proportional to the 
energy deposited, they have an offset value associated. This offset value was measured 
for this particular system to be 43.7 [178]. Therefore, a value of 43.7 was subtracted
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Figure 4.13: The raw image acquired experimentally for a 1 mm thick Cu 
sheet op top of a 50mm thick PMMA is shown in (a) with their dimensions. 
The corresponding simulated image is illustrated in (b). The red squares 
shown in (b) represent the ROIs used inside and outside of the Cu sheet 
to calculate the contrast. The chest wall (CW) is located at the bottom of 
the images.
from the the pixel values measured in the images before calculating the contrast in the 
experimental image. Due to the large ROIs used, the SEM associated to the contrast 
calculations were found to be less than 0 .1 %.
Table 4.11 shows the results comparing the contrast of the Cu sheet in experimental 
[Cexp] and simulated {Csim) images for grid and no grid imaging. 0.1% and 1.5% dif­
ferences were found between the contrast calculated for the experimental acquired and 
simulated images for the grid and no grid geometry respectively. These discrepancies 
may arise from thicknesses irregularities or impurities in the Cu sheet or variation in the 
PMMA density. However, a larger effect can come from the fact that the heel effect was
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not simulated in the MC simulations as thé X-ray tube exit was a infinitesimal point 
source, which might affect the contrast value. Furthermore, scatter interactions within 
the image receptor have not been included within the simulations. This fact might has 
underestimated the scattered radiation in the MC simulation and would have increased 
the contrast value in the simulated images.
Table 4.11: Contrast calculated for a Cu sheet acquired experimentally
(Cexp) and the contrast calculated in the corresponding simulated image 
( C s i m ) '
Energy Spectra Config. C e x p  C s im  Difference
Grid 0.992 0.991 0.1%
No Grid 0.757 0.769 1.5%
As described above, only one setup using a 1 mm Cu sheet was used to validate the MC 
simulations. However, it met the purpose of this experiment to compare experimental 
and simulated data under the same circumstances.
Although small discrepancies have been found when comparing results from this work 
against published and experimental data, it has been demonstrated the good perfor­
mance of the CEANT4 toolkit in mammographie experiments. Moreover, the cellular 
anti-scatter grid designed in CEANT4 has been shown good agreement with the real 
cellular anti-scatter grid. Therefore, it represents a suitable tool to use in this work.
4.6 Sum m ary and discussion
In this chapter, the importance of computer simulations in mammography, in particular 
MC simulations, has been discussed. They represent an invaluable tool to investigate 
physical parameters in depth, such as scattered radiation, which are difficult to measure 
using real physical systems.
The main features of the MC package used for this work, CEANT4, have been de­
scribed in Section 4.3 where special emphasis has been placed on the physics processes 
and pseudo-number random generations: key parameters for producing realistic re­
sults. Despite of accounting for all type of particle interactions, the kinetic energy of 
secondary particles, different to fluorescence photons, were locally absorbed. This was 
demonstrated in Chapter 2, where it was observed that electrons do not travel long 
distances in soft tissue or detector’s materials (see Figure 2.5), thus their energy is 
deposited locally in the MC simulations. This has enormously increased the efficiency 
of the simulations as no computational time is spent on calculating the probabilities 
for interactions and path lengths of these secondary particles.
The X-ray photon tracking ailong the simulation was also explained in this section for 
real systems, where only energy deposited within the image receptor due to incoherent 
scattering and photoelectric. effect are considered. This, however, is different when 
simulating an ideal detector, where all X-ray photons that reach the image receptor 
deposit all their kinetic energy at the point of entry.
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A procedure to discriminate between scattered and primary photons along the simula­
tion was also described. In general, the total scatter observed in the system is calculated 
by tagging an X-ray photon as scatter when coherent or incoherent scattering occurs. 
However, the contribution of scatter from individual volumes within the system, such 
as compression paddle or breast support, can be calculated if necessary. This represents 
one of the most powerful features for scatter calculation in MC simulations, where the 
source of scatter can be traced.
Regarding the X-ray photon generation, it was described that the X-ray beams are 
collimated attending to the purpose of the experiment. This can be inserted in the 
system using photon shower, pencil beam or cone beam geometries. Being the latter 
the most frequently used in this work. In this case, the X-ray photons can emerge from 
an infinitesimal point or from a finite focal spot (sphere or square). However, in this 
work, only infinitesimal points sources have been used.
The statistical errors associated to MC simulations were described. Different simple 
techniques (increase number of particles, median filters,...) were proposed to reduce 
those uncertainties. Furthermore, in Section 4.4.2 the error reduction was quantified 
for a given MC experiment.
In order to provide credibility to the results obtained from MC simulations, it is ex­
tremely important to validate the simulations with results from different sources. In 
this case, the validation started from the basic level of the cross-sections. Despite this 
stage having already been already validated in the literature, it provided a useful ex­
ercise to investigate the cross sections of different elements found in mammography 
scenarios as well as their X-ray absorption edges.
In addition, results from the MC simulations were compared with those produced by 
Boone et al. [61]. This particular publication was chosen for two reasons: firstly, to val­
idate the primary and scatter images recorded within the image receptor and secondly, 
to verify the design of a cellular anti-scatter grid employed in the MC simulations. The 
overall MC results agree with those found by Boone et al. [61]. However, small devi­
ation in the results were found in some cases as discussed above. In addition, pencil 
beam geometry used in MC simulations was validated against Sechopoulos et al. [82] 
as will be described in Section 6 .1.1.1.
Boone et al. [61] uses cellular grid parameters available from a Lorad M-IH system. 
As will be explained in the next chapter, cellular anti-scatter grid from Hologic Selenia 
will be modelled. Although this model employs a cellular grid as well, the dimensions 
are different. As published data regarding this specific model of anti-scatter grid was 
not found, MC results were validated with experimental data from a Hologic Selenia 
system, where images of a Cu sheet were acquired with and without an anti-scatter 
grid.
From the validation section, it was observed that the CEANT4 toolkit was suitable to 
model X-ray mammography systems. In the following chapter, MC simulations are used 
to estimate the scatter in X-ray mammography geometries using CDMAM phantoms.
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Chapter 5
Scatter calculations for CDM AM  
phantom s
The motive behind the work presented in this thesis is the accurate estimation of scatter 
fields in mammography and their use in image simulation frameworks. Image quality 
metrics, such as the SPR, noise or modulation transfer function (MTF) among oth­
ers, must be known to realistically model X-ray mammography systems when imaging 
breast phantoms or test objects.
Therefore, this chapter presents an example of application where MC simulation-based 
scattered radiation is used to generate a synthetic image of a CDMAM phantom. It 
reports on a study of a CDMAM image simulation framework previously developed 
by Yip et al. [18], and in particular, the inclusion of contrast degradation across an 
image using SPR values calculated from MC simulation. The MC technique has been 
implemented to model the scatter conditions when imaging the CDMAM phantom with 
several digital X-ray mammography systems which are commercially available.
Contrast-detail (CD) curves from experimentally acquired CDMAM images at different 
doses have been compared with simulated CDMAM images using uniform and MC- 
based scatter. Furthermore, the simulation of X-ray mammography systems with linear 
and cellular anti-scatter grids has also provided useful information to understand grid 
performance as well as the effects of scattered radiation in conventional 2D planar 
imaging.
The chapter starts with a brief description of the CDMAM image simulation framework. 
Then, the experimental (and MC) geometry of each of the studied X-ray mammography 
systems is specified as well as the SPR maps generated from MC simulations. The 
procedure for calculation of the contrast of the discs in the simulated CDMAM images 
is explained before the CD curves are shown. Finally, SPR profiles are compared for 
both linear and cellular anti-scatter grids.
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5.1 C D M A M  phantom
The CDMAM (Contrast Detail MAMmography) phantom is a CD test object widely 
used throughout Europe to assess the small lesion detection performance of both hlm- 
screen and digital mammography systems [179]. Furthermore, it is also recommended 
for use in the European Protocol for quality assurance in digital mammography. The 
CDMAM phantom is comprised of a matrix of cells within an aluminium base attached 
to a PMMA cover (see Figure 5.1). Each cell contains two identical gold discs; one 
is placed in the middle of the cell and the other is randomly located in one of the 
four quadrants of the cell as shown in Figure 5.2. The gold thickness and diameter of 
the discs decrease logarithmically with the rows and columns of the matrix from 2  to 
0.03/rru and from 2 to 0.06mm respectively.
-  — - -  . -       . . .  ^
R . ' '  '
Figure 5.1: Photograph of a CDMAM phantom v3.4.
After imaging the CDMAM phantom for a given system and parameters, i.e. energy 
spectrum or dose, the evaluation task requires an observer to read the CDMAM image. 
The reader has to locate the disc placed in one of the four quadrants of each cell row by 
row, starting from the cell with thickest gold disc and moving along the row towards 
the thinner discs [180]. Then, a score is given based on the threshold where the discs 
are not visible, i.e. wrong decision quadrant, providing a quantitative measure of the 
observer performance in detecting small calcifications for the given imaging parameters.
As discussed below, results from human observers suffer inter-observer variability, which 
might hide differences in the image quality between different systems [181, 182]. For this 
reason, automatic scoring of CDMAM is recommended [182, 183] using the CDCOM 
framework [184].
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Figure 5.2: Diagram of a CDMAM phantom’s cell. A disc is located in the 
middle of the cell (yellow disc), whereas an identical one is placed randomly 
in one of the four quadrants of the cell (N, S, E or W).
5.2 C D M A M  im age sim ulation framework
As mentioned above, the CDMAM phantom is used to assess the performance of a 
specific system and imaging conditions. However, undertaking CDMAM analysis in 
the wide variety of X-ray mammography systems available represents an expensive and 
very time-consuming task.
For this reason, realistic computer modelling of CDMAM images provides a substantial 
advantage. Yip et al. [18, 185] proposed an image simulation framework to calculate 
synthetic images as acquired under different imaging parameters. This is achieved by 
modelling the different image quality metrics (heel effect, noise, MTF, etc.). To validate 
their framework, they developed a CDMAM image simulation tool which produces 
synthetic CDMAM images.
In their previous work. Yip et al. [18] estimated the SPR using the contrast measured 
for the largest discs of each thickness disc (primary and scatter signal) and the contrast 
for the same discs calculated for only primary X-ray photons, using the Beer-Lambert’s 
law. Then, the SPR was averaged and assumed to be uniform across the entire CDMAM 
phantom.
However, their work has been modified here to build a more robust image simulation 
tool. In this work, SPR maps generated from MC simulations have been introduced in 
order to determine the contrast of each gold disc based on its position in the CDMAM 
phantom. Figure 5.3 shows the different steps of the CDMAM image framework used 
in this work, where modification to the original image simulation framework proposed 
in [18] is highlighted in gray. This new approach should provide a more accurate 
representation of the scatter image degradation process compared to the simple uniform 
offset approach which was assumed previously.
As observed in Figure 5.3, the CDMAM image simulation chain contains two main 
arms. First, a noise free image is generated. Pixels values are assigned to a high
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Figure 5.3: Flowchart of the CDMAMimage simulation tool. Modifications 
with respect to previous work [18] are highlighted in gray.
resolution binary CDMAM template according to the exposure to be simulated and a 
heel effect mask is applied. Discs are added to the CDMAM template using the SPR 
calculated from MC simulation in order to calculate the contrast for each disc as will 
be explained below. The image is then blurred with an MTF filter and resampled to 
the original pixel size of the system studied [186].
In the second part, a noise image is simulated using a Gaussian noise field and a noise 
filter calculated from the relevant Normalised Noise Power Spectrum (NNPS). This 
image is scaled according to an a-priori mean variance relationship for the detector on 
a pixel-by-pixel basis to the blurred image. The final image is obtained after adding the 
blurred image and the scaled noise image. Further information regarding this process 
can be found in [18, 185].
5.3 G eom etries of the experim ent
In this section, the geometries used to generate both the simulated and clinically ac­
quired CDMAM images are described. The same setup has been used in both cases.
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thus results from the simulated CDMAM images were compared with the experimen­
tally acquired CDMAM images for different doses as explained below.
5 .3 .1  M o n te  C arlo  s im u la tio n s
For the MC calculations, the typical experimental setup used for CDMAM imaging has 
been simulated, where three different commercial mammography systems have been 
modeled: Hologic Selenia Dimensions, GE Essential and a Siemens Mammomat 3000. 
For the Siemens system, the detector has been replaced with an Agfa computerised 
radiography (CR) plate.
The following components, from top to bottom, have been included in the MC setup 
according to the dimensions and materials provided from the manufacturer’s specifi­
cations: (i) compression paddle, (ii) CDMAM phantom with blocks of PMMA on top 
and bottom, (iii) breast support, (iv) anti-scatter grid with its cover on top and bottom 
and (v) image receptor with its top cover as well. The image receptor materials used 
in the simulations were selenium (Se), cesium iodine (Csl) and cesium bromide (CsBr) 
when simulating the Hologic, GE and Agfa image receptors respectively.
The CDMAM test object has been simulated using a 3mm thick PMMA layer and 
0.5mm thick aluminium layer according to the manufacturer’s specifications. However, 
the gold discs have not been explicitly included in the scatter simulations as their 
contribution to total scattered radiation is considered negligible. As in the physical 
clinical setup, two PMMA blocks of thickness 20mm each (40mm in total) were placed 
above and below of CDMAM, representing a total equivalent breast thickness of 45mm 
and 40% glandularity [44]. The X-ray tube was considered as an infinitesimal point 
source located 650mm above the centre of the chest wall edge of the detector.
A sagittal view of the GE Essential geometry is illustrated in Figure 5.4. The other 
systems have similar geometry but different dimensions as discussed below.
Plan view diagrams of the setups used for the three mammographie systems modelled 
are shown in Figure 5.5(a). The chest wall (CW) is located at position O and the 
outer area (1 ) represents the external dimensions of the system (detector, grid, breast 
support and compression paddle). (2) illustrates the position of the PMMA blocks 
placed above and below of CDMAM, whereas (3) and (4) shows the location of the 
PMMA and aluminium layers respectively used to simulate CDMAM phantom.
Note that GE Essential incorporates the largest detector (24x31cm^). For the Siemens 
Mammomat 3000, the detector dimensions are 18x24cm^, matching the dimensions of 
the PMMA blocks placed above and below the GDMAM phantom. Finally, the Hologic 
Selenia Dimensions has a detector size of 24x29cm^.
The energy spectra used for each of the X-ray mammography systems simulated are 
shown in Table 5.1. These have been simulated in MG using data calculated from 
Boone et al. [40] and adjusted mathematically with a specific aluminium filter thickness 
to match the HVL, which has been previously measured for each of the manufacturers. 
3 X 10^ ® X-ray photons have been used for each of the simulated systems.
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Figure 5.4: Cross-section of the set-up used in MC simulations for the GE 
Essential X-ray system with a compression paddle (i), CDMAM phantom 
(PMMA and aluminium layer) with two slabs of PMMA (ii), breast support 
(iii), anti-scatter grid (iv) and detector (v).
Table 5.1: Imaging setting used in the CDMAM experiments.
System Spectrum  (T arget/F ilter)
HVL 
(mm) Al
Tube current 
(mAs)
MOD [44] 
(mOy)
14 0.26
GE Essential R h /R h  @ 29kVp 0.42 28 0.52
57 1.06
61 0.84
Hologic Selenia Dimensions W /R h  @ SOkVp 0.45 122 1.68
245 3.37
Siemens M ammomat 3000/Agfa M o/R h @ 28kVp 0.41
40
80
160
0.84
1.68
3.35
5 .3 .2  C lin ica l s e tu p
Images acquired experimentally have been used as a ground truth to compare the 
synthetic CDMAM images from the aforementioned framework. The setup used in the 
clinical systems corresponds with the geometry described in the previous section for 
MC simulation. For each of the combinations studied, sixteen CDMAM images have 
been taken as suggested by Young et al. [182].
In addition, for each of the mammographie systems, CDMAM images have been ac-
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(a) GE Essential (b) Hologic Selenia Dimensions
(c) Siemens Mammomat 3000
Figure 5.5: Top diagram of the (a) GE, (b) Hologic and (c) Siemens system 
showing the dimension of each system (1 ), slab of PMMA above and below 
of CDMAM (2 ) and, (3) and (4) represents the PMMA and Aluminium 
layers that contains the CDMAM itself. The chest wall edge is located at 
position O. OA represents the profile perpendicular to the chest wall edge.
quired using three values of the mean glandular dose (MCD)^ [44] as listed in Table 5.1. 
The different doses have been acquired/ simulated because the original aim of the CD­
MAM image simulation framework was to create a reliable tool to study the effects of 
dose reduction on the system performance. However, in this work, this effects will not 
be discussed as the main purpose was to validate the use of MC scatter in the CDMAM 
framework.
5.4 S P R  map calculation
The SPR image was generated using an image receptor comprising Imm^ pixels under 
the assumption that the scatter distribution does not contain fine structures. Then, 
using this assumption that the scatter distribution is a slowly varying function, the
^The MOD was calculated for a breast thickness of 6cm with 50:50 adipose/glandular tissue.
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SPR image was median-filtered by an 1 1 x 1 1  pixel kernel, providing a smoother, less 
statistically noisy representation of the SPR distribution. The average MC statistical 
error associated to the SPR values was 0.5%.
After each simulation, scatter and primary photons have been recorded independently 
to estimate the SPR. Exemplar primary and scatter images recorded for the CE Es­
sential geometry are shown in Figure 5.6. For better understanding of the results, the 
outlines of the components of the CDMAM phantom, observed in Figure 5.5(a), have 
also been included within the images.
3.0e+05
2.5e+05
2.0e+05
1.5e+05
1.0e+05
5.0e+04
1 .Ge+04 
1.4e+04 
1.2e+04 
1.0e+04
8.0e+03
CW
(a) Primary image
6.0e+03
4.0e+03
2.0e+03
CW
(b) Scatter image
Figure 5.6: Exemplar images of the energy deposited by (a) primary and 
(b) scattered photons. Note that boundaries of the layers described in 
Figure 5.5(a) are outlined in red in all the images. CW corresponds to the 
chest wall. In both images, the energy deposited corresponds to keV.
The SPR map corresponding to the primary and scatter images using the CE geometry 
shown in Figure 5.6, is plotted in Figure 5.7 using a 2D and 3D surface plot. The latter 
view provides a clearer spatial distribution view of the SPR values across the entire 
detector’s area. Note that for this case, the SPR remains constant across most of the 
CDMAM area. However, an increase in SPR value is observed at the edges of the 
phantom. This phenomenon is discussed in more detail in Section 5.7.
Following similar procedures as explained for the CE Essential above, SPR maps for
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Figure 5.7: SPR map for the GE Essential system is shown for a 2 D image 
(a) and a 3D surface plot (b), where the outline of the CDMAM phantom 
has been superimposed.
the Hologic Selenia Dimensions and Siemens Mammomat 3000 systems have been gen­
erated. For these systems, only the 3D surface plots of the SPR maps have been 
illustrated as shown in Figure 5.8(a) and Figure 5.8(b) for Hologic and Siemens sys­
tems respectively. In Section 5.7, where the performance of anti-scatter grids is studied, 
profiles of the SPR parallel to the CW edge to nipple axis (OA profile in Figure 5.5) for 
the CE and Hologic systems are shown (Figure 5.16).
The average SPR values from MC calculated for each of the X-ray mammography 
systems simulated in this work are shown in Table 5.2. A region of interest (ROI) of 
100x100 pixels in the centre of the CDMAM phantom has been used for this purpose. 
The SPR values assumed in the previous CDMAM image simulation tool [185] are also 
given.
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Figure 5.8: SPR maps for the Hologic Selenia Dimensions and Siemens 
Mammomat 3000 with a CR Afga plate are illustrated in (a) and (b) re­
spectively. The outline of the CDMAM phantom has been superimposed 
in the images.
Table 5.2: Average and standard deviation of SPR from MC simulation
and empirical measurements from previous work [185] .
System SPR  from MC SPR  used by Yip et al. [185](averageAstandard deviation) (averageifcstandard deviation)
GE Essential 
Hologic Selenia Dimensions 
Siemens M ammomat 3000/Agfa
0.17A0.01
0.06±0.01
O .lS iO .O l
O .l l iO .O l
0.05±0.01
0.22±0.03
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5.5 Contrast disc calculation
Once the SPR maps were generated for each of the mammographie systems studied 
here, they were inserted in the CDMAM image simulation framework (see Figure 5.3) 
to calculate the contrast of the gold discs within the synthetic CDMAM image as 
described in Section 5.2.
In the methodology used in this work, the contrast of each disc within the synthetic 
CDMAM image was calculated using Equation 5.1, where Cobs{x,y) represents the 
contrast of a given disc observed at some particular location. Cp{x,y) is the relative 
contrast of this disc considering only primary X-ray photons passing through the CD­
MAM phantom and PMMA blocks. This is calculated with and without the gold disc 
of specific thickness using the well know Beer-Lambert’s law. The ^{x ,y )  represents 
the SPR value from MC simulations observed for the specific spatial coordinates where 
the disc is located within the CDMAM image.
+
(5.1)
5.6 C ontrast-detail analysis
Once the experimental CDMAM images had been acquired and the synthetic CDMAM 
images modelled, a CD analysis was undertaken.
The CD curves represent a common technique to evaluate the spatial and contrast 
resolution of an imaging system after irradiating a CD phantom [187]. Figure 5.9 
illustrates a schematic example of a CD curve, where different sizes of an object (x- 
axis) are plotted against the contrast of the object (y-axis). The black line represents 
the minimum contrast, i.e. threshold, where the objects are visible for each of the sizes 
studied.
cc
co
O
Object size
Figure 5.9; Example of a contrast-detail curve.
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In the case of the CD curves created for the CDMAM phantom, the minimum visible 
contrast of the gold discs was evaluated for the range of disc diameters contained within 
the phantom. Results have been evaluated for a series of MOD values as previously 
explained in Table 5.1. The average standard MOD value measured for every single 
clinical oblique views of 50-60mm thick breast is approximately 1.5 and 2.1mGy within 
the UK for direct digital radiography (DR) and CR systems respectively^ [188]. Thus 
combinations of similar, half, quarter or double standard doses have been studied for 
each of the mammography systems used here.
CDMAM images were originally scored by human observers. However, this task is very 
time consuming as several images have to be read and also, the results can vary from 
one reader to another. For this reason, automated scoring can reduce the subjectivity 
of the reader and it has been object of study in the last two decades [181,189, 183, 190].
In this work, automated scoring software for CDMAM images using the CDCOM frame­
work [184] has been used in both the simulated and experimentally acquired CDMAM 
images.
CDCOM (Department of Radiology, University Medical Center Nijmegen,The Nether­
lands) is a piece of software which reads CDMAM images and, based on a model of 
a synthetic observer, uses maximum contrast and minimum signal for detecting each 
disc position, and then estimates the sensitivity for disc detection (observation) within 
the CDMAM image over a range of disc diameters and thicknesses. The results from 
CDCOM are adapted to simulate the performance of a human observer as described by 
Young et al. [189]. For each of the configurations described here, sixteen real/simulated 
CDMAM images have been recorded/simulated for analysis using the CDCOM soft­
ware [182].
Automated scoring of sets of simulated images of the CDMAM phantom were compared 
to the scoring of real CDMAM images to validate the image simulation tool including 
scattered radiation derived from MC simulations.
A comparison of the CD curves from the experimentally acquired data, previous sim­
ulation data using globally uniform SPR and results from this work are shown in Fig­
ure 5.10 using the GE Essential system for 0.26, 0.52 and 1.06 mGy MGD, representing 
a standard dose, half and a quarter of the standard dose.
Due to the difficulty to visualise the difference between the different curves in a logarith­
mic scale, the ratios of the values for each disc diameter are illustrated in Figure 5.11.
The GD curves corresponding to the Hologic Selenia system are illustrated in Fig­
ure 5.12 for three different doses. In this case, ,0.84, 1.68 and 3.37 mGy MGD corre­
sponds to half dose, standard dose and twice the standard dose.
As shown for the GE system, ratios of the GD values have also been calculated for the 
Hologic system (Figure 5.13).
Finally, the resultant GD curves observed when simulating the Siemens Mammomat 
3000 using a GR Agfa plate for 0.84, 1.68 and 3.35 mGy MGD are presented in Fig­
ure 5.14.
^Note th a t the MGD values varies with imaging systems. These represent the average MGD values 
for a range of X-ray mammography systems.
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Figure 5.10: Contrast detail curves for the GE system for (a) 0.26, (b) 
0.52 and (c) 1.06 mGy MGD. Green solid lines illustrate contrast detail 
measured from experimental data. Red and blue lines represent contrast 
detail curves considering uniform scatter [18] and calculating SPR from MG 
simulations respectively. Error bars indicate 2 standard errors of the mean.
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Figure 5.11: Ratios of CD curves for the GE system shown in Figure 5.10. 
For each dose, the ratio between experimental and simulated using uniform 
scatter and experimental and simulated using MC scatter is illustrated. 
Error bars indicate 2 standard errors of the mean.
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Figure 5.12; Contrast detail curves for the Hologic system for (a) 0.84, (b) 
1.68 and (c) 3.37 mGy MGD. Green solid lines illustrate contrast detail 
measured from experimental data. Red and blue lines represent contrast 
detail curves considering uniform scatter [18] and calculating SPR from MC 
simulations respectively. Error bars indicate 2 standard errors of the mean.
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Figure 5.13: Ratios of CD curves for the Hologic system shown in Fig­
ure 5.12. For each dose, the ratio between experimental and simulated 
using uniform scatter and experimental and simulated using MC scatter is 
illustrated. Error bars indicate 2 standard errors of the mean.
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Figure 5.14: Contrast detail curves for the Siemens system for (a) 0.84, (b) 
1.68 and (c) 3.35 niGy MGD. Green solid lines illustrate contrast detail 
measured from experimental data. Red and blue lines represent contrast 
detail curves considering uniform scatter [18] and calculating SPR from MC 
simulations respectively. Error bars indicate 2 standard errors of the mean.
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Figure 5.15 shows the ratios calculated for the Siemens results.
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Figure 5.15: Ratios of CD curves for the Siemens system shown in Fig­
ure 5.14. For each dose, the ratio between experimental and simulated 
using uniform scatter and experimental and simulated using MC scatter is 
illustrated. Error bars indicate 2 standard errors of the mean.
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For each of the combinations of system and dose explored in this work, the average 
ratio has been calculated for all the disc diameters and it is illustrated in Table 5.15.
Table 5.3: Average and standard deviation values of the ratios for each of 
the system and dose combination shown in Figure 5.11, 5.13 and 5.15.
System MGD
(mGy)
MC scatter 
(aver.is t.dev .)
Uniform sca tter [18] 
(aver.4:st.dev.)
0.26 0.96±0.08 1.00440.12
GE Essential 0.52 1.06±0.09 1.004:0.10
1.06 0.924:0.13 0.944:0.08
0.84 0.904:0.22 0.944:0.23
Hologic Selenia Dimensions 1.68 1.164:0.23 1.06±0.12
3.37 1.124:0.15 0.974:0.08
0.84 1.044:0.16 0.994:0.17
Siemens M ammomat 3000/Agfa 1.68 1.024:0.21 . 1.024:0.17
3.35 0.974:0.12 1.014:0.14
Results from previous work [18] which assumes uniform SPR value and from this 
work [128], where the SPR is calculated from direct MC simulations, show an over­
all similar performance, where both of them are within the error bars of experimental 
data in most of the cases studied. Nevertheless, in some cases, large discrepancies are 
observed for the smallest disc diameters where the CDMAM image simulation frame­
work fails to accurately calculate the contrast. This experiments have illustrated two 
things: (1) SPR calculations from MC simulations can be used to model scattered 
distribution realistically in synthetic images and, (2) a constant value of SPR can be 
assumed in geometries similar to the ones studied here where anti-scatter grids are 
employed.
5.7 A nti-scatter grids perform ance
While analysing the CDMAM experiment, special attention has been paid to imple­
menting the design of the moving focused anti-scatter grids to match the specifications 
of particular manufacturer’s systems.
In order to model a moving anti-scatter grid during the MC simulations, this has been 
shifted several times along one axis for the case of linear grids or two axes in the 
case of the cellular grid, to cover a complete anti-scatter grid unit cell (septa width -f- 
interspace width). Moreover, the simulated anti-scatter grid was sufficiently large to 
cover the entire detector area after every shift.
The septa were positioned and perfectly angled so as to simulate a focused grid with 
the focal spot at a distance of 65cm from the edge of the detector. The cover layers 
situated above and below the anti-scatter grid have also been included in the MC 
geometry, simulating the scenario found in real systems. Note that when modelling the 
anti-scatter grid, this is perfectly aligned with the X-ray tube exit. However., this is not 
the case in real systems, as misalignment associated with the manufacturing process 
could be found, increasing the number of X-ray primary photons absorbed by the septa 
material within the anti-scatter grid.
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For the commercial manufacturers chosen for this work, both GE and Siemens use a 
linear anti-scatter grid with lead septa. Thus only GE has been analysed to study the 
behaviour of a typical linear anti-scatter grid. On the other hand, a High Transmission 
Gellular (HTG) grid is implemented within the Hologic system.
The main characteristics of the anti-scatter grids implemented for the GE, Siemens and 
Hologic systems are shown in Table 5.4.
Table 5.4: Anti-scatter grid configuration for Hologic Selenia Dimen­
sions [59], GE Essential and Siemens Mammomat 3000.
__________ System____________Grid type Grid ratio  (r) Septa m aterial
Hologic Selenia Cellular 4:1 Copper
GE Essential Linear 5:1 Lead
Siemens M ammomat 3000 Linear 4:1 Lead
As described in Section 2.4.5,. the grid ratio r  provides an idea of the reduction of 
scattered radiation from the anti-scatter grid. A large ratio implies greater scatter 
reduction, however, in screen-film, the dose applied to the patient increases in order to 
maintain blackening in the film.
This effect of scatter reduction can be observed when comparing the previously calcu­
lated SPR between the GE and Siemens system. GE’s (linear) anti-scatter grid has a 
larger grid ratio, so the resultant SPR average value (0.17) was lower than the average 
SPR value observed for Siemens (0.18), which has also a linear grid. However, it is dif­
ficult to define the performance of a given anti-scatter grid based on the results shown 
here, as they have been calculated using different energy spectra. On the other hand, 
it is not possible to directly compare the linear and cellular anti-scatter grids based on 
the grid ratio as they have different designs.
As mentioned in Section 3.5, cellular anti-scatter grids provide better scatter reduction 
compared to linear designs. To investigate and quantify this notion, SPR profiles, 
GIF and BF values have been compared for the linear (GE) and HTG (Hologic) anti­
scatter grid designs studied in the GDMAM geometry described in this chapter. As a 
reminder, the GDMAM phantom has been imaged using a 40mm thick PMMA block 
and the energy spectrum used for each system was described previously in Table 5.1.
Figure 5.16(a) shows the central profiles, parallel to the chest wall (GW) to nipple axis, 
of the SPR images corresponding to GE Essential and Hologic Selenia X-ray mammog­
raphy systems when the anti-scatter grid has been removed from the geometry^ Note 
that in both cases, the values of SPR are very similar. However, when the correspond­
ing anti-scatter grid is used, the SPR plot (see Figure 5.16(b)) shows smoother and 
reduced values when the HTG grid design is employed as expected.
GIF and BF, which have been previously described in Section 2.4.5, are two common 
metrics used to evaluate the performance of anti-scatter grids. They have been calcu­
lated in this section, as previously mentioned, to quantify the benefit (GIF) and penalty 
(BF) of each of the anti-scatter grid designs described here.
Results illustrated in Table 5.5 shows that the HTG anti-scatter grid (Hologic Selenia) 
has higher GIF than the linear grid (GE Essential). In other words, an improvement
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Figure 5.16: In both figures, solid lines represent the SPR from the GE 
system (linear grid) and dashed lines from the Hologic system (ETC grid), 
(a) and (b) show the central SPR profiles along the CW to nipple axis 
with and without anti-scatter grid. Vertical lines represents changes in 
dimension along the vertical OA profiles shown in Figure 5.5. Numerical 
labels corresponds to the detector area (1 ), slabs of PMMA on top and 
bottom of CDMAM (2), PMMA of CDMAM (3) and Aluminium layer of 
CDMAM (4) as shown in Figure 5.5.
in contrast is achieved, as expected, as the scattered radiation is reduced more in 
comparison with the linear anti-scatter grid. The higher BF value observed in the 
ETC grid would indicate an increase in the dose required to blackening in screen-hlm. 
However, as described in Section 2.4.5, the digital detectors found in FFDM can modify 
their gains to account for the reduction of radiation when employing an anti-scatter 
grid.
Analysing the SPR profiles of above systems (Figure 5.16), an increase of scatter is
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Table 5.5: GIF and BF calculated for GE Essential (linear grid) and Ho­
logic Selenia Dimension (HTG grid).
System CIF BF
GE Essential 1.50 1.85
Hologic Selenia Dimensions 1.60 1.94
observed at the edge of the phantom (vertical dashed line). This increment, which is 
more obvious when using a linear anti-scatter grid, is mainly due to the scattered X-ray 
photons mainly introduced from the compression paddle and breast support plate as 
described by other authors in the literature [82, 107]. Thus, components of the system 
such as the compression paddle or breast support may increase somewhat the scattering 
on the edge of phantoms and will be taken into account for a more accurate scatter 
field estimation in future experiments.
5.8 Sum m ary and discussion
Image simulation frameworks represent an important tool to model realistically clinical 
images without ionising radiation. In particular, the work developed in this thesis 
has been used to support the OPTIMAM project in the generation of several types of 
synthetic images (CDMAM, breast phantom, microcalcifications and masses’ insertion) 
in different conditions.
In a first attempt to use MG-based results in the project and illustrate one of the 
many possibilities of their applications, scattered radiation has been estimated and 
inserted in a previously developed CDMAM image simulation framework [18], where 
detection performance for different mammography systems and several doses have been 
investigated.
SPR maps have been generated using the typical CDMAM geometry for each of the 
three systems studied (GE Essential, Hologic Selenia Dimension and Siemens Mammo­
mat 3000 with a GR Afga plate) across the entire image receptor. These have shown a 
relatively constant SPR values within the CDMAM area, which varies from one system 
to other based on the anti-scatter grid geometry used. However, as discussed along the 
chapter, an increment in SPR values was observed near the edges of the phantom. This 
increase has been found to be more obvious for linear anti-scatter grids designs, where 
SPR values have risen up to 10% in some cases.
In the initial work published regarding the CDMAM framework [18], it was described 
that scatter was empirically measured on the edge of the CDMAM phantom, where the 
gold discs with largest diameters are located. Then the calculated SPR was assumed 
to be constant across the image. However, as explained in the previous paragraph, the 
SPR values near the edge of the GDMAM show large variation on SPR and therefore, 
discrepancies have been found between the previously calculated and the SPR values 
estimated in this work.
The comparison of the CD-curves between the two scatter approaches, i.e. uniform 
and MC-based scatter, proposed for simulating GDMAM images, show a very similar
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performance when simulating the contrast of the gold discs. Both approaches are found 
within the the error bars. However, the great advantage of the new approach proposed 
here is that the clinical measurements needed in the previous work to calculate the 
contrast of the discs within the GDMAM, are not necessary because this could be cal­
culated from MC simulations. This reduces the dependence on clinical measurements.
In general, the CDMAM image simulation framework modeled the experimentally ac­
quired CDMAM images well as illustrated in Table 5.3, where average ratios close to 
one were found. However, when analysing the performance for each disc diameter indi­
vidually, it is observed that the largest discrepancies occur for very low doses and small 
disc diameters. For this reason, a refinement of the CDMAM image simulation chain 
is required.
A further study of the scattered radiation and anti-scatter grid performance was un­
dertaking for the two anti-scatter geometries used (linear and cellular). In that study, 
it was found that the SPR increment on the edges could be attributed to scattered 
X-photons contribution principally from the breast support and compression paddle. 
Scattered X-ray photons penetrate a few millimeters within the phantom penumbra, 
increasing the scattered energy and therefore SPR values in that region. On the other 
hand, the scatter from these layers are not observed in the inner part of the phantom as 
they have been absorbed by the phantom itself. These findings are in line with results 
reported by other publications in the literature [82, 107]. However, to the author’s 
knowledge, this effect has been often neglected in the literature for scatter estimation 
and correction, where simplistic geometries or phantoms are commonly used in MC 
simulations [19, 191, 192, 193]. Furthermore, this phenomenon will be magnified in 
DBT where no anti-scatter grid is typically implemented. Thus scattered radiation 
from the system should be considered in future experiments.
One of the greatest advantages of the MC simulations with respect to clinical systems 
is the ability to separate primary and scattered photons. As most of the manufacturers 
of the systems modeled in this work have provided the technical information about the 
geometry of their X-ray systems, a realistic comparison of the scatter fields for each 
of them in a clinical scenario has been possible. Although most of the manufacturers 
have provided suitable technical information, there have been some assumptions used 
regarding the thickness and composition of materials such as carbon fibre, which is a 
common material used for the breast support. Thus the composition and thickness 
of certain elements used in the simulations have been assumed and might be different 
from those found in the real system.
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Chapter 6
Convolution-based scatter  
prediction for D B T
As explained in Chapter 2 , one of the main disadvantages of DBT is the large amount 
of scattered radiation observed in the image receptor. This is due to the absence of 
an anti-scatter grid in most commercially-available DBT systems. Therefore accurate 
scatter field knowledge for each projection is necessary to properly understand the 
undesirable effects on image quality described in Chapter 3. This can be used to model 
the appropriate scatter signal when simulating DBT images. Furthermore, it can be 
employed clinically to remove the scattered radiation component from DBT projections 
prior to reconstruction.
It has also been seen that although MC simulation represents a common technique 
to directly estimate the scatter field in X-ray mammography [19, 47, 82, 107], this 
approach is extremely time consuming [123]. For this reason, a fast convolution-based 
method using appropriate scatter kernels represents an attractive option to efficiently 
estimate the distribution of scattered radiation [19, 20, 21, 22, 23, 24, 25] in DBT 
imaging.
6.1 Idealised D B T  geom etry
In a first approach to explore the scattered radiation in DBT projections, an idealised 
DBT setup was studied. Figure 6.1 shows the idealised geometry used to simulate the 
full field irradiation of the breast, where only an anthropomorphic breast phantom and 
an ideal image receptor (1 0 0 % efficiency) were considered.
Two anthropomorphic breast phantoms developed by Bakic et al. [52] were imaged at 
0 ° and sample projection angles of 7.5° and 25°. The breast phantoms had compressed 
thicknesses of 5cm and 7.5cm with an average glandularity of 12% and 40% respectively. 
The composition of the tissues found in the breast phantoms is described in Table 2.2.
In this section, results only corresponding to the 5cm thick breast phantom and projec­
tion angles of 0° and 25° are shown as representative extremes of the angles analysed.
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The results regarding the 7.5cm thick breast phantom for 0°, 7.5° and 25° projec­
tion angles and 5cm thick breast phantom for a projection angle of 7.5° can be found 
Appendix C.
7.5'X-ray
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.Detector
(a) Side View
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(b) Top View
Figure 6.1: Ideal DBT geometry used in this study. Side and top view are 
illustrated in (a) and (b) respectively.
In contrast to much of the prior work involving phantoms with perpendicular edges, the 
edges of these breast phantoms mimic the curvature seen at the edge of real breasts, 
wherein an air gap exists between the lower skin surface of the breast phantom and 
the detector (see Figure 6.2). This projected air gap and breast thickness along the 
X-ray’s path, from the X-ray source, were calculated for each detector pixel using the 
ray tracing methodology described by Siddon [194].
MC simulations were run implementing the geometry shown in Figure 6.1 to calculate 
the ground truth scattered radiation for each of the breast phantoms and projection 
angles. Ten MC simulations of 10® photons each was used. The simulated X-ray spec­
trum was representative of a W /Rh target/ filter combination at 29kVp (HVL—0.57mm 
Al). The source-to-detector distance (SDD) was 6 6 cm and the rotation centre for the 
DBT projections was placed 4cm above an ideal image receptor with a pixel size of 
0.5x0.5mm^ . The SEM calculated iu the MC simulations when using the 5cm thick 
anthropomorphic breast phantom was 1 . 6  and 2 .1 % for the primary and scattered ra­
diation respectively.
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Figure 6 .2 : A diagram of the air gap between the curved edge region of the 
breast and the detector.
6 .1 .1  S c a tte r  r e sp o n se  fu n c tio n
The scatter point spread function (SPSF) was calculated for a series of uniform phan­
toms in a thickness range (0 . 1  to 1 0 cm) and glandularities of 0 % and 1 0 0 % using a 
narrow pencil beam geometry as shown in Figure 6.3(a), which illustrates the position 
for three different projection angles. As described in the literature, MC simulation 
represents a flexible option to determine SPSFs [24, 46, 82, 1 2 2 ], hence the GEANT4 
toolkit was used in this work to calculate the scatter response functions.
As described by Sechopoulos et al. [82], the SPSF is distributed symmetrically for a 
0° projection angle. However, it becomes more asymmetric as the projection angle 0 
(perpendicular to the detector surface) increases. This phenomenon is illustrated in 
Figures 6.3(b) and 6.3(c), where the thick black curved lines represent regions with the 
same energy. For this reason, the spatial distributions of the SP SF s  were recorded 
using polar coordinates (r, 9) for different radii r  and angles 6 in steps of 0.05mm (Ar) 
and 3°(A0) respectively. The intermediate values were calculated by simple linear 
interpolation due to the low spatial frequency composition of the scatter distribution 
in mammography images [46].
6.1.1.1 V alidation o f SPSFs w ith  literature
A set of SPSFs was validated against SPSF results calculated by Sechopoulos et al. [82] 
and Boone and Cooper [19]. As described by these authors, the SPSFs were calculated 
using an X-ray pencil beam experiment (see Section 3.3.2). In this setup, a narrow 
beam hits a geometry which is made up of a circular shape phantom (radius 116mm,) 
of different compositions, an air gap (between the bottom of the circular phantom 
and the image receptor) and an ideal image receptor for photon scoring. Five MC 
simulations of 1 0  ^ photons each was used.
In order to calculate the SPSFs for this work, all the energy within the image receptor 
was recorded in annuli in steps of 1 mm radii (see Figure 6.3(b)). For each annulus, the
124 Chapter 6. Convolution-based scatter prediction for DBT
7.5'X-ray q  
Tube Y
Uniform
Phantom
__Detector
(a) Pencil beams diagram
0
(b) SPSF =  0= (c) SPSF <^ > 0=
Figure 6.3: (a) represents the side-views of three pencil beam experiments 
for a uniform slab phantom of thickness T  and glandularity G. Top-view 
diagrams of scatter response for 0  =  0 ° and 0  > 0 ° are shown in (b) and (c) 
respectively. Each curve represents the distribution of a given energy. Note 
the isotropic scatter response for 0  =  0 ° and the loss of circular symmetry 
for 0 > 0° as the X-ray source tilts towards the left edge of the page.
total energy deposited by the scattered X-ray photons was normalized by the area of 
the ring (X). For example, the area of the ring (An) would correspond to
where Vn and r^ - i are the radii of an the n and n — 1 rings respectively.
(6 . 1)
Then, the results from the above area normalisation was divided by the total energy 
deposited by primary X-ray photons recorded within the image receptor. Thus, the 
SPSF has units of mm“ .^
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The setup of the different validations described by [19, 82] used in this work is shown 
in Table 6.1.
Table 6.1: Configuration of the experiments used to validate the SPSF
with Sechopoulos et al. [82] and Boone and Cooper [19].
Exp Energy Spectrum (kVp) Breast Thickness (cm) G landularity (%) Air gap (mm)
A 26 M o/M o
B 26 M o/M o, 32 R h /R h  
C 26 M o/M p
D 26 M o/M o
5
5
4
2, 4, 6 & 8
0, 50, 100 & H2O 
50 
50 
50
10
10
0, 10, 20 & 30
10
Sample comparisons of SPSF with the literature are illustrated in Figure 6.4. These 
results correspond to experiment D described in Table 6.1 using breast thicknesses of 
2 and 8cm. The error bars for each of the points calculated in this work were also 
illustrated. However, they are too small as the y-axis is presented in a logarithmic 
scale. Therefore, the SEM of the SPSF is illustrated as a function of distance in the 
top right corner of each of the graphs. Note how the errors increase with distance as 
less number of photons reach the detector due to the larger absorption.
A quantitative comparison between the SPSF results from this work (Diaz) and Se­
chopoulos et al. [82] is presented in Table 6.2, where the SPR values were calculated 
after integrating the area under each SPSF curve using a circular field of view of radius 
100mm. The average SEMs (in %) associated to the results for this work are shown in 
brackets. Sechopoulos et al. described their SEM errors as 0.4% and 1.6% for the 5cm 
and 8 cm phantoms respectively (50% glandularity and energy beam of 27 kVp).
Table 6 .2 : Comparison of SPR values for Sechopoulos and results from
this work using a circular field of view of radius 100mm. SEMs (in %) of 
this work are shown in brackets. Maximum and minimum differences are 
highlighted in red.
Exp. label Area under the  curve (SPR) Sechopoulos Diaz (SEM,%) Difference (%)
G =0 % 5.33x10-^ 5 .2 3x10- (0 .2 ) 1.9
G =50 % 5.57x10-1 5 .4 0x10- (0.4) 3.0
G=100 % 5.92x10-1 5 .6 8 x 1 0 - (0.9) 4.0
H2O 5.91x10-1 5 .8 9 x 1 0 - (0.6) 0.3
26M0M0 5.57x10-^ 5 .4 0 x 1 0 - (0.4) 3.0
32RhRh 5.70x10-1 5 .5 5x10- (0.2) 2.6
AG=Omm 4.57x10-1 4 .4 3 x 1 0 - (0.8) 3.0
AG=10m m 4.55x10-1 4 .4 1 x 1 0 - (0.3) 3.0
AG=20m m 4.48x10-1 4 .3 6 x 1 0 - (0.2) 2.7
AG=30m m 4.37x10-1 4 .2 6 x 1 0 - (0.2) 2.5
T =2cm 2.44x10-1 2 .3 9 x 1 0 - (0.2) 2.2
T =4cm 4.55x10-1 4 .4 1 x 1 0 - (0.4) 3.0
T = 6cm 6.63x10-1 6 .4 0 x 1 0 - (0.5) 3.5
T = 8cm 8.72x10-1 8 .4 3 x 1 0 - (0 .8 ) 3.3
It was observed that the largest discrepancy found was 4.0% for 100% glandular breast 
tissue and, on the other hand, the minimum difference observed was 0.3% for a breast 
phantom filled in with water. In this work, the breast composition from Hammer- 
stein [54] was employed. However, Sechopoulos et al. did not mentioned the adipose 
and glandular compositions they used. It is suspected that the discrepancies come
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Figure 6.4: (a) and (b) illustrate the SPSFs using a D configuration (see 
Table 6.1) using a breast thickness of 2 and 8cm respectively. In each one, 
the SEM associated to the MC simulations of this work as a function of dis­
tance is shown in the top right corner. Results from this work, Sechopoulos 
et al. [82] and Boone and Cooper [19] are plotted as Diaz, Sechopoulos and 
Boone respectively.
from differences in the breast tissue composition as good agreement was found when 
simulating water.
The close agreement of the results with the literature suggested that the SPSF generated 
in this work can be used with confidence in the aforementioned convolution-based 
scatter calculations.
6.1. Idealised D BT geometry 127
6 .1 .2  S c a tte r  e s tim a tio n : b r e a st th ic k n e ss  c o n s id er a tio n
The convolution method suggested in the literature [19, 20, 2 2 , 24, 25] estimates the 
scatter image S  by convolving an analytically calculated primary image P  of size M x N  
with an appropriate scatter kernel K  of size mxn.  Mathematically, this 2D convolution 
can be expressed as:
a b
S ( x , y ) =  ^  P{k i ,k 2 ) K ( x - k i , y - k 2 ) [eM], (6 .2 )
f e i = — a  k 2 = — h
where a and h corresponds to (M — l) /2  and {N — l) /2  respectively.
The primary image P  can be calculated analytically using Beer-Lambert’s law as will 
be explained in Section 6 .2 .1 , using results derived from ray tracing. However, in order 
to compare directly the convolution-based calculations with the direct MC results, the 
primary image from the direct MC simulation was used as P  in this section of idealised 
DBT geometry.
In order to construct the scatter kernel K,  the appropriate SPSF{r, 6) described in 
Section 6.1.1, which has units of mm~^,  is multiplied by the area of the pixel {mrri^), 
which is 0.25mm^ in this case (0.5mmx0.5mm). Therefore, the scatter kernel is dimen- 
sionless.
Many authors have demonstrated that there is little effect on scatter distribution due 
to variations in overall breast composition and breast size [46, 82, 106]. Furthermore, 
no appreciable effects were found for different X-ray spectra as previously discussed in 
Chapter 3. Scattered radiation is principally influenced by breast thickness and pro­
jection angle. Thus spatially invariant scatter kernels, which only account for breast 
thickness t and projection angle 0 , have been suggested in the literature [82] and there­
fore, Equation 6.2 was modified as follows:
a b
S<p{x,y)^ ^  P{k i ,k 2 ) K ^ ^ t , G { x - k i , y - k 2 ) [eV], (6.3)
k\=—ak2=—b
where the K^^t,G corresponds to the new 2D scatter kernel which takes into account 
the thickness of the breast t and projection angle 0. As mentioned above, breast glan­
dularity has a small effect on scatter, therefore G represents the average glandularity 
of the breast phantom.
This methodology assumes that all incident X-ray photons have an incidence angle 
(f) (perpendicular to the image receptor plane). In other words, the scatter kernel 
calculated for a projection angle (f) was used across the entire breast phantom.
6.1.2.1 R elative  scatter error m ap
In order to validate the convolution-based methodology, scatter images from the con­
volution method Ss  were compared with scatter images from direct MC simulations
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S m c -, which represents the ground truth. Maps of scatter relative error for each pixel 
Eg, were created as described in Equation 6.4.
Eg (a:, 2/) -
Sm c {x , v) -  S^{x,y)
X  100 (6.4)
6 .1 .2 , 2  R esu lts  for b reas t phan tom
Results for es{x,y) obtained when imaging the aforementioned 5cm thick breast phan­
tom using a projection angle of 0° are shown in Eigure 6.5, where the relative errors 
are shown in a colour map. Eurthermore, the discrepancies outside the breast phantom 
region have been ignored and represented in dark red colour as they are not part of the 
scope of this work. As a reminder, the SEM calculated in the direct MC simulations 
when using the 5cm thick anthropomorphic breast phantom was 1.6 and 2.1% for the 
primary and scattered radiation respectively and the pixel size used was 0.5x0.5mm^. 
On the other hand, it was observed that the maximum averaged SEM observed in the 
MC pencil beam experiment was less than 0 .1 % for projection angles of 0°.
-100
-150
Figure 6.5: Relative error scatter map es{x, y), in %, observed within a 5cm 
thick breast phantom and (f)=0^  for estimated scatter using the thickness- 
dependent scatter kernels. Edges where the air gap starts as well as the 
edge region of the breast phantom are highlighted in white.
The above colourmap illustrates the overall magnitude of the discrepancies, which can 
go up to 150% (minus value means overestimation). In order to have a closer look 
at those discrepancies, the colourmap was modified. The same relative error map is 
shown in Figure 6 .6 (a), where a bipolar colourmap is used. The very low discrepancies 
are shown in grey colour, while difference greater than 2 0 % or lower than -2 0 % are 
displayed as dark red and dark blue respectively. Note that the sign in the errors 
illustrates overestimation (negative values) or underestimation (positive values) of the 
convolution-based scattered radiation when compared to MC-based scatter field. The
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profile along the vertical white line shown in the relative error map is illustrated in 
Figure 6 .6 (b).
® -60
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Figure 6 .6 : (a) Relative error scatter map es{x,y) observed within a 5cm 
thick breast phantom and 0 = 0 ° for estimated scatter using the thickness- 
dependent scatter kernels. Note that errors are illustrated using a bipolar 
colourmap, in %, showing errors between lower than -2 0 % and greater than 
20%. Edges where the air gap starts as well as the edge region of the breast 
phantom are highlighted in white. The profile along the vertical white line 
is shown in (b).
As described previously in Equation 6.3, a thickness-dependent (Th.) scatter kernel 
was used to estimate the convolution-based scattered radiation, where only the breast 
phantom thickness and projection angles were considered. Analysing the profile shown 
in Figure 6 .6 (b), low discrepancies were shown in the central region of the breast phan­
tom. However, large relative errors (up to 100% in the profile shown) were observed 
near the edges of the breast phantom, where scatter calculated from the convolution- 
based methodology S^{x,y)  overestimates (negative values) the ground tru th  scatter 
from MC simulations SMc{x,y)-
When imaging the same 5cm thick breast phantom using a wider projection angle of 
25°, good agreement was found once more in the central region of the breast phantom. 
In contrast, the discrepancies between the convolution-based method and MC became 
larger at the edges of the breast phantom as shown in Figure 6.7. It was observed that 
S^{x,y)  overestimates (negative value) MC calculations up to 160% at the top edge of 
the breast phantom (dark blue). On the other hand, the dark blue region was reduced 
at the bottom edge of the breast phantom when compared with the results for 0°. Bear 
in mind that the X-ray source tilts towards the bottom of the page.
Although the scatter calculation using thickness-dependent scatter kernels have demon­
strated good agreement in the central area of the breast phantom, large discrepancies
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Figure 6.7; (a) Relative error scatter map es{x,y) observed within a 5cm 
thick breast phantom and 0=25° for estimated scatter using the thickness- 
dependent scatter kernels. Note that errors are illustrated using a bipolar 
colourmap, in %, showing errors between lower than -2 0 % and greater than 
20%. Edges where the air gap starts as well as the edge region of the breast 
phantom are highlighted in white. The profile along the vertical white line 
is shown in (b).
were observed in the region near the edges of the breast phantom, especially for large 
projection angles. These early results then motivated a more exhaustive analysis of the 
use of thickness-dependent scatter kernels as described in the following section.
6 .1 .2 .3  Scatter investigation  using sim ple test objects
In this section, the scatter estimation using thickness-dependent scatter kernels is more 
fully explored using several simple geometrical test objects. SPR results from direct MC 
simulations were compared with the SPR derived from the convolution-based scatter 
(see Equation 6.3).
Unless otherwise stated, the experiments in this section used 6x10^ X-ray photons in 
GEANT4 to image a given geometry using a parallel energy beam (26kVp Mo/Mo). 
The recorded scattered radiation in an idealised image receptor (100% efficiency) was 
median filtered using a kernel of 5x5 pixels (Imm^ pixel size). The statistical error 
associated with each direct MC result is described below.
U niform  phantom : Eirstly, a 2 cm thick uniform phantom with glandularity 25%
was used. The average SEM associated with the SPR was 0.7%. The side and top 
views of the geometry are shown in Eigure 6 .8 (a) and 6 .8 (b) respectively.
A profile across the middle of the image receptor is illustrated in Figure 6 .8 (c) for the 
SPR calculated from the convolution-based methodology and direct MC simulations.
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Figure 6 .8 : Uniform phantom experiment: side and top views of the geom­
etry of this experiment are shown in (a) and (b) respectively, (c) represents 
a SPR profile across the centre of the image receptor. The estimated SPR 
from the convolution and SPR from MC simulations are illustrated as a 
blue and red line respectively.
It was observed that both methodologies agree and similar SPR values were found along 
the SPR profile as illustrated in Figure 6 .8 (c).
T rapezoidal phan tom : In a second approach to explore the thickness-dependent
scatter kernels, a trapezoidal phantom made of 100% glandular tissue was used. This 
phantom illustrated, like in compressed breasts, a region with constant thickness (3cm) 
at the centre and a region where the thickness decreases towards the edge of the phan­
tom. Side and top views of the setup are shown in Figure 6.9(a) and 6.9(b) respectively. 
For this experiment, the average SEM for the direct MC SPR values was 1.3%.
As observed in Figure 6.9(c), good correlation was found once more in the SPR profiles 
from both MC and convolution-based approach.
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Figure 6.9; Trapezoidal phantom experiment: side and top views of the 
geometry of this experiment are shown in (a) and (b) respectively, (c) 
represents a SPR profile across the centre of the image receptor. The 
estimated SPR from the convolution and SPR from MC simulations are 
illustrated as a blue and red line respectively.
H exagonal phan tom : Finally, moving towards a more realistic phantom shape, a
hexagonal phantom of 1 0 0 % glandular tissue was designed. As the phantom is thicker, 
the number of direct MC simulations was increased from 6  to 9, illustrating an average 
SEM of 2 % for the SPR. This experiment represented a closer geometry when comparing 
with a compressed breast, where a constant thickness region (5cm) is observed as well 
as a region where the thickness decreases simulating certain degrees of curvature. This 
is observed in the side and top views of the geometry shown in Figure 6.10(a) and 
6 .1 0 (b) respectively.
The SPR profiles observed in Figure 6.10(c) illustrate similar performance in SPR 
of both methodologies in the region of constant thickness. However, larger discrep­
ancies (overestimation) are observed at the edges of the phantom, where an air gap 
under the phantom is observed. Therefore, the overestimation of scattered radiation
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Figure 6.10: Hexagonal phantom experiment: side and top views of the 
geometry of this experiment are shown in (a) and (b) respectively, (c) 
represents a SPR profile across the centre of the image receptor. The 
estimated SPR from the convolution and SPR from MC simulations are 
illustrated as a blue and red line respectively..
by the convolution-based method could be due to this air gap which was not initially 
considered. This type of behaviour was previously seen when applying the thickness- 
dependent scatter kernels in the breast models in section 6 .1 .2 .2 ; large discrepancies 
were found at the edges of the breast phantom, where an air gap between the lower 
curvature of the breast phantom and the image receptor is located.
For this reason, a modification of the thickness-dependent scatter kernels suggested in 
the literature is proposed in the next section for scattered radiation estimation.
6 .1 ,3  S c a tte r  e s tim a tio n :  air gap  in c lu s io n
It has been demonstrated in the previous section that spatially invariant scatter kernels, 
which only account for breast thickness and projection angle, have some limitations
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when estimating scatter fields using realistic breast geometries in DBT geometries, 
where anti-scatter grids are not used. This produces underestimation of scatter in 
regions where an air gap between the lower surface of the compressed breast and the 
image receptor is found. Furthermore, it was observed that such discrepancies increase 
with projection angle as the air gap increases.
In this section, the effect of the projected air gap AG traversed by photons exiting the 
curved edge of the breast phantom before impinging on the image receptor has been 
considered when applying the scatter kernel in the convolution-based methodology.
In order to calculate the proposed scatter kernel K^^t,G,AG, & new set of pencil beam 
experiments were conducted. The SPSFs have been calculated for a series of uniform 
phantoms of several thickness ( 1  to 1 0 0  mm), glandularities ( 0  and 1 0 0 %), projection 
angles (perpendicular to the detector surface) (0, 7.5 and 25°) and, as mentioned above, 
air gaps between the lower surface of the uniform phantom. The air gaps were simulated 
using several idealised image receptors separated 2mm  between them as illustrated in 
Figure 6.11. In other words, the air gaps AG  were simulated from 0mm up to 50mm 
in steps of 2 mm.
7.5'
Uniform 
Phantom 
L— Detectors
=  3 : AG
Figure 6.11: Side-views of three pencil beam experiments for a uniform slab 
phantom of thickness T, glandularity G and different air gaps AG. Note 
that several (idealised) detectors are used to simulate the air gaps AG.
Once the new SPSFs were calculated, these were stored in a look-up table. Then, the 
scatter y) was estimated as described in Equation 6.5, where the proposed scatter 
kernel K^^t^c,AG was inserted.
<^<^(3:,^)- ^  [el/]. (6.5)
f c i = — a  k 2 = — b
Refer to Figure 3.13 to observe the scatter PSF behaviour when the air gap is increased.
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6.1.3.1 R esu lts using breast phantom
As described previously, scatter images from MC simulations were compared with the 
results from the convolution-based methodology. In this section, breast phantom thick­
ness and air gap dependent scatter kernels were used. The comparison was undertaken 
using the relative error scatter map mentioned in Section 6 .1 .2 .1 . As stated before, 
the average SEM calculated in the direct MC simulations when using the 5cm thick 
anthropomorphic breast phantom and 0.5x0.5mm^ pixel size was 1.6 and 2.1% for the 
primary and scattered radiation respectively.
The relative error scatter map es{x,y) when using a 5cm thick breast phantom and a 
projection angle of 0° is shown in Figure 6 .1 2 . In order to compare the performance 
of the previously discussed thickness-dependent scatter kernel (Th. kernel) with the 
proposed thickness and air gap dependent scatter kernel (Th.-AG kernel), profiles of 
the relative error es{x,y) when using both scatter kernels are plotted.
20
-20
-40
-60
-80
-100
1 1
/
—Th. kernel
" Th.-AG kerne' i
(a) Error map (%)
50 100 150 200 250 300 350 400
Distance (pixels) (pixe!size=0.5mm]
(b) Vertical profile
450 500
Figure 6 .1 2 : (a) Relative error scatter map es{x,y) observed within a 5cm 
thick breast phantom and <^=0 ° for estimated scatter using the thickness 
and air gap dependent scatter kernels. Note that errors are illustrated 
using a bipolar colourmap, in %, showing errors between lower than -2 0 % 
and greater than 20%. Edges where the air gap starts as well as the edge 
region of the breast phantom are highlighted in white. The profile along the 
vertical white line for the thickness-dependent (Th. kernel) and thickness 
and air gap dependent (Th.-AG kernel) scatter kernels is shown in (b).
It can be observed from Figure 6.12(b) that the large errors seen previously at the edges 
of the breast phantom have been strongly reduced by a factor of 4.5, when taking into 
account the effects of the air gaps.
Similar performance was found when using the same 5cm breast phantom and a pro­
jection angle of 25° as shown in Figure 6.13. Previously, when employing the thickness- 
dependent scatter kernel, an overestimation of scattered radiation of more than 150%
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were observed. However, these discrepancies were reduced to no more than 30% (un­
derestimation) in the worst case when using the proposed new scatter kernels for this 
geometry.
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Figure 6.13: (a) Relative error scatter map es{x,y) observed within a 5cm 
thick breast phantom and (/>=25° for estimated scatter using the thickness 
and air gap dependent scatter kernels. Note that errors are illustrated 
using a bipolar colourmap, in %, showing errors between lower than -2 0 % 
and greater than 20%. Edges where the air gap starts as well as the edge 
region of the breast phantom are highlighted in white. The profile along the 
vertical white line for the thickness-dependent (Th. kernel) and thickness 
and air gap dependent (Th.-AG kernel) scatter kernels is shown in (b).
Scattered radiation results from the convolution-based approach using the 5cm thick 
breast phantom and projection angle of 25° showed an overall discrepancy with MC 
simulations-based scatter field of 20%. However, for the purposes of this work, discrep­
ancies of less than 1 0 % for es{x, y) are desirable. As the scattered radiation is typically 
lower than the primary, the error in the total image (primary-bscatter) is expected to be 
smaller than 10%. In order to improve results keeping the execution time low, simple 
correction factors were proposed as explained in the next section.
6 .1 .4  R e s id u a l co r re c tio n  fa cto r  for sc a tte r  im age
As has been seen in the previous section, although accounting for the physics processes 
at the breast edge produces an improvement over the proposed thickness-dependent 
scatter kernel, a further improvement is also required to achieve a maximum discrepancy 
of 10%. This is because at the edge of the breast phantom, the scatter response performs 
differently in the area towards the inner part of the breast phantom and outside the 
breast phantom, where less scattering material is found.
The MC simulations account for the exact geometry of the breast phantom, whereas the
6.1. Idealised D BT geometry 137
convolution-based approach uses scatter response functions assuming uniform thickness 
in all directions. When calculating the scatter response functions, it was previously de­
scribed that the pencil beam experiment employed phantoms with uniform thicknesses. 
Therefore, when applying the convolution in a given point within the breast phantom, 
uniform thickness of the breast phantom in all directions is assumed. This assumption 
can be used in the centre of the breast phantom where the thickness decreases slowly. 
However, at the edges of the breast phantom, the breast thickness changes rapidly and 
the scatter kernels used in this work do not take this fact into account.
Sun et al. [Ill] suggested to use adaptive scatter kernels near the edges of an object 
to reduce this problem. However, in this work, a simple way to address this issue was 
proposed using a residual correction factor, which depends on the distance to the edge 
of the breast (r).
This correction factor CT’^ (r) was calculated pixel-by-pixel based for each projection 
of the breast phantoms as explained in Equation 6 .6 .
SMc{x,y)
(6 .6)
The residual correction factors calculated for the aforementioned 5cm thick breast phan­
tom and the two projections angles studied in this chapter are illustrated in Figure 6.14.
(a) 0° (b) 25°
Figure 6.14; Correction factor calculated pixel-by-pixel for a 5cm thick 
breast phantom using a projection angle of (a) 0° and (b) 25°.
As the CF is distance to the edge of the breast phantom dependent (r), the minimum 
distance from each pixel to the edge of the breast phantom was computed. Then, the 
the average CF value for each of the distances was calculated. Figure 6.15 represents the 
average CF value for all distances computed corresponding to the cases illustrated in 
Figure 6.14. It can be observed that the major correction is applied near the edge of the 
breast phantom, where the aforementioned underestimation of scatter is compensated
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Figure 6.15: Average correction factor values calculated for a breast phan­
tom of thickness 5cm and incident angles of 0° (red) and 25° (blue).
with CF values greater than one. On the other hand, no correction (CF — 1) is needed 
as distance r  increases towards the centre of the breast phantom.
The scatter image produced after applying the correction factor ScF{x,y)  was cal­
culated by multiplying CF^(r) and the scatter calculated after the convolution stage 
S(f,{x, y) when using the proposed thickness and air gap dependent scatter kernels. This 
is illustrated in Equation 6.7.
S c f { x , v )  =  S^( x , y )  X C F ( r ) (6.7)
6.1 .4 .1  R esu lts using breast phantom
In this section, the discrepancies between the scattered radiation from MC results and 
from the convolution method using thickness-dependent kernels, thickness and air gap 
dependent kernels and thickness and air gap dependent kernels with correction factors 
are shown.
The 6 5 (x, y) results corresponding to a projection angle of 0° imaging a breast phantom 
of 5cm are shown in Figure 6.16. It is observed that the proposed correction factors 
have reduced most of the large errors leaving an overall error of less than 5%. Profiles 
shown in Figure 6.16(d) describe the improvement in scatter estimation after modifying 
the thickness-dependent scatter kernel using the distance to the edge of the phantom 
dependent correction factor.
Figure 6.17 illustrates similar improvement in the performance of the suggested scatter 
kernels and correction factor when simulating a projection angle of 25°. The large errors 
of more than 1 0 0 % have been strongly reduced when accounting for the aforementioned 
air gap. Moreover, those errors have been kept within the 10% limit of this work with 
the aid of residual correction factors.
It is arguable that the improved performance when using the correction factors is due 
to their calculation using the actual breast phantom. However, it was demonstrated
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Figure 6.16: Relative error scatter map es{x, y) observed within a 5cm thick 
breast phantom and ^ = 0 ° for estimated scatter using the (a) thickness- 
dependent, (b) thickness and air gap dependent scatter kernels and (c) 
thickness and air gap dependent scatter kernels and CF. Note that errors 
are illustrated using a bipolar colour map, in %, showing errors between 
lower than -20% and greater than 20%. Edges where the air gap starts as 
well as the edge region of the breast phantom are highlighted in white. The 
profile along the vertical white line for the thickness-dependent (Th. ker­
nel), thickness and air gap dependent (Th.-AG kernel) and Th.-AG kernel 
with correction factors (Th.-AG kernel-1-GF) scatter kernels are shown in 
(d).
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Figure 6.17: Relative error scatter map es(x, y) observed within a 5cm thick 
breast phantom and (j)=2h° for estimated scatter using the (a) thickness- 
dependent, (b) thickness and air gap dependent scatter kernels and (c) 
thickness and air gap dependent scatter kernels and CF. Note that errors 
are illustrated using a bipolar colourmap, in %, showing errors between 
lower than -2 0 % and greater than 20%. Edges where the air gap starts as 
well as the edge region of the breast phantom are highlighted in white. The 
profile along the vertical white line for the thickness-dependent (Th. ker­
nel), thickness and air gap dependent (Th.-AG kernel) and Th.-AG kernel 
with correction factors (Th.-AG kernel-fGF) scatter kernels are shown in 
(d).
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that a correction method which account for the distance to the edge of the phantom 
could be used for optimal results.
Despite the success demonstrated with the simplified geometry shown above, a signif­
icant limitations of this work so far was the use of an idealised DBT geometry. In 
real DBT units, there is further geometry to consider that may influence the observed 
scatter distribution: the compression paddle and breast support represent a potentially 
significant source of scatter in the image as described by [82, 107]. This motivates the 
need to move to a more complex geometry, which is described in the next section.
6.2 R ealistic D B T  geom etry
The DBT geometry used in this section approximately corresponds to the Hologic 
Selenia Dimensions commercial system as illustrated in Figure 6.18. The X-ray tube 
was placed at 700mm from the detector surface for the 0® X-ray tube position and the 
rotation axis was located across the middle of the image receptor.
The configuration used also contains, from top to bottom, a 2.8mm thick compres­
sion paddle of polycarbonate, an anthropomorphic breast model, a carbon-fibre breast 
support plate with a thickness of 1 mm and a 200/im thick Se detector with its cor­
responding cover (127/rm thick aluminised polyester). Note that there is an air gap 
of 24mm between the bottom of the breast support and the detector cover. Despite 
the fact that the widest projection angle of this commercial system is 7.5° in screening 
mode, in this work projection angles up to 25° have been studied as observed in Fig­
ure 6.18(a). This is in order to consider the effects of wider angle sweep employed by 
other manufacturers [74, 75].
The imaging configuration described above was modelled in the MC code and 10 runs 
of 10  ^X-ray photons were simulated, irradiating the entire image receptor using a pixel 
size of Imm^. As described in Chapter 4, a 7x7 median filter was applied five times 
in order to smooth the images, showing a maximum statistical error of 0.25% for the 
scatter images. As the primary images were not median filtered, the average SEM was 
measured to be 1.5% for the 9.3cm thick breast phantom and projection angle of 25°, 
which corresponds to the largest SEM observed. In order to calculate the SEM of the 
scatter kernels, the pencil beam was run 5 times and the SPR value was calculated 
after integrating the Scatter PSF using a circular FOV of radius 100mm. The SEM 
observed was smaller than 0 .1 %.
Regarding the anthropomorphic breast models, three breast phantoms were used in 
this study, whose parameters, along with the clinically relevant energy spectrum used 
for each, are presented in Table 6.3.
As explained for the ideal system shown in the previous section, this geometry was 
used to calculate ground tru th  data using MC simulation, with which results from the 
proposed convolution-based methodology will be compared.
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Figure 6.18: DBT geometry used in this study for a real DBT system. Side 
and top view are illustrated in (a) and (b) respectively.
Table 6.3: Parameters of the breast phantoms and energy spectra used in 
the realistic DBT study.
Energy spectrum  HVL (m m  Al) Thickness (mm) Glandularity(% ) Voxelsize(mm^)
26kVp W /A l 0 3  22 3ÔÏ)
Slk V p  W /A l 0.54 50 20.0 0.5x0.5x0.5
40kVp W /A l 0.70 93 9.6
6 .2 .1  P r im a r y  im a g e  c a lc u la tio n
When using the idealised DBT geometry in Section 6.1, the primary transmission image 
from MC simulations were inserted in the convolution-based scatter prediction. How­
ever, for the case of a realistic DBT geometry, the image generated from the primary 
(i.e. unscattered) beam P{x,y)  observed across each pixel {x,y) at the image receptor 
was calculated analytically using the Beer-Lambert’s law. The development of an tool 
to fully generate the primary and scattered radiation motivated this change. Thus in 
this work, the primary radiation within the detector is calculated as
=  ^  [eP], (6.8)
X  y  E ^ E r n i n
where Pi{E) represents the linear attenuation coefficients of the different i tissues found 
along the photon path ti{x^ y). Each pixel at the image receptor is evaluated at energy
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intervals, dE, across the complete energy spectrum w{E) emitted from the X-ray tube. 
The energy-dependent absorption efficiency of the image receptor, which was calculated 
using MC simulations separately, is denoted as e{E).
Moreover, ti{x, y) within the voxelised breast phantom was computed at each location at 
the image receptor using the ray tracing methodology described by Siddon [194], which 
determines the distance traversed across each tissue/material along a ray cast from the 
X-ray tube (infinitesimal point) to the centre of each pixel at the image detector. This 
code for this ray tracing method was created by Dr. Premkumar Elangovan and was 
previously validated with X-ray photons paths calculated in MC simulations.
The average error found between the analytically calculated primary P{x, y) and pri­
mary from MC simulations was 0 .2 % and the largest disagreement was 0.5%..
6 .2 .2  S c a tte r  P S F s  u s in g  r e a lis tic  g e o m e tr y
As shown in Figure 6.18, the revised setup used in this section was different from the 
idealised geometry studied in Section 6.1, so SPSFs were re-calculated matching the 
new configuration. Therefore, new pencil beam experiments for 0, 7.5 and 25° were run 
as previously explained using the geometry shown in Figure 6.19(a), where new layers 
such as the compression paddle and breast support were included.
In addition, the SPSF intrinsic to the system (SPSFgyg) was also calculated. In order 
to do so, the geometry illustrated in Figure 6.19(b) was simulated. This setup did 
not contain any scattering material, i.e. phantom, and thus all the scattered radiation 
recorded within the image receptor was due to the different layers included in the X- 
ray mammography system. Primary incident angles from 0 to 35° were calculated in 
steps of 5°. This SPSFgyg will be proposed below to account for the scattered radiation 
beneath the breast phantom generated by the overlying system layers.
SPSFs for such realistic DBT systems cannot be found in the literature. Therefore, to 
ensure these are properly understood, they are studied in further detail below.
Sample SPSF from idealised and realistic geometries are shown in Figure 6.20(a). They 
correspond to a 2 cm thick phantom of 0 % glandularity and no air gap between the 
phantom bottom surface and the breast support (AG=Omm). When the idealised 
geometry is used (blue), a smooth SPSF is observed. However, the real geometry 
(in red) has produced a sharp peak within the first 1 mm followed by a much flatter 
response.
This abrupt change is produced by the new layers (compression paddle, breast support 
and detector’s cover) added for the realistic geometry, that were omitted in the idealised 
geometry. Furthermore, when the phantom is removed from the realistic geometry, the 
SPSF also exhibits this sharp peak as illustrated in Figure 6.20(b). Note that in this 
latter figure, the phantom thickness was 4cm, while the other parameters were kept 
unchanged.
In a further study, the scatter contribution from each of the simulated layers was calcu­
lated using MC simulations. The SPSF for each of the materials is shown in Figure 6 .2 1 . 
This has demonstrated that this increase of scatter within the first millimeter of the
144 Chapter 6. Convolution-based scatter prediction for DBT
x-ray
bearnj
Compression
pactdlePhantom
(AG Breast support 
I..- .1.1.1,. Detector
(a)
x-raybean^
Compression
paddle
Breast support 
Detector
(b)
Figure 6.19: (a) shows the pencil beam geometry used when calculating 
the SPSF for a real DBT geometry. The scatter response from the system 
SPSFsys (without scattering material) was calculated as illustrated in (b).
SPSF is due to the forward scattered photons from the detector’s cover (light blue), 
which corresponds to a 127//m thick aluminised polyester in direct contact with the 
image receptor. In the idealised geometry, the breast phantom was in direct contact 
with the detector. However, the detector’s cover used for the realistic geometry had 
a higher density material which produced this increment of scattered photons at low 
scattering angles (forward scatter). Despite this increment, the contribution of scatter 
from this thin cover layer is dramatically reduced with radial distance from the X-ray 
photon beam.
Using results from the above experiment, the SPR contribution from all the layers 
included in the realistic simulations have been studied for different radial distances (i.e. 
circular field of view FOV) as presented in Table 6.4. These values were calculated 
after integrating the SPSFs illustrated in Figure 6 . 2 1  over a given radial distance r.
Table 6.4: SPR values calculated after integrating the SPSF curves shown
in Figure 6.21 over several radial distances, r.
Source r=0.10m m r= lm m r=116m m
Total 
Paddle 
Phantom  
Breast support 
Detector cover 
Multiple layers
136.86e-5 
0.04e-5 (0.0%) 
1.19e-5 (0.9%) 
0.12e^5 (0.1%) 
135.28e-5 (98.9%) 
0.24e-5 (0.2%)
381.37e-5 
3.74e-5 (1.0%) 
114.08e-5 (29.9%) 
13.37e-5 (3.5%) 
244.11e-5 (64.0%) 
6.06e-5 (1.6%)
0.530 
0.022 (4.1%) 
0.447 (84.4%) 
0.022 (4.2%)) 
0.003 (0.5%) 
0.037 (6.9%)
It can be observed that the SPR contribution from the detector’s cover is reduced as 
the radial distance increases. Thus, for a radial distance of 0.10mm, the SPR from the 
detector’s cover represents 98% of the total SPR. However, after integrating the SPSF 
over the entire circular phantom (r=116mm), the contribution of the detector’s cover 
is drastically reduced to 0.5% of the overall SPR.
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Figure 6.20: (a) illustrates the SPSF for a 2cm thick phantom, glandularity 
G=0% and AG=Omm using an idealised and realistic geometry. The SPSFs 
for a real geometry with and without a 4cm phantom (G=0%) are shown 
in (b).
As expected, the major contribution of scattered photons comes from the uniform 
phantom (84% contribution in the total SPF for a radius of 116mm) as it represents 
the thickest layer simulated.
6 .2 .3  S c a tte r  e s t im a tio n
As described in the previous section, SPSFs were calculated using a geometry with 
and without uniform phantoms, corresponding to SPSF (which includes a phantom 
of particular thickness and glandularity) and SPSFg^g respectively. Therefore, a set 
of scatter kernels based on SPSF was used within the breast phantom region and a 
different set (based on SFSFsys) outside during the convolution process. A binary
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Figure 6.21: SPSF contribution for each of the layers included in the system 
using a 4cm thick breast phantom of glandularity 0 % and AG =  0 mm.
When the scattered radiation recorded within the detector comes from more 
than one layer, this has been labeled as ’multiple’.
template was used to calculate all the pixels inside and outside the breast phantom 
projection.
The total scatter image ST,^{x,y) for a projection angle ^ was estimated as a combi­
nation of the scatter image within the breast area Si)re,(f){x,y) and the scatter outside 
the breast region Ssys,ct){x,y):
^T,4>{x^y) , y) 4- Ssys,(j){Xjy) [eP]. (6.9)
Sbre{x,y) was estimated as previously illustrated in Equation 6.5, where K^^t,G,AG was 
calculated using the SPSF for the realistic geometry. Note that SPSFs calculated for 
a single projection (at either 0, 7.5 or 25°) was used across the entire breast phantom 
area. Therefore, it was assumed parallel X-ray beam within the breast phantom region.
The scatter contribution from the system Ssys,(p{x,y) was estimated after convolving 
the primary image at the image receptor P{x, y) with a scatter kernel Ksys,4>,T hr the 
region outside the phantom.
^sys,(i){x,y) — ^  ^   ^ k2)Ksys,(f),T{x k\^y  /C2 ) . (6.10)
k\=—a k2 ——b
Ksys,<t>,T depends only on the distance from the compression paddle to the breast sup­
port, i.e. breast thickness T, as the air gap distance between the breast support and 
image receptor is constant.
As previously described, Kgys,^,T was calculated in the absence of any scattering mate­
rial (see Figure 6.19(b)). However in reality, the scatter from the system is attenuated
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by the breast tissue in the region near the breast phantom edge. Therefore, the calcu­
lated SPSFgyg needs to be attenuated by the corresponding breast tissue thickness.
Figure 6.22 represents a diagram to understand this process, where two cases of scat­
tered X-ray photons within the compression paddle are shown. In the case O-B, an 
X-ray photon is recorded within the image receptor at point (xi’,yi’) after a scattering 
interaction within the paddle (corresponding to point (x,y) at the receptor) without 
being attenuated by any other tissue. Thus, the results agree with the previously cal­
culated SFSFgys- In contrast, the scattered photon 0-A is attenuated along the path 
that the X-ray photon traverses until it reaches the image receptor at (x2 ’,y2 ’)-
Compression paddle
Breast phantwn
I
Breast siyport
W Detector
Figure 6.22: Systematic diagram showing two cases of scattered photons 
from the compression paddle. The ray O-B shows an unattenuated X-ray 
photon which reach the image receptor at (x i’,yi’). The X-ray photon 
scattered from the paddle following 0-A path, recorded at (x2 %y2 '), should 
be attenuated due to the path traversed within the breast phantom.
Previously when the methodology for the idealised DBT geometry was described, it was 
introduced the idea of a distance-to-the-edge of the breast phantom correction factor. 
This option was explored here to account for the attenuation of the X-ray photons as 
they traverse through the breast phantom. In order to avoid using the breast phantom 
to calculate the correction factor, a series of D-shape phantoms were used. However, 
it was found that due to the non-symmetry curvature of the breast phantom models, 
this methodology did not show good performance and was discarded, motivating the 
exploration of an alternative method.
In this alternative method, Kgys,4>,T was weighted accordingly to account for the path 
traversed by the X-ray photons from the compression paddle to the image receptor. 
This weight map a{x,y,x ' ,y' )  compensates for the lack of scattering material outside 
the breast phantom (a =  1 ) and for the attenuation due to the breast tissue (a < 1 ) 
and was calculated as the ratio of the energy deposited within the image receptor with 
and without the breast phantom as follows:
a ( 3 : , 2 / , a : ,? /  ) -  ^  . g E ;
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where e{E) and w{E) correspond to the energy efficiency of the detector and the energy 
spectrum (normalised to an area of 1 ) observed after the compression paddle respec­
tively. The linear attenuation coefficients p^{E) and distances from the compression 
paddle to the image receptor t{x,y ,x' ,y ' )  along the X-ray photon beam were also in­
cluded. The subscripts i and j  correspond to the number of tissues found along the 
X-ray beam in the presence and absence of the breast phantom respectively. When 
breast tissue was found, the p^{E) was set to the average glandularity of the breast 
phantom G (see Table 6.3). The distances t{x,y,x ' ,y ')  were calculated using the Sid­
don X-ray tracing methodology [194].
The task of calculating the distances from every point in the compression paddle to 
each pixel in the detector was very time consuming. Thus, in order to reduce the 
computation time, the evaluated points in the compression paddle were separated by 
3mm.  Furthermore, only the pixels within the projected breast phantom shadow were 
evaluated.
Once a{x,y,x ' ,y ' )  was calculated for each point within the compression paddle, Ssys 
was estimated as follows
a b ,
Ssys(x,y)=  ^  ^  P { h , k 2 )Ksys,cf>,T{x-h,y-k2 )a(x,y,x ' ,y ' )  [eV]. (6.12)
ki=—ak2——b
In order to account for the X-ray incident angle at each evaluated point in the compres­
sion paddle, the X-ray incident angle and the direction of the primary X-ray photons 
were taken into account. For a given point in the compression paddle (outside the 
breast phantom area), the closest simulated incident angle (previously calculated from 
0 to 35® in steps of 5®) was used.
An example of these incident (white circular lines) and direction angles (yellow lines) 
are shown in Figure 6.23 for a projection angle of 0® and a 5cm thick breast phantom 
(red contour).
6 .2 .4  R e su lts  u s in g  a n th r o p o m o rp h ic  b rea st p h a n to m s
Using the methodology described above, the total scatter image St {x  ^y) was calculated 
for the anthropomorphic breast phantoms described in Table 6.3. These scatter images 
were compared with results from direct MC simulations 5mc(^) 2/) as illustrated in 
Equation 6.4. Furthermore, as shown for the idealised DBT geometry, results employing 
the conventional convolution approach, which uses thickness dependent scatter kernels 
K(j),t,G', were compared with results using the approach suggested in this work, K(f) t^,G,AG, 
for a realistic DBT geometry. .
Figure 6.24 illustrates the error maps for the 22mm thick breast phantom. A bipo­
lar colourmap was used to illustrated the change in signs across the breast phantom 
projection. Results from the conventional convolution approach (top row), which uses 
thickness dependent scatter kernels, were compared with the scatter images when using 
the convolution approach suggested in this work (bottom row).
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Figure 6.23: X-ray incident angles (white circular lines, in degrees) and 
incident direction ( yellow lines, in degrees) calculated for a projection 
angle of 0®. Note that the X-ray source is located where all the yellow lines 
converge. The contour of the 5cm thick breast phantom is shown in red.
In order to understand the magnitude of the errors observed in Figure 6.24, the his­
togram of the errors for each of the images is shown in Figure 6.25. In this figure, the 
histogram of the errors from the conventional convolution approach (left column) can 
be compared with the histogram of the errors from the convolution approach suggested 
in this work (right column), where a thickness and air gap dependent scatter kernel is 
used. Each of the rows corresponds, from top to bottom, to the projection angles of 0, 
7.5 and 25®.
The scattered radiation estimated from both the conventional and the proposed con­
volution illustrated similar performance, and no large reduction of errors is observed 
when accounting for the air gap (proposed in this work). This is observed in Table 6.5, 
where the percentages of the projected breast area with errors less than 1 0 % for both 
methodologies are presented. The reason of this behaviour was the very thin breast 
phantom used (2 2 mm), where the air gaps between the breast phantom and the breast 
support were small. Thus, the improvement observed when accounting for the air gap 
was minimum.
Table 6.5: Percentage of the projected breast phantom area with errors
equal or less than 1 0 % (target) when using the conventional scatter kernels 
and the scatter kernels proposed in this work. Results for the 22mm thick 
breast phantom and the projection angles studied are shown. Last row 
corresponds to the difference between both methodologies.
Method 0® 7.5® 25®
Conventional 97% 100% 95%
This work 98% 1 0 0 % 97%
Difference 0% 0% 2%
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Figure 6.24: Relative error scatter map es{x^y) observed for the 22mm 
thick breast phantoms (G=30%) and projection angles of 0 , 7.5 and 25®. 
Top row illustrates results using the conventional approach of breast thick­
ness (Th) dependent scatter kernels. The results using the approach pro­
posed in this work (Th and AG dependent kernels) are illustrated in the 
bottom row. A colourmap, in %, shows errors between less than - 2 0  and 
greater than 20%. The edge of the breast phantoms is highlighted in black.
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Figure 6.25: Histograms of the relative error scatter maps es(x, y) observed 
for the 22mm thick breast phantoms (G=30%) shown in Figure 6.24. Top, 
middle and bottom row illustrate results for 0°, 7.5° and 25°. The left 
column represents the histogram for the conventional approach of breast 
thickness (Th) dependent scatter kernels, whereas the right column shows 
the histogram using the approach proposed in this work (Th and AG de­
pendent kernels).
Scatter error maps for the 50mm thick breast phantom are shown in Figure 6.26 and 
the corresponding histograms of the errors are illustrated in Figure 6.27. In this case, 
the conventional convolution starts to show large overestimation of scatter (dark blue 
area) as the air gap increases. As shown previously for the idealised DBT geometry, 
when the air gap distance between the breast phantom and the breast support is taken 
into account, these errors are largely reduced as observed in the bottom row of Fig­
ure 6.26. In the histograms is observed how errors as large as 30% are reduced to no 
more than 15% approximately.
Furthermore, this is reflected in the increase of the breast phantom area with errors
152 Chapter 6. Convolution-based scatter prediction for DBT
(a) 0°
(d) O'
(b) 7.5°
(e) 7.5°
I 2017.5
(c) 25°
15
12.5 
10
7.5 
5
-2.5
0
-2.5
-5
-7.5
-10
-12.5
-15
-17.5
1-20
120 17.5
15
12.5 
10
7.5 
5
2.5 
0
-2.5
-5
-7.5
-10
12.5
15
1-17.5
-20
(f) 25'
Figure 6.26: Relative error scatter map es{x,y) observed for the 50mm 
thick breast phantoms (G=2 0 %) and projection angles of 0 , 7.5 and 25°. 
Top row illustrates results using the conventional approach of breast thick­
ness (Th) dependent scatter kernels. The resnlts using the approach pro­
posed in this work (Th and AG dependent kernels) are illustrated in the 
bottom row. A colourmap, in %, shows errors between less than - 2 0  and 
greater than 20%. The edge of the breast phantoms is highlighted in black.
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Figure 6.27: Histograms of the relative error scatter maps es(x,y)  observed 
for the 50mm thick breast phantoms (G=2 0 %) shown in Figure 6.26. Top, 
middle and bottom row illustrate results for 0°, 7.5° and 25°. The left 
column represents the histogram for the conventional approach of breast 
thickness (Th) dependent scatter kernels, whereas the right column shows 
the histogram using the approach proposed in this work (Th and AG de­
pendent kernels).
equal or less than the target of 10% as illustrated in Table 6 .6 . It is observed that such 
area is increased by 18, 8  and 11% when imaging the 50mm thick breast phantom at 
0, 7.5 and 25° respectively.
The relative error maps for the 93mm thick breast phantom are illustrated in Fig­
ure 6.28 and their associated histograms are presented in Figure 6.29. This breast 
phantom represents the thickest phantom studied in this work, therefore the aforemen­
tioned air gaps are the largest of all the breast phantoms.
The thickness dependent scatter kernels (conventional convolution approach) show large 
errors (up to 60%) at the edges of the breast phantom (dark blue), where the air gap is
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Table 6 .6 : Percentage of the projected breast phantom area with errors
equal or less than 1 0 % (target) when using the conventional scatter kernels 
and the scatter kernels proposed in this work. Results for the 50mm thick 
breast phantom and the projection angles studied are shown. Last row 
corresponds to the difference between both methodologies.
Method 0° 7.5° 25°
Conventional 81% 87% 71%
This work 99% 95% 82%
Difference 18% 8 % 11%
larger. These errors increase with projection angle as the air gap also increases. These 
air gaps allow the X-ray photons to travel further distances before being absorbed 
within the image receptor. Thus, scatter kernels which do not account for the air gaps 
produce more scattered radiation in the regions where the air gaps exits. However, the 
proposed thickness and air gap dependent scatter kernels, reduce the errors in these 
regions considerably.
This reduction is observed in Table 6.7, where an increase in the area of the projected 
breast phantom with errors equal or less than 1 0 % is shown when accounting for this 
air gap.
Table 6.7: Percentage of the projected breast phantom area with errors
equal or less than 1 0 % (target) when using the conventional scatter kernels 
and the scatter kernels proposed in this work. Results for the 93mm thick 
breast phantom and the projection angles studied are shown. Last row 
corresponds to the difference between both methodologies.
Method , 0 ° 7.5° 25°
Conventional 48% 37% 45%
This work 95% 89% 63%
Difference 47% 52% 18%
As mentioned at the beginning of the chapter, the convolution methodology was inves­
tigated in the search of a faster approach than MC simulations to estimate scattered 
radiation. MC simulations needed between 8  to 1 0  hours per projection to estimate 
the scatter field using a 2.2 GHz Intel Quad-Core E5520 processor. On the other hand, 
the convolution-based methodology described in this work took between 30 to 45 min­
utes per projection, depending on the size of the breast phantom, using the previously 
described processor. It was found that most of the computational time was spent in 
calculating the weighting map a  (Equation 6.11). This reduction in time (compared 
with MG) was achieved after the pre-calculation of the scatter kernels and grouping 
regions of similar thickness and air gap during the convolution as explained previously.
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Figure 6.28: Relative error scatter map es{x,y) observed for the 93mm 
thick breast phantoms (G=9.6%) and projection angles of 0, 7.5 and 25°. 
Top row illustrates results using the conventional approach of breast thick­
ness (Th) dependent scatter kernels. The results using the approach pro­
posed in this work (Th and AG dependent kernels) are illustrated in the 
bottom row. A colourmap, in %, shows errors between less than -20 and 
greater than 2 0 %. The edge of the breast phantoms is highlighted in black.
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Figure 6.29: Histograms of the relative error scatter maps es{x, y) observed 
for the 93mm thick breast phantoms (G=9.6%) shown in Figure 6.28. Top, 
middle and bottom row illustrate results for 0°, 7.5° and 25°. The left 
column represents the histogram for the conventional approach of breast 
thickness (Th) dependent scatter kernels, whereas the right column shows 
the histogram using the approach proposed in this work (Th and AG de­
pendent kernels).
6.3 Sum m ary and discussion
Most DBT systems do not employ an anti-scatter grid, thus the levels of scattered 
radiation in the detector are higher than those observed in FFDM. This fact requires a 
good understanding of the scatter signal for each of the projections, which can be used 
to estimate the appropriate amount of scatter in the projected images.
MC simulations have represented the conventional approach to study scattered radia­
tion in this work. However, it was found these are very time consuming and several 
hours will be needed to estimate the appropriate scatter field for each of the projections.
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As a consequence, a faster approach to estimate scattered radiation is desired.
The convolution-based approach is widely used in the literature to calculate the scat­
ter field in X-ray mammography. It estimates the scatter by convolving the primary 
image with the appropriate scatter kernel, which varies across the images based on the 
thickness of the breast.
One of the principal limitations of the convolution-based approach found in the litera­
ture has been the highly idealised objects used. When this ’conventional’ approach was 
studied for a series of anthropomorphic breast phantoms using an idealised geometry, it 
was found that it overestimates the scattered radiation at the edges of the breast phan­
tom. This effect gets worse with increasing projection angle. A further examination 
using simple phantoms (uniform, trapezoidal and hexagonal) demonstrated that this 
overestimation of scattered radiation is mainly due to the air gap between the lower 
surface of the object and the detector.
For this reason, the convolution approach was modified in order to account for this 
air gap, demonstrating an improvement in the scatter estimation when using realistic 
breast phantoms.
Then, the proposed convolution-based approach was adapted for a realistic DBT geom­
etry, which include the compression paddle and breast support. In this new geometry, 
the scatter from the system was also taken in to account. Results showed that the 
convolution-based approach suggested in this work, can estimate the scattered radia­
tion within a 10% error across most of the breast area. Furthermore, the computation 
time was reduced from the 8  to 1 0  hours observed in MC simulations to less than 1 
hour per projection when using the proposed convolution approach
^Using a 2.2GHz Intel Quad-Core E5520 processor.
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Chapter 7
Conclusions and Further Work
As was mentioned at the start of this thesis, X-ray mammography technologies are in 
constant development and, as such, manufacturers release new systems faster than the 
rate at which these can be reliably assessed using conventional clinical trials. To address 
this, image simulation framework might be developed, that would facilitate a faster 
rate of assessment, thus representing a powerful approach to test such systems without 
the radiation burden associated with using human subjects. However, in order to 
simulate such images, or imaging systems, the scatter field must be accurately modelled 
as this radiation might influence breast cancer detection performance. As such, this 
has been the main focus of the work contained in this thesis. Furthermore, accurate 
modelling of the scatter field, particularly where no anti-scatter grid exists, would help 
to understand the specific distribution of this type of radiation and its effect on image 
quality, and so, can be used to improve the design in future imaging systems. Moreover, 
knowledge of this scatter field distribution can also be employed in clinical imaging in 
the development of post-processing algorithms for scatter correction.
Thus, the main conclusions of this work after modelling scatter fields in several pla­
nar X-ray mammography and DBT systems are drawn together and presented in this 
chapter. These are followed by a summary of proposed further work based on the 
conclusions of this thesis.
7.1 C onclusions
Although GEANT4 was originally designed to simulate interaction of particles with 
matter at high energies, it has also been proposed that it may usefully be applied in 
the X-ray mammography energy range using its low energy packages [78, 82, 153, 154]. 
Therefore, GEANT4 was validated against experimental and published data with a 
maximum discrepancy of 4% and thus represents a suitable MC simulation toolkit to 
use in X-ray mammography, in accord with the findings published elsewhere.
In Chapter 5, GEANT4 was used to generate SPR maps using a GDMAM phantom 
geometry for three planar X-ray mammography systems currently available: Hologic 
Selenia Dimensions, GE Essential and Siemens Mammomat 3000. It can be concluded,
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perhaps unsurprisingly, thatj as they all include anti-scatter grids, SPR values of less 
than 0.2 were observed across the CDMAM phantom area. For a 40mm thick PMMA 
block and the CDMAM phantom, the amount of scatter recorded within the image 
receptor ranged from 6 % to 17%, depending on the particular anti-scatter grid design 
employed by each manufacturer. As expected, the cellular anti-scatter grid design used 
by the Hologic Selenia system illustrated higher CIF (1.60) compared with linear designs 
(1.50). This is attributed to the low density material employed (air for interspace and 
copper for the septa) which increases the primary transmission, as well as its cellular 
design which reduces the scatter transmission. This suggests that further investigation 
can be undertaken to explore the use of other materials and designs of the anti-scatter 
grid geometry as will be described in the next section.
In the same chapter, a CDMAM image simulation tool [18], which assumed constant 
scatter across the image, was modified to account for a more accurate scatter distri­
bution calculated from MC simulations, using the X-ray mammography systems de­
scribed above. This new design also attempted to reduce the dependency on clinical 
measurements as the scatter field was previously measured experimentally. These re­
sults demonstrated that the scatter field does not vary significantly across the CDMAM 
phantom area as the anti-scatter grid absorbs most of the scattered radiation. How­
ever, when linear anti-scatter grids are used, scatter increases up to 1 0 % in the first 
few millimetre within the phantom due to the increase of scattered X-photons from 
the compression paddle and breast support. For the cellular grid design, no increase in 
scatter due to the system was observed. It can be concluded that when an object of 
uniform thickness, such as a PMMA block, is imaged in planar X-ray mammography 
systems (using the anti-scatter grid), a simple constant offset value to account for the 
scatter field can be safely assumed in regions far from the edge of the object, the value 
of which depends on particular system geometry.
In DBT, as anti-scatter grids are not typically employed, the SPR values observed 
within the image receptor were expected to be larger and vary more rapidly across 
the field of view than in planar X-ray mammography. For thick breasts, SPR values 
of 1 or larger have been reported in the literature, especially as the projection angle 
increases. Furthermore, the contribution of the scattered radiation from the system 
has been reported to be as large as a third of the total scattered radiation at the edges 
of the breast [82].
Despite excellent performance can be achieved in modelling physical processes using 
MC simulations, this approach has been shown to be very extremely consuming. As 
single projection simulations may take up to 10 hours to execute with a SEM in scatter 
of 0.25%, and DBT systems require a large number of such projections of the breast 
(15 for Hologic Selenia), a faster kernel-based alternative was explored in Chapter 6  
to more effectively estimate such scattered radiation distribution. Although the DBT 
system studied here approximates the Hologic Selenia system, it is anticipated that the 
methodology proposed in Chapter 6  could be extrapolated to other DBT systems.
The fixed convolution-based, approached described in the literature [19, 20, 21, 22, 23, 
24, 25] was evaluated using a range of simulated breast phantoms. Despite good agree­
ment found between the convolution-based and MC-based results in the central region 
of the breast phantom, where the phantom thickness is constant, large discrepancies
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(approximately 60%) were observed at the edges of these breast phantoms. An exhaus­
tive study revealed, for the first time, that the air gap between the lower curvature 
of the breast phantom and the detector was the main source of the aforementioned 
discrepancies. Surprisingly, this effect has not been previously investigated in the lit­
erature. This phenomena is due to the limitations of the idealised objects previously 
used by other authors, where D-shape phantoms with perpendicular boundaries were 
typically employed to approximate the female breast. Furthermore, this is the first 
time the convolution-based approach is proposed for use in DBT geometries. In such 
situations the distribution of scattered radiation can have greater variation across the 
image receptor compared to FFDM and thus requires more detailed analysis.
In order to account for the aforementioned thickness-dependent errors, new scatter 
kernels, which account for both breast thickness and air gap distances, were proposed 
for three different breast phantoms representative of the range of breast thicknesses and 
glandularities found in breast screening populations. Furthermore, scattered radiation 
emanating from the imaging system itself was also considered in order to improve the 
overall performance. Thus, the approach proposed here has shown good agreement 
with MC-based calculations of scattered radiation distributions; the projected breast 
area with errors less than 10% error improved by up to 39% using this new approach 
of the thickness dependent-only kernel-based approach. Therefore, it is proposed that 
to accurately model the scattered radiation in X-ray systems where anti-scatter grids 
are absent (i.e. DBT or dedicated breast CT), a realistic geometry of both the system 
and the imaging object is required to account for all the major scattering processes 
(previously been neglected in the literature).
Thus, following detailed validation on the use of GEANT4 for X-ray mammography, 
the main achievements contained in this thesis are:
• An examination of different anti-scatter geometries employed by three conven­
tional X-ray mammography systems demonstrated that the use of cellular anti­
scatter grids reduces the scattered radiation by almost a factor of three, improving 
the contrast in the image by 6 % and that such an approach might guide future 
development in this area.
• Confirmation by MC simulation that a simple scatter offset value was sufficient 
to account for scatter effects in imaging the CDMAM phantom when using anti­
scatter grids. Results illustrated an overall average error of 1 % in the associated 
contrast detailed curves when compared with experimental data.
• The discovery of air gap dependent scatter effects towards the edge of the breast, 
and the subsequent development of a kernel-based method to produce a fast non- 
MC method of scatter field estimation. This has also included, for the first time 
in a kernel-based method, the separation of system-based and breast-based scat­
ter components, and demonstrates that although system-based scatter produces 
approximately 1 0 % of the total scatter, in regions close to the curved breast edge, 
the contribution from the system-based scatter can increase up to 30%. This ap­
proach can produce scatter maps with less than 1 0 % error in the majority of the 
projected breast phantom area (63-100%) 10 times faster than the time needed 
to conduct a MC simulation.
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7.2 Further Work
Having modelled the scattered distribution in planar X-ray mammography and DBT, 
several interesting aspects may be explored further that directly arise from the assump­
tions used in this work, and moreover, present themselves as arising from the results 
produced here. ‘
In this work, MC simulations were used to study the scatter rejection performance of 
three commercially available anti-scatter grids for planar X-ray mammography systems. 
Results were presented for a particular energy spectrum per imaging system and one 
breast thickness. It would be interesting to extend this to a wider range of breast (or 
PMMA) thicknesses and energy spectra as this may reveal if cellular anti-scatter grids 
outperform the linear designs in a larger number of cases. It would also be of interest 
to investigate other anti-scatter grid materials and geometries to reduce the scattered 
radiation even further. These may include an optimisation of the size of the interspace 
in the cellular grid, the septa thickness or even a revolutionary cellular grid where the 
septa increases towards the breast edge.
With respect to DBT systems, there is a large interest in accurate scatter field estima­
tion [82, 123, 129]. The scatter kernel approach proposed in this work for a realistic 
DBT geometry was tested using three representative anthropomorphic breast phan­
toms developed by Bakic et al. [52]. Although other breast phantom models are avail­
able [49, 51, 195], it has been seen in this work that the scattered radiation is highly 
dependent on the breast curvature shape, which is associated to the breast composi­
tion: denser breast will have more symmetrical curvature than adipose breasts. For this 
reason, it would be useful to quantify actual compressed breast curvatures in clinical 
scenarios. This can be undertaken using recently developed low cost 3D depth camera 
technology, such as the Microsoft Kinect [196, 197].
One of the assumptions made in this work when estimating the scattered radiation using 
the convolution-based methodology, was that the incidence angle of all X-ray photons 
within the breast phantom area were the same (i.e. projection angle). This assumption 
can be true for a 0° projections angle as described by Boone and Cooper [19]. However, 
variations of the X-ray photon incident angles up to 30% are seen for large projection 
angles (25°). Thus, examining the effects of this assumption on the propagated errors 
in the resulting scatter field estimates would be useful. Furthermore, it would be also 
interesting to modify the methodology describe here to independently calculate the 
scatter response function from the breast phantom, compression paddle and breast 
support, and combine these together to produce the overall scatter field estimation. 
However, introducing further complexity inevitably impacts on execution time, so that 
at some point the run-time advantage of a kernel-based approach will become marginal 
compared to using a MC-based approach.
A ppendix A
Abbreviations and Acronym s
2D: two dimensional 
3D: three dimensional 
/an: micrometer
A C R IN : American College of Radiology Imaging Network
AEG: automatic exposure control
AG: air gap
BF: Bucky factor
CD contrast-detail
CD M A M : Contrast Detail MAMmography
CERN : European Organization for Nuclear Research
CIF: contrast improvement factor
cm: centimeter
CN R: contrast-to-noise ratio
CR: computerised radiography
CRU K: Cancer Research UK
CT: computed tomography
CW : chest wall
DAVID: DAWN-based Visual Volume Intersection Debugger 
DAW N: Drawer for Academic WritiNgs 
D BT: digital breast tomosynthesis
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D M IST: Digital Mammography Imaging Screening Trial 
DR; digital radiography 
ESD: edge spread device 
ESF: edge spread function 
FDA: Food and Drug Administration 
FFD M : full-field digital mammography 
FFT : fast Fourier transform 
FO V  : field of view 
FPD : flat panel detector 
G: glandularity 
GE: General Electric
GATE; GEANT4 Application for Tomographic Emission 
H TC ; high transmission cellular 
HVL; half value layer
I ARC; International Agency for Research in Gancer 
ID; indirect radiography 
keV ; kilo electron volts 
kVp; kilo voltage peak 
LSF; line spread function 
mm; millimeter 
MG; Monte Carlo 
M GD ; mean glandular dose 
M TF; modulation transfer function /
NHS; National Health Service 
N H SB SP; NHS Breast Screening Programme 
N IST; National Institute of Standards and Technology 
N N PS; normalised noise power spectrum 
P E T ; positron emission tomography 
PM M A ; polymethyl methacrylate
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PR N G : pseudo-random number generator
PSF: point spread function
ROI: region of interest
SDD: source-to-detector distance
SEM: standard error of the mean
SF: scatter fraction
SFR; screen-film receptor
SNR: signal-to-noise ratio
SNR(f: differential SNR
SPE C T : single-photon emission computed tomography 
SPR : scatter-to-primary ratio 
SPSF: scatter point spread function 
T: thickness
Tp: transmission of primary
Tg: transmission of scatter
T FT : thin-hlm transistor
V RM L: virtual reality modeling language
Z: atomic number
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A ppendix B
A natom y of the female breast
A mature female breast has a hemispheric shape and its tissue is composed mainly 
of variable proportions of glandular and adipose (or fatty) tissue. This distribution 
is maintained by hormonal influences of menstrual cycles until the menopause, where 
the glandular tissue decreases and is replaced by adipose tissue [198]. The breast has 
no muscle and is covered by a thin layer of skin. Furthermore, suspensory ligaments 
(Cooper’s ligaments) are found to support the breast between the skin and the chest 
wall.
In terms of glandular tissue, each breast contains a mammary gland with between 15 
to 20 lobes [4], each of which contains hundreds of tiny lobules where milk is produces 
when a woman is breast-feeding. During lactation, the breast can increased 3 or 4 times 
its normal weight [198] and milk flows from the lobules through the lactiferous ducts 
and lactiferous sinus ending at the centre of the areola, the nipple.
Figure B.l illustrates a sagittal view of the breast described above in schematic form, 
where the most important components of the breast are highlighted.
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Lactiferous 
duct
Breast lobule 
Coopers tgaments-
Clavicle
Pectoralis
Fatty tissue
Lactiferous
major
Figure B.l: Anatomy of a typical female breast. Image taken from [199].
A ppendix C
R elative error maps using an 
idealised D B T  geom etry
In this appendix, results for the experiments described in Section 6.1 are illustrated 
for a 5cm thick breast phantom and projection angle of 7.5°; and 7.5cm thick breast 
phantom and projection angles of 0°, 7.5° and 25°.
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C .l  5cm  thick beast phantom  and projection angle 7.5^
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Figure C.l: Relative error scatter map es{x, y) observed within a 5cm thick 
breast phantom and (j)=7A° for estimated scatter using the (a) thickness- 
dependent, (b) thickness and air gap dependent scatter kernels and (c) 
thickness and air gap dependent scatter kernels and CF. Note that errors 
are illustrated using a bipolar colormap, in %, showing errors between lower 
than -20% and greater than 2 0 %. Edges where the air gap starts as well as 
the edge region of the breast phantom are highlighted in white. The pro­
file along the vertical white line for the thickness-dependent (Th. kernel), 
thickness and air gap dependent (Th.-AG kernel) and Th.-AG kernel with 
correction factors (Th.-AG kernel-t-CF) scatter kernels are shown in (d).
C.2. 7.5cm thick beast phantom and projection angle CP 171
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Figure C.2: Relative error scatter map es{x,y)  observed within a 7.5cm 
thick breast phantom and 0 = 0 ° for estimated scatter using the (a) 
thickness-dependent, (b) thickness and air gap dependent scatter kernels 
and (c) thickness and air gap dependent scatter kernels and CF. Note that 
errors are illustrated using a bipolar colormap, in %, showing errors be­
tween lower than -2 0 % and greater than 20%. Edges where the air gap 
starts as well as the edge region of the breast phantom are highlighted in 
white. The profile along the vertical white line for the thickness-dependent 
(Th. kernel), thickness and air gap dependent (Th.-AG kernel) and Th.- 
AG kernel with correction factors (Th.-AG kernel-t-CF) scatter kernels are 
shown in (d).
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Figure C.3: Relative error scatter map es{x,y) observed within a 7.5cm 
thick breast phantom and 4>=7.5° for estimated scatter using the (a) 
thickness-dependent, (b) thickness and air gap dependent scatter kernels 
and (c) thickness and air gap dependent scatter kernels and CF. Note that 
errors are illustrated using a bipolar colormap, in %, showing errors be­
tween lower than -2 0 % and greater than 20%. Edges where the air gap 
starts as well as the edge region of the breast phantom are highlighted in 
white. The profile along the vertical white line for the thickness-dependent 
(Th. kernel), thickness and air gap dependent (Th.-AG kernel) and Th.- 
AG kernel with correction factors (Th.-AG kernel-f-GF) scatter kernels are 
shown in (d).
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Figure C.4: Relative error scatter map es{x,y) observed within a 7.5cm 
thick breast phantom and (j)—25° for estimated scatter using the (a) 
thickness-dependent, (b) thickness and air gap dependent scatter kernels 
and (c) thickness and air gap dependent scatter kernels and CF. Note that 
errors are illustrated using a bipolar colormap, in %, showing errors be­
tween lower than -20% and greater than 2 0 %. Edges where the air gap 
starts as well as the edge region of the breast phantom are highlighted in 
white. The profile along the vertical white line for the thickness-dependent 
(Th. kernel), thickness and air gap dependent (Th.-AG kernel) and Th.- 
AG kernel with correction factors (Th.-AG kernel4-CF) scatter kernels are 
shown in (d).
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A ppendix D
List of Publications:
The following publications have resulted from the work documented in this thesis: 
Jo u rn a l publications:
1. R. W. Bouwman, O. D iaz, R.E. van Engen, K.C. Young, G.J. den Heeten, M.J.M 
Breeders, W.J.H. Veldkamp and D.R. Dance. Phantoms for quality control pro­
cedures in digital breast tomosynthesis: dose assessment. Physics in Medicine 
and Biology 58 (13), pp 4423-4438, 2013.
2. A. Rashidnasab, P. Elangovan, M. Yip, O. D iaz, D. R. Dance, K.G. Young 
and K. Wells. Simulation and assessment of realistic breast lesions using fractal 
growth models. Physics in Medicine and Biology 58 (16), pp 5613-5627, 2013.
Conference publications:
1 . A. Rashidnasab, P. Elangovana, O. Diaz, A. Mackenzie, K.C. Young, D.R. Dance 
and K. Wells. Simulation of 3D DLA masses in digital breast tomosynthesis. In 
Proc. of SPIE Medical Imaging 8 6 6 8 , 86680Y-1-9, 2013.
2. R. Bouwman, O. D iaz, K.C. Young, R. van Engen , W. Veldkamp, D.R. Dance. 
Phantoms for quality control procedures of digital breast tomosynthesis. IW DM  
2012, Lecture Notes in Computer Science 7361, pp 322-329, 2012.
3. P. Elangovan, A. Mackenzie, O. D iaz, A. Rashidnasab, D.R. Dance, K.C. Young, 
L. M. Warren, E. Shaheen, H. Bosmans, P.R. Bakic, K. Wells. A Modelling 
Framework for Evaluation of 2D-Mammography and Breast Tomosynthesis sys­
tems. IWDM 2012, Lecture Notes in Computer Science 7361, pp 338-345, 2 0 1 2 .
4. A. Mackenzie, D.R. Dance, O. Diaz, A. Barnard, K.C. Young. Converting One 
Set of Mammograms to Simulate a Range of Detector Imaging Characteristics 
for Observer Studies. IWDM 2012, Lecture Notes in Computer Science 7361, pp 
394-401, 2012.
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5. O. D iaz, D.R. Dance, K.C. Young, P. Elangovan, P.R. Bakic and K. Wells. A fast 
scatter field estimator for digital breast tomosynthesis. In Proc. SPIE Medical 
Imaging 8313, 831305. 2012.
6 . A. Rashidnasab, P. Elangovan, D.R. Dance, K.C. Young, M. Yip, O. D iaz and 
K. Wells. Realistic simulation of breast mass appearance using random walk. In 
Proc. SPIE Medical Imaging 8313, 83130L. 2012.
7. A. Rashidnasab, P. Elangovan, D.R. Dance, K.C. Young, O. D iaz and K. Wells. 
Modelling realistic breast lesions using diffusion limited aggregation. In Proc. 
Medical Imaging SPIE 8313, 83134L. 2012.
8 . O. Diaz, M. Yip, J. Cabello, D.R. Dance, K.C. Young and K. Wells. Monte Carlo 
simulation of scatter field for calculation of contrast of discs in synthetic CDMAM 
images. In International Workshop on Digital Mammography, volume 6136, 
pages 628-635, Jun 2 0 1 0 .
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